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FIBER-OPTIC TEMPERATURE SENSOR

USING

A THIN-FILM FABRY-PEROT INTERFEROMETER

Abstract

by

Glenn Beheim

A fiber-optic temperature sensor was developed that is rugged, compact,

stable, and can be inexpensively fabricated. This thin-film interferometric

temperature sensor was shown to be capable of providing a +2 °C accuracy

over the range of-55 to 275 *C, throughout a 5000 hr operating life.

A temperature-sensitive thin-film Fabry-Perot interferometer can be

deposited directly onto the end of a multimode optical fiber. This batch-

fabricatable sensor can be manufactured at a much lower cost than can a

presently available sensor, which requires the mechanical attachment of a

Fabry-Perot interferometer to a fiber. The principal disadvantage of the thin-

film sensor is its inherent instability, due to the low processing temperatures

that must be used to prevent degradation of the optical fiber's buffer coating.
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The design of the stable thin-film temperature sensor considered the

potential sources of both short and long term drifts. The temperature-sensitive

Fabry-Perot interferometer was a silicon film with a thickness of -2 pm. A

laser-annealing process was developed which crystallized the silicon film

without damaging the optical fiber. The silicon film was encapsulated with a

thin layer of Si3N4 overcoated with aluminum. Crystallization of the silicon

and its encapsulation with a highly stable, impermeable thin-film structure were

essential steps in producing a sensor with the required long-term stability.
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1. INTRODUCTION

1.1 Fiber-Optic Temperature Sensors for Aircraft

The application of fiber-optic technologies to the measurement of

physical parameters can alleviate many of the problems that are encountered

when using electrical sensors, t'2 The greatest advantage is obtained when

electrically passive optical sensors are connected solely by fibers to their

opto-electronic interfaces, which can be located in benign environments remote

from the hostile measurement sites. Advantages of fiber-optic sensors include

immunity to electromagnetic interference (EMI) and elimination of ground

loops. Fiber-optic sensors can provide ready isolation from high voltages, and

they can be constructed using all-dielectric materials in order to minimize

errors due to self-heating in RF fields. Further, fiber-optic sensors can

eliminate the shock hazard to subjects of in-vivo measurements; they can be

inherently safe in the presence of flammable gases; and they can be constructed

of inert materials for use in reactive environments.
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Fiber-optic sensors are of interest for aircraft systems because their

immunity to EMI can provide a significant weight savings through the

elimination of cable shielding and surge-protection electronics. 36 A further

weight savings can be realized by using the high bandwidth of optics to

multiplex the sensor outputs, thereby reducing the fiber count.

When combined with optically controlled actuators and optical data

links, fiber-optic sensors can effectively isolate an aircraft's control electronics

from potentially damaging EMI, such as that which is generated by a lightning

strike. Implementation of such a "fly-by-light" engine control system would

require an optical inlet-air temperature sensor, in addition to optical sensors of

actuator positions, shaft speeds and the temperatures of the hot gases produced

by combustion. 4'5 Control of a supersonic fighter engine requires an inlet-air

temperature sensor with a range of-55 to 275 *C and an accuracy of +2 °C.

A sensor that meets these requirements could also be used in a subsonic

transport, in which case, the inlet-air temperature range is -55 to 125 *C.

In order to prove economically advantageous, a fiber-optic inlet-air

temperature sensor must have maintenance requirements comparable to those

of the platinum resistance thermometer that it would replace. Since in-situ
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calibration is not feasible, the sensor must have a high immunity to cable and

connector effects (i.e. a high short-term stability) so that the factory calibration

is maintained during installation. Also, the sensor's long-term stability must

be sufficient to provide a lifetime of 5000 engine-operating hours without

recalibration.

A fluorescent-decay-rate type of fiber-optic temperature sensor has been

developed for engine-inlet air-temperature measurements by Rosemount Inc. 7

The principal drawback of this sensor is the incompatibility of its time-based

encoding mechanism with the wavelength-based method used by wavelength-

division-multiplexed (WDM) position encoders, which are, at present, the

optical position transducers best accepted for aircraft, s

1.2 Fabry-Perot Temperature Sensor

A fiber-linked Fabry-Perot interferometer can provide a wavelength-

encoded temperature measurement from a very compact and rugged sensor.

Typically, the Fabry-Perot temperature sensor is a thin platelet of a material

that has a temperature-dependent refractive index. 9'_° The surfaces of the

platelet are flat and parallel so that optical resonance is produced at
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wavelengths that are submultiples of the temperature-dependent difference in

the optical paths of successive reflected beams. At resonance, the reflectivity

of the interferometer is a minimum,

reflectivity minima can serve as a

temperature.

and the wavelength of one of these

signal-level-insensitive indicator of

A fiber-optic Fabry-Perot temperature sensor has been devised, in

which the temperature-sensitive interferometer is constructed from thin films

that are deposited directly onto the end of an optical fiber, n The annealing and

encapsulation of such a thin-film interferometer are critical steps in fabricating

a stable sensor, as has not been well recognized in previous work on such

devices. An especially high degree of stability is required for the aircraft

engine application. This level of stability has not yet been demonstrated by any

fiber-optic temperature sensor.

The objective of the research described here is the design and fabrication

of a thin-film Fabry-Perot temperature sensor with sufficient stability for use

in aircraft-engine control systems. Design rules will be developed and a

preliminary design undertaken, following reviews of fiber-optic techniques for

temperature measurement and fiber-optic Fabry-Perot temperature sensors.
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The sensor design will be predicated on the analysis of its spectral reflectance

using an A1GaAs LED together with a grating spectrometer and silicon

photodetector array. Following the selection of a temperature-sensitive

material, the optimum thickness of the temperature-sensing film will be

determined, and a thin-film encapsulating structure will be designed. The thin-

film deposition and annealing processes will then be devised and optimized,

and the individual films characterized. Finally, a set of completed sensors will

be characterized in terms of thermal response, sensitivity to disturbances that

occur over short time intervals (such as connector remating and fiber bending),

and long-term stability at the maximum temperature of the intended application.
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2. REVIEW OF FIBER-OPTIC TEMPERATURE SENSORS

2.1 Introduction

The objective of this review of fiber-optic temperature sensors is to

illustrate, through examples, each of the most prominent sensing techniques.

The benefits of fiber optics are fully realized only if the remotely located

sensor is linked solely by fibers, therefore, this chapter will not discuss sensors

that require electrical power connections. Fiber-linked optical temperature

sensors can be categorized on the basis of their method of signal generation,

as follows:

(a) Optically emissive, thermally powered,

(b) Optically emissive, optically powered,

(c) Intensity modulating (non-emissive).

An elegant fiber-based method of measuring temperature uses the

thermal energy of the sensed medium to power a radiant probe. At lower

temperatures, where the thermal radiation is inadequate, an emissive sensor can

be powered by an external light source using one of two means. In the first

7
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method, an optical-to-electrical conversion powers electronic circuitry which

processes the output of an electrical sensor, such as a thermocouple. The

measurementis then transmitted optically, using an electro-optic emitter. In

a purely optical approach, optical excitation of the sensor produces a

temperature-dependentemission, typically via fluorescence.

Non-emissive sensors encode the measured temperature via the intensity

modulation of fiber-transmitted light. Typically, this intensity modulation is

performed in some wavelength-dependent manner to reduce the sensitivity to

variations in the fiber link's transmissivity. There are two intensity-modulation

mechanisms which have proven to be useful. The first approach uses a

material which absorbs light in a temperature-dependent manner. The other

approach exploits a thermally induced change in refractive index, which, by

interferometry, is converted to an intensity change.

Some of these sensing methods are suited to the measurement of the

temperature profile along the length of an optical fiber. Because of their

unique capabilities, these distributed temperature sensors will be discussed in

a separate section, even though they can be classified as either intensity

modulating or optically emissive and optically powered.
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An important attribute of a fiber-optic sensor is its ability to encode the

measurement information so that it is not corrupted during transmission. Cable

effects pose an especially severe problem for the optical transmission of quasi-

static analog signals. For example, simply remating a connector can produce

a transmissivity change of 10%, while a fiber bend of moderate curvature can

cause a change of several percent. The variability of fiber and connector losses

necessitates the use of some type of compensation scheme in order to obtain the

required accuracy, which is typically about 1% of the temperature span.

There are two types of encoding schemes for fiber-optic temperature

sensors that have been shown to provide a reasonable degree of immmunity to

cable effects. Generally the most robust encoding methods are the time-based

type. Here, the temperature is encoded as a frequency, typically in the audio

to RF range, or as a time delay, such as the time constant of an exponentially

decaying signal. Alternatively, a loss-insensitive signal can be produced by a

spectral-encoding method. Here, the sensor's output spectrum contains some

temperature-indicating feature, for instance a minimum, the position of which

varies as a function of temperature. In another widely used spectrum-

modulating approach, the output spectrum is sampled at two wavelengths, and

the temperature determined as a function of the ratio of the intensities.



2.2 Optically Emissive, Thermally Powered Sensors

A fiber-optic thermometer that uses the thermally generated light from

an emissive probe has the unique advantage of requiring no electro-optical

source. This instrument is also readily calibrated since its thermal response

can be derived from fundamental physical laws. The light emitted by the

sensor is transmitted by a fiber to an analyzer, which measures the radiant

intensity in two separate wavelength bands. Figure 2.1 shows a sensor

marketed by Luxtron's Accufiber Division. This black-body probe is made by

sputter depositing a high-emissivity coating onto the tip portion of a single-

crystal sapphire fiber._ For length-to-diameter ratios greater than about 10, this

beveled-bottom cylindrical chamber radiates a spectrum approximately equal

to that emitted by an ideal black body, i.e.

iE(l, T) = acl . cx}
15 [exp (C2/I.T) -i]

Here a is the area of the cavity exit, the first radiation constant c_ is

3.7418x10 t6 W m2, the second radiation constant c2 is 1.43879x10 2 m K, A

is the wavelength in vacuum, and T is the absolute temperature. Figure 2.2

10
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shows i_(k) for various temperatures between 1000 and 2000 K (730 and

1730 *C), for a = 1 cm 2.

By integrating Eq. 1 over all )_ one obtains the Stefan-Boltzman relation

for total emitted intensity,

IE=OT ¢ , (2)

where o is 5.67x10 -8 W m2 K -4. Differentiating Eq. 1 provides the

wavelength of peak spectral density, which is given by Wien's displacement

I aw,

Co (3)

2%peak- T '

where Co = 2.897 x 10 .3 m K.

In the first implementation of the Accufiber instrument, a silicon

photodiode and optical bandpass filter were used to integrate i_(k) over a

100-nm-wide band centered at 600 nm. The range of this instrument was 700

to 1000 *C. Here, a high sensitivity was obtained by sampling the radiant

spectrum at k < kp_,. For k = 600 nm and T = 1000 *C, a 1% change in

the absolute temperature causes a 20% change in iE.
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A high degree of immunity to cable and connector effects has been

realized, in later versions of this instrument, by using a ratiometric loss-

compensation technique. A second photodiode is used to sample the radiant

spectrum at k = 700 nm. The temperature is then determined as a function

of the ratio of the two intensities. If the two monitored wavelengths are

designated )_ and _, then, for the temperatures and wavelengths of interest,

the ratiometric signal is approximately given by

The effectiveness of this ratiometric technique relies on a constant ratio of the

fiber link's transmissivities, H_o(_,,)/HFo(X2), which is more nearly obtained if

k, = _. For example, if the fiber absorptivities at _,_ and _ are OtvoI and

¢XFo.z,then the ratio of the transmissivities, for a fiber of length I-,_o, is

exp[(otFo2-aro,)l._o]. This ratio will be independent of the length of the fiber

link only if C_FOI= OtFO'Z,which will be approximated if ),l = h_.

Degradation of this probe's thermally emissive coating can be a problem

in extremely harsh environments, such as in the turbine region of an aircraft

engine where the sensor is subjected to an extremely hot, high-velocity,
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oxidizing gas flow. An emissive probe which has proven quite durable in this

environment was developed by Conax Corp. 2 A hole is drilled in the end of

a sapphire lightguide and a highly stable emissive material, chromium oxide,

is inserted and then capped with a sapphire plug. This instrument also uses a

ratiometric method. A silicon photodiode integrates the short-wavelength

radiation, between 0.5 and 1.1 #m, and a germanium diode integrates the

radiation between 1.1 and 1.8 gin. This probe has a demonstrated temperature

range of 600 to 1900 °C and has been extensively tested in gas turbine

engines .3

Because the radiant intensity decreases rapidly with decreasing

temperature, as indicated by Eq. 2, temperatures below 600 *C are not readily

measured using a fiber-linked radiant probe. At these temperatures, the radiant

emission has shifted well into the infrared, which necessitates the use of IR

detectors and special IR-transmitting fibers. Using a 5-m fiber of

polycrystalline thallium-bromoiodide (KRS-5), together with a HgCdTe detector

that was cooled to 77 K, temperatures as low as 60 *C were measured with a

signal-to-noise ratio greater than 10 dB. 4 Drawbacks of m-transmitting fibers

can include high costs, poor mechanical properties, low softening temperatures,

water solubility and toxicity. Despite the prevalence of optically emissive,
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thermally powered sensors for high-temperature applications, for the

measurement of temperatures below 600 °C there are a number of competitive

approaches.

2.3 Optically Emissive, Optically Powered Sensors

An electrically active sensor can be fully fiber linked through the use of

an optical-to-electrical converter and an optical transmitter. The key to success

with this approach is to minimize the sensor's power consumption to allow it

to be powered by a standard 5-roW-output A1GaAs laser diode. Higher power

laser diodes are available, but they are expensive, they can pose an eye hazard,

and they are not usable in explosive environments. Figure 2.3 shows a

thermocouple-based sensor whose sole connecting link is an optical fiber. _

This provides ready electrical isolation in high-voltage regions; also, a high

degree of immunity to electromagnetic interference was demonstrated.

The 5-mW output from a laser diode is transmitted by a fiber to the

sensor, where it is directed onto a series-connected array of silicon photovoltaic

cells. The photovoltaic array powers special low-current circuitry which

converts the thermocouple voltage to a pulse-position modulated (PPM) LED
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current. Long-wavelength-pass (I.,WP) optical filters are used at both ends of

the optical fiber to combine and separate the 780-nm power and 880-nm data

signals. The PPM coding mechanism allows the LED to be operated with a

very low duty cycle, which is essential since the LED draws 50 mA of current.

The total electrical power consumption is less than 100 #W, which can be

supplied optically through a fiber as long as 70 m.

The temperature range of this type of device is of course limited to that

of the electronics, which for conventional silicon technologies is no greater

than about 150 *C. The maximum operating temperature may actually be

considerably below 150 *C because the photovoltaic efficiency is severely

degraded at elevated temperatures. An important advantage of this sensor is

the high degree of immunity to cable effects which is provided by its time-

based encoding mechanism.

Another time-based means of encoding a temperature measurement uses

a fluorescent material whose emission, after cessation of the optical excitation,

decays exponentially with a temperature-dependent rate. For a common type

of fluorescent material, consisting of activator ions in an insulating host, the

absorption of a photon excites an ion to a higher energy level. One of the
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processes by which this ion can relax to a lower level is via the emission of a

photon. Besides this radiative process, there are competing nonradiative

relaxation processes which will shorten the lifetime of the excited state. Let

N be the population of the excited state, and let r be its lifetime, so that

1/r = 1/rR + 1/r_, where 1/rR and 1/r_ are the probabilities per unit time

of a radiative and a nonradiative transition. Then, since dN/dt = -N/r, and

since the emitted intensity is proportional to N/rR, both N and the emission will

decay exponentially with a time constant r. An increase in temperature will

generally cause r_ to decrease, while rR remains largely unchanged, so that

r can be expected to decrease as a function of temperature over at least some

range.

An instrument manufactured by Luxtron uses an ultraviolet light pulse

from a xenon flashlamp to excite the fluorescence of magnesium

fluorogermanate activated with tetravalent manganese. 6'7 The fluorescence

decay time decreases from more than 5 ms at -200 *C to 0.5 ms at 450 °C, as

shown by Fig. 2.4. An alternative fluorescent material, one that could be

excited with red or near-IR light, would have the advantage of permitting the
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use of a solid-state source. Also, the optical fiber could be longer in this case,

since the fiber losses are lower at the longer wavelengths.

A number of fluorescent temperature sensors using solid-state sources

have been reported. A sensor using a chromium-doped yttrium-aluminum-

garnet (YAG) crystal, whose fluorescence is excited using a 635-nm laser

diode, was tested from -25 to 500 *C. s Over this range r decreased from

about 30 ms to less than 0.5 ms. The fluorescent decay rates of both

chromium-doped sapphire (ruby), 9 excited at 560 nm, and neodymium-doped

glass, _° excited at 810 nm, have been used to sense temperatures in the range

of approximately -50 to 200 *C. Rosemount has developed a fluorescent probe

for the measurement of inlet air temperature in aircraft engines. 1_'n This

sensor uses a proprietary material that is excited using a 680-nm LED; the

material fluoresces in the 700-900 nm range with a decay time that decreases

by almost an order of magnitude from -75 to 350 *C.

The insertion loss of these sensors is generally quite high because of the

inefficiency of the emission process and the low coupling of the nondirectional

emission to the fiber. The insertion loss generally becomes exceptionally high

as the temperature approaches the fluorescence quench point. The Rosemount
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probe's output intensity remains approximately constant between -55 and

300 °C. For temperatures greater than 300 °C, the fluorescence decreases

linearly and is reduced by a factor of 20 at 500 °C. TM

A fluorescent temperature sensor that encodes the measurement via the

emission wavelength was developed by ASEA. 13 The wavelength of an

A1GaAs heterostructure's emission increases as a function of temperature, due

to the decrease in the bandgap energy E r Figure 2.5 shows the spectrum of

the LED excitation together with the emitted spectra for temperatures between

0 and 100 *C. The fluorescence is split into its components above and below

890 nm, and the intensity ratio is used to determine the temperature. This

two-wavelength ratiometric type of compensation method will be discussed

extensively in section 2.4.

2.4 Intensity-Modulating (Non-Emissive) Sensors

Non-emissive fiber-optic sensors can be characterized by their

temperature-dependent transmittances, Hs(X,T), which relate their input and
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output spectra, i,(X) and i2(k,T), through

i 2 (l, T) :Hs(l, T) i I (1) . (s)

Unlike fluorescent sensors, the output spectra of intensity-modulating sensors

contain only the spectral components emitted by the source. In order to reduce

the sensitivity to the effects of variations in the fiber and connector losses, the

sensor generally imposes some type of temperature-sensitive feature on the

transmitted spectrum. For example, the temperature might be encoded via the

position of a minimum or an edge, or it might be determined from the ratio of

the sensor's transmissivities at two wavelengths.

A temperature-indicating spectral edge can be provided by a

semiconductor material with a temperature-dependent bandgap Eg. Sufficiently

thick samples of many semiconductors have transmissivities which approximate

that of an ideal long-wavelength-pass (LWP) filter, where the cut-on

wavelength is )_ = hc/Eg. Of course, _ must lie within the spectral range of

the source, so that GaAs is an obvious sensor material for use with an A1GaAs

LED.
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Figure 2.6 shows an implementation of this approach. _4 The

0.2-mm-thick GaAs platelet is interrogated by a A1GaAs LED. The LED has

an 880-nm center wavelength and a 150-nm spectral width. As the temperature

of the GaAs increases so does _; this reduces the width of the transmitted

portion of the LED's spectrum. At h = 1.3 /zm, however, the sensor is

transparent throughout its -10 to 300 *C range. Therefore, the temperature can

be determined from the ratio of the transmissivities. This ratiometric approach

eliminates the effects of incidental transmissivity variations common to both

wavelengths. To obtain accurate transmissivity measurements, the outputs of

the LEDs must be monitored to correct for intensity drifts.

This two-wavelength ratiometric technique requires much lower spectral

resolution than would be required to directly measure _, which might be

accomplished using a grating spectrometer. A disadvantage of this simple

approach is its sensitivity to temperature-induced changes in the source

wavelength. The temperature sensitivity of the AIGaAs LED's output is

0.35 nm/*C, essentially the same as d_/dT. The measured temperature,

therefore, has a sensitivity to the LED temperature of-1 *C/*C. This

necessitates thermo-electric control of the LED's temperature. Another

disadvantage of the ratiometric technique used here is the need to calibrate each
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sensorwith a specific LED, since the LED spectra will vary somewhat between

devices.

Another ratiometricaUy compensated temperature sensor uses a short

length of neodymium-doped fiber as the sensing element.t5 Here the sampled

wavelengths are much closer together, which, in principle, should provide

greater immunity to cable effects. For trivalent Nd ions incorporated in a glass

host, absorption of a near-infrared photon of wavelength _, is accompanied by

the excitation of an ion from a low-lying energy level to a state having an

energy hc/_, higher. The probability of this transition is proportional to the

number of ions in the initial state, which is thermally populated in accordance

with Boltzman statistics. As the temperature changes, some absorption lines

will become stronger while the strengths of others will diminish, depending

upon the changes in the populations of the asssociated initial levels.

Figure 2.7 shows the spectral transmissivity of a 3.8-cm length of

Nd-doped fiber for temperatures between 20 and 900 *C. Over this

temperature range the transmissivities at 840 and 860 nm are grossly dissimilar

functions of temperature, therefore, their ratio can be used as a temperature

indicator. The sources are LEDs whose spectra are narrowed using
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10-nm-wide bandpass filters. This sensor also exhibits high sensitivity to

source spectral changes. Narrower bandpass filters could reduce this

sensitivity, but would also reduce the signal-to-noise ratio.

When designing an intensity-modulating sensor, a greater flexibility is

obtained if the sensor is based on a temperature-dependent change in refractive

index rather than absorption. In this case, an intefferometer is used to convert

the refractive-index changes to changes in the sensor's transmissivity. This

interferometer can be tuned for a particular measurement range simply by

adjusting the length of the temperature-sensitive component. In a two-beam

interferometer, a splitter divides the optical input into two beams. These

beams then travel paths of lengths L, and I-a, through media having refractive

indexes of n, and nz, before they are recombined. The transmissivity of a two-

beam interferometer is given by

Hs (l , T)=-_AI[I+A2cos [-_ AOPD (T) ] ], (6)

where AI and A2 are 1 for the ideal case of zero losses and

beamsplitters, and where AopD is the interferometer's optical path difference,

50:50



or OPD, which is given by
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AopD=nl L 1 -n2 L 2 . ( 7 )

In general, n,, n:, L_, and 1.,2 will all vary as functions of temperature. The

sensor should be designed so that Aopr, is a sensitive and repeatable monotonic

function of temperature. The temperature can then be determined by

measuring the phase of the sinusoidal component of Hs as a function of I/X.

Equivalently, the wavelength of a fixed phase can be measured, for example,

by measuring the position of one of the minima in Hs(k). The range using

either of these approaches is limited to a phase change of 2a" or AAopD = _,

where _ is either the wavelength at which the phase is measured or the initial

position of of the tracked minimum.

A larger range can be provided by measuring the free spectral range,

AXFSR, which is the wavelength change corresponding to a phase change of 27r,

i.e. the period of Hs(X). However, for interferometers of large order, i.e.

AopD > > )_, this approach requires a very high spectral resolution. For
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sufficiently large fringe orders, the free spectral range is given by

(8)

The wavelength resolution

therefore given by

required to measure a given OPD change is

12 6Aop D . tg)
6 [A  .FsR]

Figure 2.8 shows a temperature sensor which is based on an integrated-

optic Mach-Zehnder interferometer, t6 Single-mode waveguides and two

Y-junction splitter-combiners are fabricated in a lithium-niobate substrate by

titanium diffusion. This interferometer's OPD is equal to nEFF &L, where

AL = Lt - I.,2 and the waveguide's effective index is given by nEFF = C / Vp,

where vp is the phase velocity of the guided light. Here both arms are exposed



25

to the sensed temperature, which gives

d_d__D__L [ _;F+nEFFKr. " (to)

where the thermal expansion coefficient is rL = L t dL/dT. The effective

index nm: lies between the substrate's refractive index and the slightly higher

index of the titanium-doped core. By substituting the material properties of

lithium niobate into Eq. 10, the OPD's temperature sensitivity is determined

to be (AL) 1 dAovD/dT = 7.5 x 105/ *C. For AL = 0.06 mm and

), = 630 nm, a 2a- phase change will be produced by a temperature change of

140 *C.

Another temperature sensor has been reported which uses an integrated-

optic Michelson interferometer. 17 Here, the optical combiner is absent and the

ends of the interferometer's arms are reflectively coated so that the optical

splitter also combines the two beams. Disadvantages of these integrated-optic

temperature sensors include their relatively large size, and the very small cross-

section of their single-mode waveguides, which necessitates precise and highly

stable fiber coupling. Also, single-mode-fiber connectors are more expensive

and less reliable than are connectors for multimode fibers.
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A more compact interferometric sensor, which is compatible with

multimode fibers, directs two orthogonally polarized beams along the same

path through a birefringent crystal. These polarization eigenmodes propagate

with different phase velocities, yielding an OPD that will, in general, be

temperature dependent. This type of sensor, shown in Fig. 2.9, has been

constructed by sandwiching a 0.55-ram thick slice of y-cut lithium niobate

between crossed polarizers oriented at +_45 ° to the z (or optical) axis. _' The

crystal decomposes the 45 ° polarized light into equal-amplitude eigenmodes.

These are polarized along the x and z axes and have phase velocities

determined by no and n_, which are the material's ordinary and extraordinary

refractive indexes. The orthogonally polarized beams are made to interfere by

the output polarizer. The sensor's transmissivity Hs(k,T) is given by Eq. 6,

in which A2 = -1, and

AOPD= (ne-n o) L, (xx)

where L is the length of the crystal. Here, the temperature sensitivity of the

OPD is almost entirely due to the birefringence change, the effect of thermal

expansion being considerably smaller.
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A single-ended probe, which would be preferred in most applications,

has been fabricated by applying a reflective coating to the back surface of the

crystal. TM The output spectra of one of these sensors has been analyzed using

discrete Fourier techniques to determine the temperature-indicating phase

shift? ° A disadvantage of these sensors is the requirement for collimating

lenses, which causes the sensors to be larger than is usually desired. Dichroic-

film polarizers also have a limited temperature range. Prism polarizers can be

used at much higher temperatures, 2_ however, they are large and expensive.

The smallest interferometric sensors are the Fabry-Perot type. Section

3 provides a comprehensive review of Fabry-Perot temperature sensors. The

optical properties of Fabry-Perot interferometers are derived in the appendix.

Only the most significant features of Fabry-Perot temperature sensors will be

described here.

Figure 2.10 shows a solid Fabry-Perot interferometer, or etalon, which

has a thickness of L and a refractive index of n_. The etalon is surrounded by

a material of index no, where n_ > no. The surfaces of this ideal

interferometer are perfectly fiat and parallel, and the materials are lossless,

while the incident light is assumed to be collimated. The reflectivity of the
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etalon's surfaces is R, where R = (nt-no)2/(n_+no) a. The interferometer is

operated reflectively, as this provides for a more compact single-ended probe.

The ,'effectivity of the ideal Fabry-Perot interferometer is given by Airy's

formula, which is

RF (_) = F sin 2 (_) , (x2)
i + F sin 2 (_)

where

4R
_,D"= , ( 13 )

(l-R) 2

and

Here, /_kOp D is

(14)

.A.OPD=2n:].L COS0 1 , (is)

where 01 is the internal angle of incidence. Figure 2.11 shows R_:(4,) for

different values of R. The interferometer's reflectivity is a minimum (Re = 0)

at resonance, ,I, = _rm, where m is an integer. In terms of wavelength, the

resonance condition is X = k., where mk_ = AOPD.
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A commercial Fabry-Perot temperature sensor, available from

Photonetics, is fabricated using a --- l-#m-thick slice of single-crystal silicon. =

The fragile piece of silicon is protected by electrostatically bonding it between

two thicker pieces of Pyrex glass. The large refractive index discontinuities at

the silicon/glass interfaces give R = 0.18. The glass-encased silicon etalon is

bonded to a glass capillary, inside of which is affixed an optical fiber. No

collimating lens is required since the silicon is quite thin; also its refractive

index is very high, 3.7 at 830 nm, which gready reduces the internal

divergence. Figure 2.12 shows the spectrum of the LED source and the

sensor's output spectra at 25 and 125 oC. The reflectance minima shift to

longer wavelengths with increasing temperature, primarily due to the refractive

index change, which is about 0.01%/oc. An optical edge filter splits the

sensor's output spectrum into its components above and below 840 nm. The

ratio of these intensities is used to determine the temperature over the range of

-40 to 300 *C.

A SiC Fabry-Perot temperature sensor with a range of 20 to 1000 *C

has been demonstrated. _ This Fabry-Perot sensor is a several-tzm-thick layer

of crystalline SiC, on a much thicker silicon substrate, which is cemented onto

the end of a ceramic tube. A graded-index rod lens collimates the light emitted
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by the fiber and directs it down the tube to the reflective SiC film. This

approach allows the fiber and collimating lens to be located outside the hot

environment. The collimator effectively eliminates the effects of fiber bending

on the angular distribution of the light inside the etalon. Without the

collimating lens, a 2 °C accuracy is not readily obtained because of the

sensitivity to the modal power distribution, z4 The modal sensitivity is greater

for SiC than it is for silicon because of the lower refractive index, nt = 2.6

instead of 3.7 at 830 nm. A lower n_ causes the light rays inside the Fabry-

Perot etalon to be more divergent, since the range of angles of incidence is

given by ]0_] _ sin_(NA/n_), where NA is the fiber's numerical aperture.

A silicon Fabry-Perot sensor can be fabricated less expensively by

depositing the silicon directly onto the end of an optical fiber. _ Figure 2.13

shows such a temperature sensor, which is the subject of the research described

here. The silicon film, which is amorphous as deposited, is crystallized using

an argon-ion laser. Then, two encapsulating layers are deposited; first, a thin

layer of Si3N4, which is followed by --- 1 #m of aluminum. The Si3N4-coated

aluminum serves as the Fabry-Perot interferometer's second reflector, the first

being the fiber/silicon interface.
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Yet another type of interferometric temperature sensor is based on Bragg

diffraction from an in-fiber grating. _s A Bragg grating of several-mm length

is formed in a single-mode fiber by the use of intense ultraviolet radiation

which produces a permanent modulation of the refractive index. The fiber is

exposed, from the side, with UV light, the intensity of which varies

sinusoidally along the fiber's length, with a period l-,s. This UV exposure

produces, in proportion to its intensity, a refractive-index change which is quite

stable despite subsequent annealing at temperatures as high as 350 *C. 27 The

Bragg grating's operation can be understood by considering a square-wave

index modulation of amplitude An, which is superimposed on the fiber's

effective index n_, where An < < n_n:. Each refractive index step An

produces a small reflected wave; these wavelets will interfere constructively if

)_ = 2n_-vLa, which is the Bragg condition. The large number of interfering

wavelets (several thousand per mm of filter length) causes the spectral

reflectance peak to be extremely narrow, as shown by Fig. 2.14. Because the

thermo-optic coefficient, x, = nldn/dT, for fused silica is only about

9 × 106/*C, the thermally induced resonance shift is quite small, about

0.01 nm/*C at h = 1300 nm. The sharpness of the reflectance peak makes it

possible to resolve temperature changes of 1 °C or smaller, but the
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requirements for a wavelength-tunable laser and single-mode fibers make this

sensor relatively expensive.

An interesting type of intensity-modulating temperature sensor uses

optical power to produce, through purely optomechanical means, a frequency-

encoded modulation of an externally supplied probe beam. 2s Through the

photothermal effect, a modulated optical signal causes the vibration of a

micromachined silicon cantilever beam which has a temperature-dependent

resonant frequency. The beam's vibration

interferometrically, using a second light source

frequency of the excitation is then adjusted to

amplitude is detected

and optical fiber. The

maximize the vibration

amplitude, thereby determining the resonant frequency. Since only relative and

not absolute measurements of the vibration amplitude are required, this sensor

has a high degree of immunity from cable effects. Also, the frequency-

encoded output is readily interfaced to a computer.

2.5 Distributed Sensors

Several groups have achieved significant success in measuring the

temperature distribution along the length of an optical fiber. Such a distributed
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temperature sensorhas a number of interesting applications, the requirements

of which are not readily met using electrical sensors. The general principle is

that of optical time domain reflectometry (OTDR), in which a short-duration

optical pulse is injected into the fiber and the backscatteredlight monitored as

a function of time. If a pulse of energy Eo, at time t = 0, is injected into the

fiber end face, position x = 0, then the backscatteredpower is

Is(t) =
vgt/2

1
-_EoVg S(vgt/2) exp [-2 f

0

(16)

(x)dx],

where vz is the fiber's group velocity, S(x) is the scattering coefficient, and

ct(x) is the fiber's attenuation.

Distributed temperature measurements were performed using a Nd-doped

fiber and a 904-nm diode laser. 29 At this wavelength, the absorption of the

Nd-doped fiber has a temperature coefficient, oc' dct/dT = 2 x 103/*C. Here,

S(x) is caused by Rayleigh backscattering and is constant, and the temperature-

dependent absorption, c_(x), is determined from the time derivative of log[Is(t)].

Due to the low levels of backscattering, 105 waveforms were averaged over a

period of 2.5 min in order to provide a signal-to-noise ratio sufficient to
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resolve a 2 °C change. The accuracy from --40 to 80 °C was estimated to be

10 oC, with a spatial resolution of 15 m out of a total measurement distance

of 140 m.

A temperature-dependent scattering coefficient S(x) can be obtained

using Raman scattering. The Raman-scattered light has two components, the

Stokes and anti-Stokes emissions, which have frequencies of v0 - J's and

Vo + Os, respectively, where Vo is the frequency of the incident light and the

frequency shift Vs is determined by the material, which has a vibrational energy

level hrs. The Stokes emission occurs after the absorption of a photon of

frequency I'o by a molecule which is initially in the ground state. This

molecule is then left in the higher energy level after the emission of a photon

of frequency v0 - Vs. The anti-Stokes emission requires that the molecule be

in the excited state when the incident photon is absorbed. The intensities of the

Raman emissions are proportional to the populations of the associated initial

energy levels, which can be determined using Maxwell-Boltzman statistics.

The ratio of the scattered intensities is given by

SAs(X) (Vo+Vs)4 I -hvs 1S s (x) = (v o-V s) 4 exp kT (x) "
(17)
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Since hvs > > kT, the anti-Stokes emission is several orders of magnitude

lower in intensity than the Stokes emission, which in turn is much lower than

the Rayleigh backscattering. A distributed temperature sensor based on the

Raman effect has been described which uses a 900-rim laser diode) ° The

reported resolutions were 10 *C and 3 m over a fiber length of 180 m.

More recently, a Raman-scattering distributed temperature sensor has

been described which has a + 1 °C accuracy, a -50 to 150 °C range, and a

1-m distance resolution over 2 km of fiber. 31 Using an optical source with a

wavelength of 1.55 #m, the wavelength of minimum absorption for fused-silica

fiber, another group has reported distributed temperature sensing over a 30-km

distance, r2

2.6 Concluding Remarks

For temperatures greater than 600 *C, thermally emissive sensors have

the considerable advantage of

operation at these temperatures.

simplicity, which is essential for reliable

At lower temperatures, a number of different

modulation mechanisms have been used, none of which has been shown to be

clearly superior to the others. Optically powered electrical sensors do not have
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all the advantanges of all-dielectric optical sensors, such as freedom from self-

heating in RF fields, and their temperature range is limited. These sensors

have limited capabilty for multiplexing; their power requirements generally

dictate that an expensive laser diode be dedicated to each sensor. However,

they can provide exceptional accuracy and stability, because they use

technologically mature electrical sensors such as thermocouples. Also, they

offer excellent immunity to cable effects, provided the power margin is

sufficient.

Sensors based on a fluorescence decay rate also offer low sensitivity to

cable effects, but they have similar power margin problems. Since the

fluorescence decay time is a property of the bulk material, these sensors should

not require individual calibration. This desirable feature is less readily

obtained with intensity-modulating temperature sensors because their outputs

can be quite sensitive to small dimensional changes; interferometric sensors

more so than the absorptive types. Intensity-modulating sensor are, in general,

more prone to errors due to cable effects, because their spectrally encoded

outputs can be affected by wavelength-dependent changes in the fiber link's

transmissivity. Another cause of errors is source spectral shifts due to

temperature changes, aging, or parts substitution. On the positive side, some
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of these spectrum-modulating sensors, in particular, the thin-film Fabry-Perot

sensors, have the advantages of exceptionally small size, low cost and

ruggedness.
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3. REVIEW OF FABRY-PEROT TEMPERATURE SENSORS

3.1 Introduction

An instrumentation manufacturer has developed, for aircraft applications,

a fluorescence-based fiber-optic temperature sensor which has a time-encoded

output. This sensor largely meets the requirements for inlet-air temperature

measurements in aircraft engine control systems. This section begins with a

brief discussion of this sensor's principal limitation, its incompatability with

wavelength-division multiplexed (WDM) digital position transducers. This

limitation motivated the continued development of a thin-film Fabry-Perot

temperature sensor, which is fully described in the following sections of this

manuscript. The bulk of this section constitutes a review of fiber-optic Fabry-

Perot temperature sensors. These sensors were discussed only briefly in the

preceding section, which reviewed fiber-optic temperature sensors in general.
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3.2 Advantages of Wavelength-Encoded Temperature Measurements

The fluorescence-based fiber-optic temperature sensor developed by

Rosemount has a -55 to 260 *C range. 14

wavelength LED excites a fluorescent

- 800 rim.

A pulse of light from a 660-nm

emission with a wavelength of

After cessation of the excitation, the intensity of fluorescence

decays exponentially. The time constant of decay decreases from -300 its at

-75 *C to -30 tzs at 350 *C. 4

A disadvantage of this sensor, for fly-by-light control systems, is its

incompatibility with WDM transducers. A WDM digital position transducer

encodes its measurement via the presence or absence of light at a series of

wavelengths, each of which represents one of the bits of the binary-coded

measurement. 5 The set of sensors for control of an aircraft engine consists in

large part of position transducers. Control of a prototypical advanced-

technology supersonic fighter requires continuous monitoring of 44 engine

parameters, half of which are positions. 6 These position measurements are

used for closed-loop control of linear actuators which adjust various aspects of

the engine geometry, such as the angles of the compressor guide vanes.
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In order to minimize the control system's size, weight and cost, the

sensors should, whenever practical, use a common signal-encoding method so

they can share the same source and receiver. Wavelength-division multiplexed

encoders are presently the best accepted optical position sensors for aircraft.

A grating spectrometer and two-dimensional photodiode array can be used to

demultiplex the wavelength-encoded outputs of all the control system's position

sensors. The same spectrometer can also analyze the radiant output spectra of

the four thermally emissive probes that monitor the turbine exhaust

temperature. The temperature sensor based on fluorescent decay rate,

however, is incompatible with these wavelength-encoded sensors, so that it

requires a dedicated opto-electronics interface. A temperature sensor with a

wavelength-encoded output would therefore be preferable.

3.3 Wavelength-Encoded TemperatureMeasurementsUsing Fabry'Per°t

Interferometry

A wavelength-encoded temperature measurement can be provided by a

temperature-sensitive Fabry-Perot interferometer. The essential feature of a

Fabry-Perot interferometer is two parallel flat reflective surfaces, which are

separated by a distance L. If the interferometer is operated in reflection, only
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thefirst reflector need be partially transmissive, otherwise, both reflectors must

be transmissive. The light is assumed to be collimated, with an internal angle

of incidence 01. The Fabry-Perot interferometer's optical path difference is

then given by Aopr, = 2niL cos01, where nl is the refractive index between the

reflectors. To sense temperature, AopD must vary as a monotonic function of

temperature. This can be effected by changes in nl or L.

At resonance, h = kin, where the resonant wavelength of integer-order

m is given by mk,_ = AopD, the interferometer's spectral reflectance RF(),) is

minimized (here it is assumed that the phase changes on internal reflection are

zero). The sensed temperature can be determined by tracking the position of

one of the minima in R_(_,), since km is proportional to the temperature-

dependent AopD. This wavelength-based measurement method, because it is

signal-level insensitive, has a high degree of immunity to the effects of changes

in the transmissivities of the optical fibers and connectors.

The first temperature measurements using a fiber-linked Fabry-Perot

interferometer were described by Christensen in 1974. 7;s He tested two

sensors: a fused-silica window, 3.2-mm thick, and a glass window, 0.145-mm

thick. Multilayer dielectric mirrors were deposited on both surfaces of each
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window. The high reflectivities of these mirrors provided a high finesse,

which is a measure of the optical resonator's quality factor. The temperature

ranges were 11 °C and 150 °C for the fused-silica and glass interferometers,

respectively. If the sensed temperature is inferred from one of the resonant

wavelengths _, then the temperature range is that AT which causes a change

in AopD equal to the initial value of )_.

Yoshino et al., in 1982, described the temperature sensitivity of a

guided-wave Fabry-Perot interferometer that was made from a single-mode

fiber with a length of several cm. 9 A high finesse was obtained by evaporating

multilayer dielectric mirrors onto the ends of the fiber. Since then, other

groups have used fiber Fabry-Perot interferometers to sense temperature. _°'17

The deposition of mirrors on the fiber ends has the disadvantage of requiring

precise and stable mechanical alignment of the sensing fiber with a single-mode

transmission fiber. A more robust approach was devised by Lee et al., who

evaporated a thin TiO2 coating onto the end of the sensing fiber prior to fusion

splicing it to a transmission fiber, nq5 Lee's group found that the reflectivity

of the splice could be controlled via the fusion parameters; by the continued

application of heat the titanium was made to diffuse further into the surounding

SiO2, thereby reducing the splice's reflectivity.
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Temperature sensors based on optical-fiber interferometers are described

only briefly here, since this approach is, at the present time, not well suited for

aircraft because it uses single-mode fibers. Single-mode-fiber connectors are

considerably less robust than are multimode connectors. Also, they are not yet

available in the multipin configurations required for aircraft. The remainder

of this review, therefore, will concentrate on Fabry-Perot sensors that are

compatible with multimode optical fibers.

During the early 1980's, James and Quick developed a fiber-optic

thermometer which used an air-spaced Fabry-Perot interferometer. _s-" This

sensor was designed for use at temperatures as high as 1000 *C and was tested

from 20 *C to 400 *C. The interferometer's first reflector was the back

surface of a thin fused-silica window; its second reflector was the top of a

pedestal which was made of a material having an ultra-low thermal-expansion

coefficient KL. Both reflecting surfaces were uncoated, and the length of the

pedestal was several mm. The gap between the reflectors L, which was

nominally 1 #m, was made to vary as a function of temperature by the thermal

expansion of a fused-silica collar. This collar fit around the slightly shorter

pedestal and was bonded, at its ends, to the first reflector and the pedestal's

base. By transferring the thermal expansion of the relatively long collar to the
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three-orders-of-magnitude smaller gap L, the temperature-sensitivity of the

resonant wavelengths, )q,ld)h,/dT, was caused to be reasonably large despite

the low KLof SiO2. Disadvantages of this sensor are its mechanical complexity

and large thermal mass.

In 1983, Cox and Jones described a temperature sensor which was a

polymer Fabry-Perot interferometer. 23 First, a partially transmissive mirror

was fabricated by evaporating a thin aluminum film on a glass cover slip.

Then a 4-Fm polymer film (methylmethacrylate) was applied using a

photoresist spinner, and another alumimum mirror was evaporated onto the

polymer. This Fabry-Perot interferometer was highly temperature sensitive

because of the large changes in the polymer film's thickness and refractive

index. Softening of the polymer, however, precluded the measurement of

temperatures above 80 *C.

In 1985, Boreman et al. measured temperature by analyzing the spectral

transmissivity of a fiber-linked all-dielectric bandpass filter. _ The bandpass

filter was a common type which uses a thin-film Fabry-Perot interferometer.

On a glass substrate, a spacer film is sandwiched between two partially

transmissive multilayer mirrors. The mirrors are made by stacking quarter-
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wave layers of high and low index materials, alternately. So that only one of

the Fabry Perot's resonant wavelengths is transmitted, multilayer blocking

filters are deposited on the same substrate. Graded-index rod lenses were used

to direct light from the input fiber through the filter into an output fiber. A

temperature range of 20 to 150 °C was demonstrated. Sensitivity of the

resonant wavelength to temperature was quite low, 0.007 nm/°C.

In 1986, using a SiC Fabry-Perot interferometer, Beheim demonstrated

a temperature resolution of 1 °C over the 20 °C to 1000 °C rangeY The

temperature-sensitive material was cubic SiC, with a thickness of 18/.tm, that

was deposited on a silicon wafer. A SiC/Si chip was cemented, silicon side

out, onto the end of a 2.5-mm-diameter alumina tube. A 1.8-mm-diameter

graded-index rod microlens, positioned at the other end of the 5-cm-long tube,

was used to couple light between an optical fiber and the SiC film. The

ceramic tube and collimating lens allowed the fiber to be located outside of the

high-temperature environment.

Using this sensor, temperature could be measured without ambiguity

over any 400 °C span within the 20 °C to I000 °C range. A temperature

increase of 400 °C increased AopD by an amount equal to the nominal operating
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wavelength of 840 nm. This caused the initial R_()_) to be approximately

recovered, as the next-higher-order resonance _÷_ was shifted to the initial

value of kin. Temperature could be measured, with no ambiguity, over a larger

span of the 1000 *C range by reducing the thickness of the SiC film, since

dAopD/dT is proportional to L. The penalty associated with a reduction in L

is, potentially, a degraded temperature resolution, since the reflectance minima

will be broadened about the resonant wavelengths.

In 1987, Beheim described a more compact sensor in which the SiC

Fabry-Perot interferometer was positioned close to the end of the fiber, without

an intervening lens. The SiC-on-Si chip was cemented to the end of a ceramic

ferrule, inside of which was affixed the optical fiber. 26'27 Since the fiber, in

this case, is exposed to the measured temperature, the maximum temperature

is limited to that of the fiber's buffer material. This sensor was tested between

room temperature and 260 °C. A disadvantage of this sensor is its high

sensitivity to fiber bending; a bend with a radius of 1.5 cm was found to shift

the measured temperature by 2.5 °C. The modes of the optical fiber will have

different angles of incidence 0_ when they are coupled into the SiC film,

therefore each mode will resonate at slightly different wavelengths. Fiber

bending can alter the modal power distribution, thereby shifting the perceived
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resonances. The previously described SiC sensor achieved a very high

immunity to the effects of fiber bending through its use of a collimating

microlens.

Besides the use of a collimating lens, another means to reduce the

sensitivity to the modal power distribution is to increase the index n t so that

refraction causes the light to be less divergent inside the interferometer. Also,

higher index materials generally have a greater thermo-optic coefficient,

K. = n_dn/dT, which further reduces the sensitivity to modal effects. In 1986,

Saaski et al. described a compact Fabry-Perot temperature sensor that used

single-crystal silicon as the temperature-sensitive material. 2s32 The refractive

index of silicon is much larger than that of SiC, 3.7 instead of 2.6 at

_, = 825 nm, and its sensitivity K° is almost an order of magnitude greater.

The superior properties of silicon provide an adequate immunity to the effects

of fiber bending without requiring collimation of the light emitted by the fiber.

Of the Fabry-Perot temperature sensors described here, this has been the one

most fully developed and has been marketed for a number of years under the

Metricor name, presently by Photonetics.



65

The Metricor temperaturesensoris fabricated by first diffusing a boron

etch stop into a silicon wafer. The doped silicon surface is then anodically

bonded to a 7740 glass substrate which provides mechanical support when the

silicon is thinned to a thickness of -1 #m, first by polishing and then by

etching in ethylene diamine pyrocatechol (EDP). A second piece of 7740

glass, with a thickness of about 0.2 ram, is bonded to the thinned silicon, and

the wafers are diced into 0.5 mm squares. The silicon and glass sandwiches

are then bonded onto the ends of glass capillaries, inside of which are affixed

the optical fibers. These sensors have a temperature range of-40 to 300 °C;

the upper limit is imposed by the adhesives used to mount the fibers in the

capillaries.

A disadvantage of this type of sensor is the labor-intensive fabrication

process. In 1988, Shultheis and co-workers at ASEA described a silicon

Fabry-Perot temperature sensor that was fabricated using a batch-compatible

process, the silicon film being deposited directly onto the end of the fiber by

electron-beam evaporation? 3"35 The amorphous silicon film was annealed for

one hour at 400 *C and then coated with a protective layer of polyimide. This

sensor was tested between room temperature and 400 *C. In 1989, Berthold

described a similar thin-film silicon sensor that was sputter deposited. 36'37 This
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amorphous-silicon film was not coated.

tested from 20 to 400 °C.

It was annealed at 400 °C and then

In 1989, Beheim described a Fabry-Perot temperature sensor that was

fabricated by sputter-depositing, onto the end of a fiber, a three-layer structure;

a one-#m silicon resonator was overcoated with two encapsulating layers. 3s4°

This inorganic encapsulant was intended to provide a greater long-term stability

than could be obtained using a polyimide coating, which would do little to

protect the silicon from oxidation. The silicon was coated first with a 140-rim

SiO2 layer and then with about one #m of a FeCrA1 alloy. The FeCrA1 layer,

which forms a largely impervious oxide scale, was intended to protect the

silicon from oxidation. The purpose of the thin SiO2 layer was to prevent

interactions of the silicon and metal which could alter the silicon film's

thickness or refractive index. After this sensor was annealed at 310 °C, it was

subjected to 230 °C for 300 hrs, which was found to produce an output drift

of 11 °C. These were the first reported measurements of the long-term drift

of a Fabry-Perot temperature sensor.

Chao and Neudeck, in 1994, described a Fabry-Perot sensor that used

a 2-#m layer of poly-crystalline silicon. 4t Multilayer dielectric mirrors were
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used on both sides of the polysilicon layer to increase the interferometer's

finesse. These mirrors were comprised of quarter-wave layers of polysilicon

and SiOz, three layers of each material, applied alternately. The polysilicon

was deposited in a reduced-pressure epitaxial reactor at 1015 *C using

dichlorosilane. This method provided a very high rate of deposition onto the

silicon substrates. This sensor was not mounted on an optical fiber. A labor-

intensive approach, similar to that of the Metricor sensor, would be required.

3.4 Concluding Remarks

If fiber-optic sensors are to find application in aircraft control systems,

their operating lifetimes must be comparable to those of the electrical sensors

that they would replace. A fiber-optic engine-inlet temperature probe should

therefore maintain its +2 °C accuracy throughout several thousand hours of

engine operation. Long-term stability is a particularly significant issue for the

deposited silicon Fabry-Perot sensors, because the deposited silicon is more

sensitive to thermally induced structural changes than is single-crystal silicon.

Also, like single-crystal silicon, the deposited silicon is subject to oxidation,

which can be significant because the exposure times are extremely long. The

goal of the research described here is the development of a thin-film
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Fabry-Perot sensor that is stable enough to find application in aircraft control

systems. The specifications for this application are a -55 to 275 °C range and

a _+2 °C accuracy throughout 5000 hrs of engine operation.
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4. PRELIMINARY DESIGN

OF A FABRY-PEROT TEMPERATURE SENSOR

4.1 Introduction

This section will develop a preliminary design for a fiber-optic Fabry-

Perot temperature sensor that meets the requirements of an aircraft engine's

control system for inlet air temperature measurements. Briefly, these

requirements are:

(a) -55 to 275 *C range,

Co) +2 *C accuracy,

(c) 5000 hr lifetime,

(d) portable calibration.

With the aircraft application in mind, this design will be predicated on

the use of multimode optical fibers, SMA single-channel or military-style

multipin connectors, solid-state optical sources, and spectrometers which are

based on inexpensive photodiode arrays. The principal objectives of this

73
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section arc the selection of a temperature-sensitive material and an approximate

determination of the thickness of the thin-film interferometer.

4.2 Optical Fiber System

Figure 4.1 shows a schematic of the temperature-sensing system.

Multimode, rather than single-mode, optical fibers are used because multimode

interconnects are less expensive and more reliable (core diameters of

multimode fibers are typically 100 _m as opposed to -8 _m for single-mode

fibers). Also, multimode optical fibers with high-temperature buffer coatings

are available off-the-shelf, while high-temperature single-mode fibers would

have to be specially fabricated. The standard fiber for aircraft applications is

fused silica with 100/140 #m core/cladding diameters, either step or graded

index.

The thin-film Fabry-Perot interferometer is deposited on the cleaved end

of a short length of high-temperature optical fiber. Fused-silica, rather than

plastic, fibers are of course most suitable for this application. Both the core

and cladding are fused silica, with dopants incorporated into one or both to

raise the core index relative to that of the cladding. Fused-silica fibers must
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be coated with a buffer material to protect the surface of the glass from

abrasion as well as moisture and other corrosive chemicals. Uncoated fibers

will develop microcracks in the glass surface, which cause stress concentrations

that lead eventually to breakage. Readily available buffer materials that arc

rated for use at 275 oC are polyimide, gold and aluminum. Polyimide is the

least expensive, but it gradually degrades at about 300 °C. Polyimide coatings

are more appropriate for the coupler and interconnect fibers, which are located

in a -55 to 200 °C ambient.

Gold and aluminum coated fibers also were tested in a furnace at

temperatures from 300 to 500 *C for periods up to several days. The

aluminum-coated fibers were found to be quite reliable despite prolonged

exposure to 300 °C, but they became brittle after -24 hours at 400 *C. The

gold fibers were found to be generally unreliable. The gold coating may be

less effective than the aluminum at holding the glass surface in compression.

The aluminum-coated optical fiber that was selected for sensor fabrication had

a step-index profile, with 100/140 #m core/cladding diameters, and a 0.20 NA.

The high-temperature optical fiber, with the temperature-sensitive thin-

film interferometer on its distal end, is permanently fused to the unpaired port
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of a 3-dB 2 x 1 fiber-optic coupler. Separate input and output fibers link the

remotely located sensor, and dematable connectors are used only in these

fibers. Hence, any light reflected from the connectors is strongly attenuated,

since the interfering light must twice pass through the sensor (thereby

undergoing four transits of the 3-riB coupler) en route from the source to the

receiver. Locating the coupler locally and using a single fiber to connect the

remote sensor is ruled out by the large (and variable) offsets that would be

caused by reflections from the connectors. If such a bi-directional link were

used, light could travel from the source to a connector and then back to the

receiver, without encountering the sensor. In this case, the back-reflected light

could very well be equal in intensity to the light returned from the sensor.

Back reflections are a characteristic of single-channel SMA connectors

and the multipin connectors, based on electrical shells, that are preferred for

aircraft applications. In such connectors the fiber ends are separated by about

20 #m. Some connector designs, such as FC and ST, obtain low back

reflections by a convex end polish and spring-loaded ferrules, which cause the

fiber cores to be optically contacted. This approach, of course, can be made

ineffective by debris, which is prevalent on aircraft. Also, it is more

successful for single-mode fibers, as it is not possible to maintain optical
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contactover a larger-diameter core. The useof index matching gels inside FC

or ST connectors can provide very low back reflections with multimode fibers,

but this method is unsuitable for aircraft.

On an aircraft, a grating spectrometer will be used to analyze the

sensor's output spectrum. A miniature spectrometer which employs a two-

dimensional photodiode array can analyze the spectrally encoded outputs of a

network of temperature, pressure and position sensors. 1'2 Silicon photodiode

arrays are far less expensive and more reliable than are detector arrays which

respond to longer wavelengths. Two-dimensional silicon CCD arrays are

available for less than $50. For transmission through fused-silica fibers and

detection by silicon photodiodes, A1GaAs LEDs are the solid-state sources of

choice. The wavelength of peak intensity is typically 830 nm + 50 nm, and

the spectral width (FWHM) is about 60 nm. In the laboratory, a tungsten lamp

together with a scanning monochromator and a single silicon photodiode were

used to characterize the temperature sensors. This appproach provided the best

attainable spectral resolution and range.



4.3 Ideal Fabry-Perot Temperature Sensor

A model of the thin-film Fabry-Perot temperature sensor will be

developed here. This model will provide a basis for a preliminary sensor

design which consists of the selection of a material and the determination of the

optimum thickness range. An idealized model will be used which neglects

absorption and assumes equal reflectivities at both surfaces of the film.

Encapsulating layers will not be considered until the following section.

Consider the thin-film Fabry-Perot interferometer shown in Fig. 4.2.

The film has a thickness of L and a refractive index of n t. It is surrounded by

a material of index no, where nl > no. Collimated light is assumed, and the

materials are assumed to be lossless. Then, as derived in the appendix, the

interferometer's reflectance is

RF(_) = Fsin2(_) . cI,

1 +Fsin 2 (• )
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Here, the (one-way) phase shift 4, is given by

AOPD

where the optical path difference AoPo is

(2)

AopD=2n_L cos0_.

The coefficient P is given by

(3)

F= 4R (4)
/.

(l-R) 2

where R is the reflectivity of the film's surfaces,

(nl_no) 2
R = . (s)

(n I+no) 2

The coefficient F determines the interferometer's finesse, (7r/2) F '/:, which is

analogous to the quality factor of a resonant circuit. A higher R sharpens the

reflectance minima, or fringes, as shown by Fig. 2.11 which gives RF(_) for

various values of R.

The interferometer's reflectance is minimized at resonance, or ,I, = -am,

where m is an integer. For the ideal Fabry-Perot interferometer, [RF]M_r_= 0.
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In terms of wavelength, the resonance condition is h = h,,, where

lm=AopD/m . (6)

The maximum reflectance, which occurs at • = 1(m+1/2), is given by

FI'l:)1

t_FJrex- 1+F" (7)

The interferometer's phase sensitivity is obtained by differentiating Eq. 1,

which gives 3

dRf_ F sin2O

d_
(I +F sin2O) 2

(s)

The phase sensitivity is a maximum at ¢, = _rm + cI,o, where

(I) 0 =

(9)

For R small, 4,0 = a'/4. As R increases and begins to approach 1, ,I%

approaches 0. For a given AopD, the wavelengths of maximum sensitivity are

equal to AopD/(m +'I)o/1").
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The Fabry-Perot interferometer's maximum phase sensitivity is

1

F

dRF I =

d_ l_x

sin 3 2(I)o si _o "

(lo)

Figure 4.3 shows the dependence of I dRF/dcI, I MAXon R. For R sufficiently

large, the Fabry Perot has a greater phase sensitivity than does a two-beam

interferometer. The transmissivity of an ideal Michelson interferometer is

given by

1
ArM(_) =_ (l-COS2_) , (11)

where cI, is still a'AOPD/),, but, in this case, AOI,D = 2n,L, where L is the

imbalance in the lengths of the Michelson's arms. Maximum phase sensitivity

is obtained at ,I, = r(m + 1/4), and is equal to 1 rad t. As shown by Fig. 4.3,

the phase sensitivity of a Michelson interferometer is exceeded by an ideal

Fabry Perot if R > 0.3.
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phase shift is given by
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noise is 6iN, then the minimum detectable

60 N = S D HFO Io l dO 6i N, ( x2 )

where SD is the detector's sensitivity, Hm is the optical system's transmissivity,

and Io is the input optical intensity. If a grating spectrometer and photodiode

array are used to analyze the interferometer's reflectance, then Io = io(kp)_X^,

where io(k) is the source spectrum, _ is the wavelength incident on photodiode

p, and _k^ is the analyzer's spectral bandwidth. The phase sensitivity will vary

as a function of the detected wavelength, with the maximum sensitivity

provided by the photodiodes for which 4, = _'m _ 4,o. The instrument's

ultimate phase resolution will depend on the procedure used to determine 4,

from RF(X), but can be no better than the value of 84,_ for the optimally

positioned diodes divided by the square root of the number of diodes.

The temperature sensitivity of the Fabry Perot's phase shift is given by

dO AopD
-_ KO, (z3)dT I.
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K_ = K n +K L .

Here, _q is the thermo-optic coefficient,

(14)

K n -

1 dnl

n I dT "
(is)

and x, is the thermal-expansion coefficient,

1 dL
KL- L dT"

(16)

The temperature sensitivity of the Fabry Perot's reflectance can be determined

by substituting from Eqs. 8 and 13 into dRF/dT = (dRF/d¢) (d¢/dT).

4.4 Selection of Temperature-Sensitive Material

As the first step in the selection of a thin-film interferometer material,

the temperature sensitivities of various candidate materials will be compared.

This requires a sensitivity figure-of-merit which is independent of the film

thickness. Assume that the temperature is determined as a function of one of

the resonant wavelengths k_. The relative temperature sensitivity of k,, is
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(ZT)

Here, Ks = _,. Table 4.1 ranks the candidate materials in descending order of

K_,. This table also provides n, x, and xL, together with the wavelengths at

which the optical properties were measured. In the case of all the materials

except aluminum, the Fabry-Perot interferometer is assumed to be a thin film.

The KL of aluminum provides the sensitivity of an interferometer which is

comprised of two mirrors separated by an aluminum spacer. The sensitivity

of this air-spaced resonator is relatively low. Since this sensor is also

relatively large and difficult to fabricate, it will not be considered further.

For all the optical materials listed in Table 4.1, x° > > xt., so the

temperature-induced phase change is almost entirely caused by the change in

refractive index. The temperature sensitivity x, is greatest for the high-index

semiconductors, which are, in descending order of sensitivity, GaAs, Ge and

Si. For these semiconductors, _:o is highly wavelength dependent. With

decreasing X, K, generally increases, as shown by the entries in Table 4. I for

silicon.
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Table 4.1 Properties of candidate Fabry-Perot materials. Units oft,, rL and

r_ are 10-6/°C.

Material _,,/zm n x, rL r_, 10"6/°C

GaAs 0.9 3.6 4 120 4 5.7 s 126

Ge 2.55 4.06 s 100 6 5.7 7 106

Si 2.5 3.44 46 6 2.6 s

1.5 3.5 53 9

1.26 3.51 1o 59 io

0.78 3.695 It 76 11 79

CdTe 1.15 2.79 12 53 i: 5.0 12 58

TiO2 0.7 2.55,n0 7 16 5 7.1 5 23

(Rutile) 2.83,r_ 7 35 _ 9.2 _ 44
ZnS 0.63 2.35 12 27 12 6.9 12 34

A1 ........ 23 23

MgO 0.77 1.74 5 8.1 5 14 5 22

Si3N4 0.80 2.01 13 NA 2.8 14 19 15
SiC 0.83 2.61 16 NA 4.2 14 17 16

SiO2 0.63 1.46 7 15 7 0.5 7 15

A1203 0.85 1.76 7 10 7 5 7 15

Of the three materials with the largest values of r,, silicon is best suited

for this application. The material with the highest temperature sensitivity,

GaAs, is not sufficiently stable at the sensor's maximum temperature of

275 *C. Evaporation of arsenic from GaAs has been detected after only

10 min at 450 *C. 17 Also, stoichiometric GaAs cannot readily be deposited on

the end of a fiber. Germanium, which has the second highest r4,, is readily

sputter-deposited, however, it is highly absorbing at the emission wavelengths
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of A1GaAs LEDs. At 830 nm, the absorption coefficient of germanium is

4.5 x 10_ cm _, so that transmission through 1 #m produces a 20-riB loss. _3 At

1.3 #m, ct is much lower, 0.68 x I04 cm "_, but this wavelength is outside the

range of inexpensive silicon photodiode arrays. Silicon is preferrable to

germanium for this application, because its absorption coefficient is much

lower at the A1GaAs emission wavelengths. At 830 rim, o_ = 0.19 x 104 cm m,

which causes a 17% absorption in 1 #m. _3

In addition to a high x,, the Fabry-Perot material should have a high

refractive index. A higher value of n provides a larger R, which increases the

maximum reflectivity [R_]MAx and the maximum phase sensitivity IdRF/dcI, [MAX-

Assume that the film is deposited on the end of a fused-silica fiber and is

overcoated by a very thick layer of SiO2,

provides, for each of the candidate materials,

so that no = 1.46. Table 4.2

IdRF/d_IMAx and [RF]M_X, both

of which increase with increasing n_. Once again, absorption of these materials

is neglected to simplify this preliminary design. For silicon, [Rn:]uax = 0.53,

which provides sufficient sensitivity that no reflectivity-enhancing coatings are

necessary.
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Table 4.2 Properties of Fabry-Perot temperature sensors fabricated from

candidate materials.

Material n IdRF/d+I [RFk  x  T0, °C
GaAs 3.6 0.58 0.51 12

Ge 4.06 0.71 0.59 12

Si 3.695 0.60 0.53 19

CdTe 2.79 0.34 0.32 44

TiO2 2.55, n, 0.26 0.26 130

2.83, r_ 0.35 0.34 58
ZnS 2.35 0.20 0.20 110

MgO 1.74 0.03 0.03 300

Si3N4 2.01 0.10 0.10 250
SiC 2.61 0.28 0.27 170

SiO2 1.46 0 0 630

A1203 1.76 0.03 0.03 430

In selecting a Fabry-Perot material, another factor which should be

considered is the interferometer's sensitivity to the angular distribution of the

light. Higher-order modes have a larger propagation angle in the fiber so they

will have a larger angle of incidence, 01, once they are coupled into the thin-

film interferometer. The measured R_(X) is a power-weighted average of the

reflectances of the individual modes. These modal reflectances will differ from

each other because + is 0, dependent, as indicated by Eqs. 2 and 3. The
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[01] mlx=sin -I (NA/nl ) , c18_

where NA is the fiber's numerical aperture, which, for fused-silica multimode

fibers, is typically between 0.2 and 0.3. For 0 -< 0_ -< [0t]_x, • varies from

4'o to 4'o - 5_0, where 4'0 is the phase shift for normal incidence and

AOPD (NA) 2

Here it has been asssumed that (NA/n,) 2 < < 1. For a fixed AopD, _5cI'0can be

decreased by increasing n_. The value of _5cI,e must be smaller than _r/2 to

prevent a significant degradation of the interferometer's fringe visibility (if

_5_I,0 > ,r then the fringes will be essentially washed out). This dictates a limit

to AoI, DI),, once the material has been selected and the value of n_ defined.

The modal power distribution can be expected to vary due to

perturbations, such as fiber bending (macro and micro), which cause coupling

between modes. Such modal variations may shift the perceived values of h=,

thereby shifting the measured temperature. The difference in 4, between the

lowest and highest angles of incidence, c5cI,0,is equivalent to a temperature
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(NA) 2

6 T0- 2n_K_ (2o)

A lower b'T0, therefore, indicates a lower modal sensitivity. Table 4.2 provides

_T0 for the candidate sensor materials, assuming that NA = 0.2. The lowest

values of _T0 are provided by GaAs, germanium and silicon. All the other

materials have considerably higher modal sensitivities. For silicon,

6T0 = 19 °C. In practice, the temperature variations due to modal effects will

be considerably smaller than _T0, since the mode of the lowest or highest order

is never solely present; all the modes will be populated to some extent. The

actual sensitivity to modal effects can only be determined by experiment, and

will be addressed fully in section 8.

Based on the above considerations, silicon was determined to be the best

material for the fabrication of a thin-film Fabry-Perot temperature sensor. The

following subsection will develop the criteria used to determine the thickness

of the temperature-sensitive silicon film.



4.5 Determination of the Fabry-Perot Temperature Sensor's Thickness

An important design parameter is the interferometer's fringe order,

which is given by m = Aot, D / h=, where h= is the monitored resonant

wavelength and m is an integer. As shown by Eq. 13, increasing m increases

the temperature sensitivity of the phase shift 4,. Increasing m also decreases

the period of RF(),), so that analysis of R_ requires the resolution of smaller

wavelength differences. The wavelength change corresponding to z_& = 7r is

termed the free spectral range, A),Fs R. For moderately large m,

AIFSR~ - im (21)

Aopo "

It has been assumed throughout this section that the analyzer's spectral

bandwidth _h^ and the wavelength sampling interval _)'s are both sufficiently

small to allow the fringes of R_:(X) to be resolved. For the instrument under

consideration here, /t_,^ > _hs, so _,^ is the resolution-limiting factor. A

typical photodiode array has a center-to-center spacing of 25/zm. Since the

width of the photodiodes is significantly less than the 100-pm diameter of the

fiber core, the analyzer's spectral bandwidth _),^ is approximately equal to the

90
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product of the core diameter and the spectral dispersion, d_,/dx. The

wavelength sampling interval _Xs, which is the product of the dispersion and

the diode spacing, is, for this instrument, a factor of 4 lower than _),^.

For low values of R, RF(k) is approximately sinusoidal (for sufficiently

large m) and _k^ can be as large as AkFsR/2. As R is increased, RF(_,)

becomes less sinusoidal and is increasingly constituted by components of higher

order. Therefore, a smaller _k^ is required. For large R, _),^ should be

smaller than the fringe width (FWHM), which is approximately AXFsR divided

by the finesse.

The spectral width of the optical source A)kLE D, imposes a lower bound

on the fringe order. It is assumed here that the source spectrum is a subset of

the analyzer's range. To determine 4' independently of the received signal

level, AXLEa should be large enough to permit the analysis of a good portion,

at least 1/2, of a free spectral range.

gives

The requirement that AXLED >-- AXFSR/2

_ LED im
>

Im 2AoPm

(22)
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The required measurement range also needs to be considered in

determining a design value of m. The temperature increase that causes a phase

change A6 - a', thereby shifting X.+_ to the original position of Am, is

inversely proportional to m and is given by

(23)

If the temperature is determined from the resonant wavelength h,,, or,

equivalently, if the temperature is determined by measuring cI, at a fixed

wavelength, then the measurement range, Tu_ - Tutti, can be no greater than

ATF$ R •

A greater temperature range can be provided by using an alternative

technique, which is based on a measurement of the period of the cyclic

component of R_(X), i.e. AX_sR, instead of the phase. The opportunity to

extend the range beyond AcI, = _- arises because AT_:sR is X dependent, so that

the initial form of R_0,) is not fully recovered for any nonzero AT.
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Since AkFsR = _ - h.+,, the temperature sensitivity of AX_:sRis

d ( A iFs a) = _ l_K$ (241

dT Aop D

In order to resolve a temperature change b'T, Ak_R must be measured with a

resolution of _[AXFs_, where

6 [AZFs R]

A _ FSR

<K_ 6 T. (2s)

Since the required temperature resolution is about 1 *C and K_, is no greater

than -104/*C, this analysis method requires an exceptionally accurate

measurement of AX_sR. Because of its impracticality for this application, this

technique will not be further considered.

The wide measurement range of this period-based approach can be

maintained, and the required accuracy of the AkFsR measurement significantly

relaxed, if the A_,FsR measurement is combined with a measurement of the

phase of the cyclic component of RF(k). Here the phase measurement

determines the value of cI, modulo a', while the integer value of ,I,/a- is

determined from the measured AXFSR- Equivalently, two adjacent resonances

hm and Sin+, can be tracked. If the temperature range is greater than ATFsR,
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then the fringe order of these resonances will be initially unknown, but can be

determined from the measured free spectral range, Ak_sR = h, - hm+l. To

determine m, the accuracy of the A_,rsR measurement must be less than the

change produced by one fringe shift, which implies that

6 [ A .vs R]

A tvsR AovD"
(26)

The various constraints on the fringe order can be summarized as

follows:

(a) To obtain a temperature resolution of cST, the resonant wavelength must be

determined with a resolution of

81m=_. m K_ 8 T. (27)

The required resolution in h,,, therefore, is independent of m. However, m

can determine the value of 8h., because a larger m sharpens the fringes and

makes the resonances easier to locate. This effect is made apparent when _T
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is related to the minimum resolvable phase change di_, which gives

m_ . (28)

_K,6 T

The minimum resolvable phase change /i_ can be no less than the noise-

equivalent phase change/i_N. In choosing m, it should be kept in mind that,

for a given /iT, a higher fringe order allows a larger /i_. For silicon, if

L = 2 #m, then 5T = 1 *C requires that 5cI, = 4 mrad.

(b) A lower bound on m is imposed by the requirement that the source spectral

width A_,LEDencompass at least half a free spectral range, which gives

_'m (29)
m>

2 A  'LED

For a typical A1GaAs LED, A = 830 nm and ,SXL_ = 60 nm, which gives

m ___7. For silicon, this corresponds to L > 0.8 tzm.
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(c) An upper bound on m is imposed by the analyzer's spectral bandwidth _X^,

_m
m< (30)

281A "

This is not a difficult requirement to fullfill. If 8X^ = 10 nm then m must be

less than 40.

(d) By requiring that the intermodal phase differences be sufficiently small that

the fringe visibility is not severely degraded, i.e. _e < 7r/2, one obtains

2

nl (31)
m<

(NA) 9

where NA is the fiber's numerical aperture. If NA = 0.2, and the resonator

material is silicon, then m must be less than 330. This requirement also is

irrelevant in this case.

(e) Assume that the temperature is determined, over the range from Turn to

Tu^x, as a function of resonant wavelength k,. Then TMAXcan be no greater
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than the temperature at which K,+,(T) = k.(Tuts). Thus,

1
m< . (32)

(

For a silicon sensor with a -55 to 275 °C range, m must be less than 38, which

gives L < 4.3 #m. Deposition of silicon films onto the ends of fibers with

thicknesses greater than 4 #m was found to be impractical. Therefore, the

change in _, at a given X, will be less than _ over the -55 to 275 °C range.

For completeness, if the fringe order were to be determined from a

measurement of AX_sR, then this would require that

A _. FSR
(33)m<

8 [A .rs R]

where _[AXFsrt] is the resolution of the free spectral range measurement.

In practice, the maximum fringe order may be determined by the stress

and the thickness nonuniformity of the deposited films. Thicker silicon films

can be expected to be more susceptible to cracking and peeling because of

stresses caused by the difference in the thermal-expansion coefficients of silicon

and fused silica. Preliminary experiments determined that the yield of Fabry-

Perot interferometers with L > 2 #m was severely reduced by the
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nonuniformity of the silicon films deposited on fiber ends. To prevent severe

degradation of the interferometer's fringe visibility, the phase shift q, must

deviate by less than a'/2 over the 100-#m-diameter fiber core. This gives, in

terms of L,

8L<.--. (34)

For silicon, _L _< 60 nm, so a nonuniformity less than 0.7% is required for

L = 4 #m. For silicon thin-film interferometers with L = 2 #m, the observed

fringe visibility was approximately equal to that which was calculated assuming

ideal uniformity. For L --. 4 #m, the observed fringe visibility was

significantly reduced, which is indicative of excessive nonuniformity.

4.6 Sensitivity to Pressure

When installed in the inlet of an aircraft engine, this sensor will be

exposed to a variable air pressure. The effect of pressure on the refractive

index of the silicon Fabry-Perot intefferometer was estimated by assuming that

the refractive index changes can be related to the changes in the bandgap

energy E r Since dEg/dT = -.046 eV/°C and dE,/dP = -1.7 x 10 .7 eV/psi, is
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nqdn/dP = -2.8 x 10"°/psi is obtained based on the published value for r. of

nqdn/dT = 7.6 x 105/°C. The effect of pressure changes on the

interferometer's thickness was determined from LqdL/dP = -(1-2u)/E. Using

the published values for the Young's modulus E and Poisson's ratio _,,_9 it was

determined that LqdL/dP = -3.0 x 108/psi. Combining the effects of changes

in n and L, the sensitivity to pressure of the sensor's output was determined to

be dTM/dP = -4 x 104 *C/psi. This degree of cross sensitivity is insignificant

for this application, where the range of pressures will be much less than

100 psi.

4.7 Conclusion

Figures of merit were developed and used to rank a number of candidate

materials based on their suitability for this application. Silicon was selected,

because of its high sensitivity to temperature, its low sensitivity to modal-power

fluctuations, its low absorption, and its ease of deposition. Rules were

developed to determine the thickness of the Fabry-Perot temperature sensor,

and it was determined that the thickness of the silicon film should fall within

the range of 0.8 _tm to 4.3/_m. Greater sensitivity is obtained at the high end

of this range, however, nonuniformity has been found to impose an upper
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thickness limit of about 2 #m. The cross sensitivity to

determined to be negligible for this application.

pressure was
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5. DESIGN OF ENCAPSULATING STRUCTURE

5.1 Encapsulation Requirements

A critical function of the Fabry-Perot sensor's encapsulating layers is the

protection of the silicon surface from dirt and other contaminants. The

encapsulant should therefore be opaque, to prevent the guided light from

interacting with contaminants and also to block any external light. Further

requirements arise because of the extremely high sensitivity of the measured

temperature to changes in the refractive index and thickness of the silicon

layer. The interface between the encapsulant and the silicon must be extremely

stable, with no optically detectable reaction or diffusion of the constituents of

the films, throughout the sensor's operational life. To protect the silicon from

oxidation, the encapsulant should be an effective barrier to the diffusion of

oxidizing species. Further, the optical properties of the encapsulant, itself,

should be highly stable. Finally, the encapsulant should have a reflectivity

which provides the thin-film interferometer with a high fringe visibility.

Aluminum has proven to be a superior coating for the environmental

protection of fused silica fibers at temperatures as high as 400 *C. It was

105
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determined to use aluminum as the thin-film interferometer's outermost

encapsulating layer, since it can provide the required light-blocking and

reflectance-enhancing functions. Since the oxide of aluminum, A1203, is

strongly adherent and highly impermeable, aluminum oxidizes very slowly, t

Therefore, a dense aluminum coating could protect the silicon layer from

oxidation. However, aluminum deposited on a low-temperature substrate by

evaporation or sputtering typically has a columnar structure. 2 A high reliance,

therefore, was not placed on the oxidant-blocking abilities of this type of film.

In any event, an intermediate diffusion barrier is required to prevent dissolution

of the silicon in the aluminum, as the solubility of silicon in aluminum, at

300 *C, is -0.1% by weight. 3

In an early version of this sensor, which was coated with FeCrAI instead

of aluminum, the metal-silicon diffusion barrier was SiO2, which is permeable

to oxygen and water. 4 In this sensor, the coating of FeCrAI, which forms an

impermeable scale, was intended to protect the silicon from oxidation.

However, like aluminum, sputter-deposited FeCrAI has a tendency towards a

columnar structure. As a metal-silicon diffusion barrier, SiaN 4 has a

considerable advantage over SiO2 because it is also an extremely good barrier
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to the diffusion of water and oxygen. The need for an oxidant-impermeable

encapsulant is discussed in the following subsection.

5.2 Effects of Silicon Oxidation

If it is not satisfactorily encapsulated, the silicon Fabry-Perot

interferometer will oxidize during use. This can cause the sensor's output to

drift at a rate that is unacceptable for many applications. For the aircraft-

engine application under consideration here, a + 2 *C accuracy must be

maintained throughout 5000 hrs of exposure to temperatures as high as 275 *C.

Although the maximum temperature of this application is much lower than the

temperatures used to purposefully oxidize silicon, the time of exposure is

orders of magnitude greater here. Also, the growth of a very thin oxide is

sufficient to produce an unacceptably large error, since the thermally induced

changes in the interferometer's optical path difference are extremely small.

For the ideal Fabry-Perot sensor described in section 4, the measured

temperature TM is affected by changes in the silicon film's refractive index n_
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lrsL 8nl]
where g. = 7.9 x 10 "s/*C was obtained using published material properties for

silicon. From Eq. 1, ifL = 2 pm, then a I *C change in 'I'Mwill be caused

by the consumption of only 1.6 A of silicon by oxidation. This analysis

neglects the light reflected from the outer surface of the SiO2, which has a

thickness Lox = 3.6 A in this instance (since _SLox = -2.27 _SL). The light

reflected from the oxide/air interface will have the effect of reducing b'Tra for

a given oxide growth. For purposes of this discussion, however, only

approximate results are necessary, since the objective here is to demonstrate

the desirability of an oxidant-impermeable encapsulant. With this objective in

mind, an estimate will be made of the time of exposure to 300 °C which would

cause a 1 °C shift in the output of an unencapsulated silicon sensor.

Very little data is available on the oxidation of silicon at temperatures

as low as 300 *C. An initial approximation can be made by extrapolating the

linear-parabolic rate constants of Deal and Grove. 5 The rate constants

measured by Deal and Grove were well fit by Arrhenius relations over the full
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range of temperatures used in their study, which were 700 to 1200 °C in

dry 02 and 920 to 1200 °C in wet 02. The linear rate constant B/A, rather

than the parabolic rate constant B, is of interest here because its effect is

predominant for thin oxides. Extrapolating to 300 °C gives

B/A = 1.9 x 10"_A/hr in dry 02 and B/A = 7.1 x 10 + A/hr in wet 02. These

extrapolated rates indicate that negligible drift should result due to oxidation,

despite 105 hrs of exposure to 300 °C, even with no protection from the

oxidizing ambient. However, studies of silicon oxidation at low temperatures

show that these extrapolated rate constants severely underestimate the oxide

growth.

Goodman and Breece 6 measured the oxidation rates of silicon, at

600 *C, in dry 02 and in water vapor. In dry 02, the oxide growth was

approximately linear after 25 _, with a rate of 1.2 /_/hr. This rate is

considerably higher than the 0.20 A/hr obtained by extrapolating the B/A

measurements of Deal and Grove. In water vapor, Goodman and Breece

measured a rate of 5 .I_/hr,

extrapolated B/A of 5.8 A/k/hr.

which compares more favorably with the

The large discrepancy in the case of dry 02 is

primarily due to the inappropriate application of the linear-parabolic rate

constants to a very different oxidation regime. The dry oxidation data of
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Goodman and Breece terminate at Lox = 34 A. The linear-parabolic model of

Deal and Grove, on the other hand, is applicable only if Lox > 300 A, for dry

oxidation. The kinetic model of Deal and Grove accounts for the rapid initial

oxidation, prior to the onset of linear-parabolic growth, by the incorporation

of a time offset which provides Lox = 230 ,_, at t = 0.

Additional measurements in the regime of rapid initial oxidation were

performed by Fehlner, 7 who measured the oxide growth on silicon at 400 °C

in dry 02. From an initial thickness of 10 _,, the SiO2 layer grew to 17 ,_ after

16 hrs, which corresponds to a linear rate 4 orders of magnitude larger than

that which is obtained by extrapolating the Deal and Grove B/A measurements.

Clearly, extrapolation of the Deal and Grove rate constants will not be of much

asssistance in estimating the oxidation rate at 300 °C.

The oxide-Debye length provides an approximate demarcation between

the regimes of rapid initial oxidation, which is presumed to be field driven, and

linear-parabolic oxidation, which is thermally driven. The oxide-Debye length
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is given by

KoeokT] I/2" (2)

where Ko is the dielectric constant of SiO2 and C" is the equilibrium

concentration of the oxidant in the oxide) For oxidation in dry 02 at 1000 °C,

Lr, = 150 A. 5 At 300 °C, if the same value of C" is assumed, Lr, = 100 A.

Since C" will more likely be lower at this temperature, 100 A can be presumed

to be a lower bound on L a at 300 *C. For the case of wet oxidation, the initial

rapid growth is generally not detected, since I._ = 6 A at 1000 *C. However,

at a temperature of 400 *C, the oxidation rate in moist 02, as measured by

Fehlner, was much higher than the extrapolated value of B/A. At such low

temperatures, l.,r, may be significantly larger than its value at 1000 *C due to

the reduced solubility of water in SiO2. Published measurements of wet-

oxidation rates at low temperatures are almost non-existent, due to the

experimental difficulties and absence of practical benefits. Therefore, this

approximate analysis will be based on dry oxidation rates.

For L.z < I,D, the oxidation kinetics have been successfully modeled

using the theory of Cabrera and Mott. 8 Here, the rate-limiting process is
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presumed to be the field-driven migration of oxygen ions through the oxide.

Electrons tunnel through the thin oxide to fill surface states which are provided

by the adsorbed oxygen molecules. At steady state, the potential across the

oxide is that which causes the equalization of the surface state levels and the

Fermi level of the silicon. This contact potential is of the order of 1 V, so that

very high fields are produced in the thin oxide.

The Cabrera-Mott equation, which is applicable for Lox < < x_, is

dT, OX _

u exp (xl/Lox)
dt

(3)

where

u=N_v exp (-W/kT) , (4)

x! (5)

Here, N is the surface density of potentially mobile ions, W is the activation

energy for ion movement, V is the voltage across the oxide, 2a is the ion-jump

distance, v is the frequency of vibration, q is the effective ion charge and fl is

the oxide volume per ion. An approximate solution for Eq. 3,
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since Lox < < x_, is

xl
Lox

- -in[xlu(t+1:)/LZox] (6)

where r is determined by the initial oxide thickness. This expression is

approximately inverse-logarithmic over the applicable range of Lox.

Fehlner 9 found that the Cabrera-Mott relation accurately represented his

measurements of oxide growth at 400 °C in dry oxygen, 7 as well as the

measurements for 600 *C and dry 02 by Goodman and Breece. 6 He also found

that it accurately modeled the measurements of Kamigaki and Itoh '° at

temperatures from 950 to 1100 *C in low partial pressures of oxygen. The

values of log(u) and x_ obtained from these measurements were found to be

linear with respect to l/T, as predicted by theory. 9 Extrapolating to 300 °C

gives u = 2.3 x 10 .6 A/hr and x, = 140 _. Using these coefficients, the oxide

growth in dry 02 at 300 *C was calculated. These results are plotted in

Fig. 5.1.

After 1 hr in dry 02 at 300 *C, a 10.9-, _, oxide is formed. After an

additional 40 hrs, Lox will increase by 3.6/_,, thereby shifting TM by -1 °C (for
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these approximate calculations, the light reflected from the SiO2/air interface

is neglected). The sensor's oxidation-induced drift can be reduced by a pre-

calibration burn-in. After a 100-hr burn-in at 300 °C, it will take 650 hrs to

grow 3.6 ,/_ of oxide. A 1000-hr anneal provides 2900 hrs at 300 °C before

TM is shifted by -1 °C. By annealing at higher temperatures, the burn-in times

can be reduced, but the optical fiber's aluminum coating is made brittle by

exposure to temperatures greater than 400 °C. Also, because of the presence

of moisture, the in-service oxidation rate will be significantly greater than is

indicated by the data of Fig. 5.1. Fehlner found that the introduction of

moisture, by bubbling oxygen through water at 20 *C, increased the oxidation

rate at 400 °C by .-.-50%. v Clearly, the encapsulant should be impermeable

to oxidants to obtain the required sensor lifetime.

5.3 Encapsulant Design

Silicon nitride oxidizes very slowly and is largely impermeable to

oxygen and water. 1_ For these reasons it is widely used as a mask for the

selective oxidization of silicon, n For this purpose, SiaN4 is usually deposited

at temperatures between 700 and 800 *C using low-pressure chemical vapor

deposition (LPCVD). _3 These temperatures greatly exceed the maximum
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temperature of aluminum-coated optical fibers. Dense stoichometric SiaN4

films, however, can be deposited at temperatures well below 300 *C using

reactive sputtering._4 Initial efforts to reactively sputter Si3N4 were sufficiently

encouraging that it was determined to optimize this process for deposition of

the sensor's diffusion barrier.

If Si3N4 is used as a diffusion barrier, its oxidation, although quite slow,

is a potential source of drift. More stable would be an oxide, such as A1203,

through which oxygen and water diffuse quite slowly. When deposited onto

low-temperature substrates, however, A1203 films typically have a porous

columnar structure, m_6 Bombarding the substrate with oxygen ions during

deposition can disrupt the columnar growth and densify the A1203 film. _7

Preliminary experiments were performed in which an A1203 target was

reactively sputtered in an oxygen plasma. These experiments were not

successful at producing low-void films.

The optical properties of the three-film sensor structure, Si/Si3N4/AI,

will now be considered. The Si3N4 layer constitutes a second Fabry-Perot

resonator which is coherently coupled to the much thicker silicon resonator.
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silicon resonator is then
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The complex phase shift (one-way) of the

QI- k

The real part of fl is

k nl LI"
(8)

Since k2 = 0, the phase shift of the Si3N4 resonator is real so that 9,2 = ,I,2,

where

_2- 2_
i n2L2" (9)

To be an effective diffusion barrier, the Si3N4 layer need not be thick,

L.z > 10 nm is adequate. Because of the disparity in L_ and 1.,2, it makes

intuitive sense to model the sensor as a silicon Fabry-Perot interferometer, the

second mirror of which is nitride-coated aluminum. Because the SiaN4 layer

can be very thin, its order of interference can be chosen so that the reflectivity

of the nitride-coated aluminum does not vary significantly over the spectral

range of the LED.
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Figure 5.2 shows the three-film sensor structure. Here, materials 0

through 3 are the SiO2 optical fiber, the silicon, the Si3N4, and the aluminum

films, respectively. Following the derivation in the appendix, the sensor's

amplitude reflectance is determined to be

-rlo +r123exp (j2t)1)

rE= l_rlor123exp (j2_i) '
(lo)

where the amplitude reflectance of the nitride-coated aluminum is

/'123

_ -r21 +r23exp (j2_ 2)

1 -r21r23exp (j2_ 2 )

(II)

The reflectivity of the nitride-coated aluminum, R_z_ = Ir12312, is maximized

(assuming all n and k are k independent) at the anti-resonance condition, which

is

2(I) 2 +4)21 +(I)23=11; (2/9+1) , (x2)

where _b2, and 423 are the phase shifts associated with r2, and rz3 and p is an

integer. Since k, is small and n_ > n2, ff2_ = _r. If the aluminum is modeled

as an ideal metal (i.e. k3 infinite), then 423 = -a'. The reflectivity R,z3 is then

a maximum for cI,2 = lr(p + 1/2). The zeroth-order reflectance maximum,

,I,2 = a/2, is in this case provided by a quarter-wave layer, i.e.I._ = 103 nm
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for h = 830 nm. If n and k values from the literature are used to accurately

determine _2t and _, then the zeroth-order reflectance maximum is more

precisely determined to occur at )_ = 830 nm if _ = 88 rim.

At h = 830 rim, the complex refractive indexes are

N1 = 3.673 + j 0.005, N2 = 2.01, and N3 = 2.94 + j 7.76. Figure 5.3

shows Rm(X), which was calculated using these refractive index values, for

L2 = 0, 100 and 300 rim. The nonzero values of _ are approximately the

thicknesses that provide zeroth and first-order constructive interference at

X = 830 nm (more accurately, these thicknesses are 88 and 294 rim). As

shown by Fig. 5.3, a larger interference order requires more precise control

of the film's thickness, if one is to obtain an Rm(X) that is approximately

constant over the LED's spectral width. Since a thicker nitride layer provides

no apparent benefit, _ was fixed at 88 rim.

The thin-film interferometer was more accurately modeled using the

wavelength-dependent refractive index data compiled by Palik. n The n and k

data are shown in Figs. 5.4 to 5.6. The properties ofpolycrystaUine aluminum

films, prepared in ultra-high vacuum (UHV), were measured by Mathewson

and Myers _9using in-situ ellipsometry. The Si3N 4 properties were determined
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by Philipp 2° using Kramers-Kronig analysis of reflectance and absorptance

measurements. These Si3N4 films were prepared by pyrolysis at 1000 *C. In

the 500 nm to 1.1/_m region, Philipp determined k to be zero. The properties

of single-crystal silicon were ellipsometrically determined by Aspnes and

Theeten, 21who mathematically eliminated the effect of the wafer's native oxide

to obtain the bulk n and k. The data of Aspnes and Theeten extend from the

UV to 827 nm. For longer wavelengths, n was obtained by interpolation,

using a 1.12/zm data point of Prima.k, = who determined n from the angle of

minimum deviation. Beyond the range of the data of Aspnes and Theeten, k

was assumed to linearly decrease to 0 at 1.12/zm. The precise value is not

critical in this region, since k is small. _ Finally, the SiO: refractive index was

measured by Brixner TM using a prism method. All the tabulated n and k data

were linearly interpolated as functions of )_.

Figure 5.7 shows RI:3(X) for I.,2 = 0 and 88 nm. Here, the reflectance

of the nitride-coated aluminum was calculated using the ;k-dependent n and k

values, instead of the 830-nm values used to calculate the Rm functions shown

in Fig. 5.3. The reflectivity of the nitride-coated aluminum is approximately

constant, as is desired, over the spectral width of an 830-nm wavelength LED,

which is typically -60 nm (FWHM). Besides the reflectance magnitude, the
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phase change on reflection is also important, as the phase change _tz3

determines the resonance condition of the encapsulated silicon interferometer.

At resonance,

2_i +4)123 +_)io =2_m, (x3)

where m is an integer. Figure 5.8 shows 4,,23(X), for I..2 = 0 and 88 nm. For

1-.2 = 88 nm, _k,23 = 0 at X = 830 nm. In the vicinity of X = 830 nm, 1/',23

is approximately a linear function of X, decreasing from 0.05 rad at 800 nm to

-0.05 rad at 860 nm. Because R m is approximately constant and 4',23 = 0 for

800 nm < X < 860 nm, RF(X) of the dual-cavity interferometer is very similar

in form, over the LED's spectral range, to R_:(X) of the uncoated silicon Fabry-

Perot interferometer.

Figure 5.9 shows Rz:(h) for L, = 1.6 #m and 1..2 = 88 nm, over the

wavelength range of 500 nm to 1.1 #m. Also shown is RF(X) for a 1.6 #m-

thick silicon film embedded in an SiO2 ambient. In the vicinity of

X = 830 nm, the RF minima are obtained, in both instances, at about the same

wavelengths. However, because of the considerably higher reflectivity of the

encapsulated silicon's back surface, the minimum values of RF(X) are in this

case significantly greater.
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Since )_VIS "--{[RF]MAx-[RF]MIN}/{[RF]MAXJr[RF]MIN} ' the maximum fringe

visibility of 1 is obtained if [R_]Mm = 0. From Eq. 9, [RF]MI_ = 0 if

Rio = R'lz_, where R'm is given by

R_23 =a123ex p ( _2 (xiL1) , (x4)

where t_, = 4a-k,/;k. Thus, R't2a is the apparent reflectivity of the silicon

Fabry Perot's back surface, as viewed from the front surface. In the case of

the silicon film embedded in SiO2, R12 = Rio, and the fringe visibility increases

with increasing k because ct decreases. In the case of the encapsulated silicon,

R123 > Rio so that the fringe visibility reaches its peak value of 1 at about

k = 650 nm. For h > 650 nm, the fringe visibility decreases since the

imbalance of R'_zQR,o increases with increasing A.

A high fringe visibility, in the wavelength range of operation, is desired

as this makes it possible to more accurately determine the interferometer's

resonant wavelength, in spite of perturbations to the spectrum which are caused

by the fiber-optic link. The wavelength of peak fringe visibility can be shifted

further towards the infrared by modifications

substituting a metal having a lower reflectivity.

such as increasing L_ or

Such design modifications,

however, were made unnecessary by the higher absorptivity, relative to single
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crystal, of the polycrystalline silicon films of the actual sensors. This higher

absorption was sufficient to move the wavelength of maximum fringe visibility

to about 750 nm, very close to the wavelength range of operation.

5.4 Effects of SigN, Oxidation

If oxygen and water are able to

aluminum layer, then the underlying SiaN4 will oxidize.

to suspect that the aluminum layer might be porous,

oxidation should be considered. Assume that the measured temperature TM is

determined from the wavelength of one of the interferometer's resonances.

From Eq. 13, an oxidation-induced change in ff_z_ of _1_3 will shift the

resonant value of ffl by an amount 8_ = -84,,23/2. Since

migrate through the pores of the

Since there is reason

the effect of Si3N 4

dT l

then

Substituting the

4 _ n_/_IK _
6 _123. [16)

material properties for silicon gives,

6fflz3 = -7.9 x 10.3 rad.

for b'T M = 1 *C,
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The phase shift on reflection from a Si3N4/SiO2/A1 structure, in a silicon

ambient, was calculated using the method of Abeles, which is described in the

appendix. A baseline _n3 was calculated, with the thicknesses of the Si3N4 and

SiO2 layers equal to 100 nm and 0, respectively. Then the SiO2 thickness was

increased to 10/_, and the Si3N4 thickness decreased by 5.5 _ in accordance

with the conversion ratio measured by Fourrier, et al. _ The phase change, at

_, = 830 nm, that was produced by this 10-,/k oxide growth was

tS_bn3 = 7.2 x 10-3 rad, which corresponds to tSTM = -0.9 *C.

To determine whether or not SiaN4 oxidation might cause the sensor's

output to drift appreciably, an estimate was made of the oxidation rate for

SiaN4 directly exposed to the atmosphere. For this purpose, oxidation rates

measured at temperatures of 900 °C and higher had to be extrapolated. At

900 *C in wet 02, the oxide growth on SiaN4 was found to be parabolic for

thicknesses between 10 and 60/_,, which was the full range of the study by Lee

et al.26 For thinner oxides, oxidation occcurs via a different mechanism, since

a - 10-,_, oxide grows very rapidly at room temperature. The oxidation studies

reported by Enomoto 27and Fourrier _ also included oxides thinner than 100 ,/_.

After 10 hrs at 900 *C in wet 02, both these groups measured

Lox = 120 ___5/_. The measurements performed by Lee et al. were
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terminated at 5 hrs, but parabolic extrapolation of their data gives

Lox _- 120 _, as well, after 10 hrs. Fourrier's group also measured the oxide

growth at 1000 °C. The data of Fourrier yield, for wet oxidation,

B - 1.46 x 103 ,_2/hr at 900 °C and B -- 1.69 xl04 ]_2/hr at 1000 °C. The

corresponding activation energy is 3.2 eV. This is comparable to the 3.0 eV

activation energy of the parabolic rate constant that was determined for

oxidation in wet 02 at temperatures between 1100 and 1240 °C by Choi's

group. 2s

The oxidation of Si3N+ differs from that of silicon in that it produces a

duplex scale; a layer of silicon oxynitride is formed between the Si3N+ and the

Si02 outer scale. The oxynitride layer, nominally Si2N20, has been found to

have a thickness which is about 1/8 of the thickness of the SiO2 layer. 29 Since

the structure of Si2N:O is considerably more dense than is that of Si02, the

rate-limiting step during parabolic oxidation is the diffusion of the oxidant

through the oxynitride layer. Therefore, as for the oxidation of silicon, the

activation energy of B should be comparable to the activation energy for

diffusion of the oxidant. In dry 02 at temperatures from 1100 to 1400 °C, Du

et al.29 determined that the activation energy of the parabolic rate constant was

5.0 eV. This was felt to provide a plausible characterization of oxygen
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diffusion in Si2N20. The activation energy for oxidation in wet 02, which was

determined to be 3.2 eV, should therefore be characteristic of the diffusion of

water in Si2N20. These activation energies seem plausible based on the similar

difference in activation energies for diffusion in SiO2, which are 1.17 eV for

oxygen and 0.80 eV for water)

The parabolic rate constants that fit the data of Fourrier were

extrapolated to lower temperatures, using an activation energy of 3.2 eV, in

order to estimate the temperature at which 5000 hrs of exposure would cause

an oxidation-induced drift of 1 *C. For this purpose, a native oxide of

thickness 10/_ was assumed to have been present on the surface of the SiaN4

when the sensor was calibrated. Once again, the aluminum layer is assumed

present for the purpose of optical calculations, but it is assumed to have no

effect on the Si3N 4 oxidation rate. A -I *C output shift, caused by an increase

in the oxide thickness of 11 ,/k, was determined to result after 5000 hrs at

615 *C. At this temperature B = 0.068 A2/hr. This determination of the

maximum operating temperature, based on oxidation-induced drift, is not

particularly sensitive to the assumed initial oxide thickness. At lower

temperatures, of course, the oxidation rates are greatly reduced. At 500 °C,

the time required to increase the oxide thickness from 10 to 21 A is
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2.4 x 10 _ hrs. At 300 °C, therefore, oxidation of the Si3N4 is not expected to

be a significant error source, assuming that parabolic growth is obtained for

oxides as thin as l0 A, as was reported by Lee for oxidation at 900 °C.

5.5 Effects of Temperature on Sign 4

In section 4, the temperature sensitivity, Xs = Xld_/dT, of an

unencapsulated silicon Fabry-Perot interferometer was determined to be

7.9 x 106/*C, based on published properties of silicon. Encapsulation with

Si3N4 and aluminum should increase Xs since the nitride layer's temperature

coefficients of n and L will both be positive. The effect on Ks, however, will

be relatively small, because of the gross disparity in the optical path differences

of the coupled resonators.

No value of x, = n_dn/dT for Si3N4 could be found in the literature, so

an experimentally determined value of % will be used here. An 840-nm-thick

Si3N4 film was deposited on the end of an optical fiber by reactive sputtering,

as will be described in section 7. From spectral reflectance measurements, %

was determined to be (1.9 ___0.2) x 105/*C from 20 to 550 *C. This K, is a

factor of 4 smaller than the value for silicon.
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If $_2a is temperature dependent, then Eq. 12 gives

1 d_123

Ks=K_I+_ dT "

(17)

where.r,, is _ for silicon. This equation can be rewritten as

(I)2,

K_2,
KS =K_I +_123 (I)l

(18)

where r_2 is r_ for Si3N4 and

1 d_123 (19)

tt123- 2 dtI) 2 "

For the case of interest here, 1.2 = 88 nm so that ,I,2 = -_b23/2 and Rx23 is

maximized at _, = 830 nm. For purposes of this analysis, it is assumed that

_2t = 0, i.e. k_ = 1(2 = 0, which is a valid approximation at k = 830 nm.
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Differentiation of Eq. 11, at the design condition 4,2 = -_m/2, yields

(1-1r  l

Using the material properties at k =

LI = 1.6 /zm and I.,2 = 88 nm, 4,2/4,,

830 nm gives cqz3 = 0.544. For

= 1/33, and K,2/K,x = 1/4, SO that

The effect of the Si3N 4 layer on Ks is therefore negligible.Ks = 1.0040 K,l.

5.6 Concluding Remarks

The desirability of an oxidant-impermeable encapsulant was

demonstrated, and Si3N4/AI was proposed as a structure which should provide

this oxidation protection.

determined to be 88 nm.

resistant to provide the

encapsulating films on the temperature sensitivity Ks was shown to be

negligible. A key property of the Si3N4/A1 encapsulant, not discussed fully in

this section, is the high fringe visibility which it provides at the operating

wavelength of 830 nm. Demonstration of this feature must be postponed until

The optimum thickness of the SiaN 4 layer was

Silicon nitride was shown to be sufficiently oxidation

required long-term stability. The effect of the
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the optical properties of the silicon films on fiber ends have been measured, as

these films are considerably more absorptive than single-crystal silicon.
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6. SILICON DEPOSITION AND ANNEALING

6.1 Introduction

To prevent damage to the optical fiber's aluminum coating, the

temperature-sensing films must be deposited using low-temperature processes.

At temperatures greater than 400 *C, the SiO2 of the fiber reacts with the

aluminum buffer coating to produce A1203 and silicon, which causes the fiber

to become brittle.t The principal means by which silicon can be deposited at

adequately low temperatures are plasma-enhanced chemical vapor deposition

(PECVD), evaporation, and sputter deposition. Each of these methods will be

briefly considered to justify the selection of magnetron sputtering for sensor

fabrication.

Using PECVD, silicon can be deposited at a temperature of 250 °C.

This substrate temperature is considerably lower than the -600 *C which is

required for thermally activated CVD. When deposited at 250 °C, PECVD

silicon is fully amorphous and typically has a hydrogen content of --- 14 atomic

percent? As deposited, these films are thermally unstable and therefore

141
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unsuitable for this temperature sensing application. The refractive index is

strongly dependent on the hydrogen content and defect density, both of which

will be irreversibly altered by exposure to elevated temperatures. For this

application PECVD silicon would need to be annealed. To obtain the greatest

stability, the silicon should be crystallized. Rapid thermal annealing for 4 min

at 700 *C, using a tungsten-halogen lamp, has been shown to fully crystallize

600-nm-thick PECVD silicon films. 3

The principal drawback of PECVD, for this application, is the

incompatibility of commercial reactors with odd-shaped substrates such as

optical fibers. In order to be inserted in a standard radial-flow reactor, the

fibers would have to be coiled and laid fiat, with only their ends tilted

upwards. Inside the reactor, there would be insufficient space to bend the fiber

ends fully upright, since the minimum bend radius of the fibers is -5 mm.

Instead, the ends of the fibers could be tipped upwards at an angle of only

-30*. Deposition on such a sloped substrate could only produce a highly

nonuniform film.

Standard evaporation and sputter-deposition systems can handle a much

broader range of substrates. Sputter deposition is preferred for this application,
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since it produces a denser film at low temperatures. Evaporated films are

generally porous, unless the mobilities of the adatoms are increased by heating

the substrate to a temperature close to the deposited material's melting point. 4

Sputter deposition can produce a dense film at low temperatures because it can

cause the bombardment of the film with particles (some combination of ions,

electrons, and neutrals). This increases the surface mobility of the adatoms and

can cause the resputtering of atoms bound in non-optimum sites.

Okamoto and Serikawa 5 showed that magnetron sputtering can produce

dense films of amorphous silicon (a-Si) for substrate temperatures below

100 *C. They determined the relative densities of the films, as functions of the

deposition conditions, by comparing the surface textures of the films, as

deposited and after slight etching in dilute HF. A transmission electron

microscope was used to inspect carbon replicas of the film surfaces. The

density of the films was found to be strongly influenced by the pressure of the

argon sputtering gas. At low argon pressures (---1.5 mTorr), fine surface

roughness, before and after etching, was observed. This is indicative of small,

closely packed regions of dense amorphous material (the films were determined

to be amorphous using X-ray diffraction). At high pressures (--_40 mTorr), the

films were very rough, especially after etching, which produced many
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-- 100-nm-diameter pits. These etch pits identified regions of porous material

which were intermixed with more slowly etched dense regions. The sizes of

these dense and porous regions were found to increase with increasing argon

pressure.

Okamoto and Serikawa used Auger electron spectroscopy to determine

the composition depth profiles of the sputter-deposited silicon films. If the film

was deposited using a low argon pressure, oxygen was localized at the surface.

Deposition at a high pressure produced a highly porous film, and oxygen was

spread throughout the film's full depth with a concentration of ---2%. Argon

content was measured using x-ray microanalysis and found to decrease with

increasing argon pressure. If the sputtering gas pressure is sufficiently low, the

film will be bombarded by high-energy argon neutrals that are produced by the

neutralization and reflection of argon ions at the target. Their energy at the

substrate decreases with increasing argon pressure once their mean free path

becomes comparable to the target-to-substrate separation. Higher pressure,

therefore, incorporates less argon into the film, and, more importantly here,

it produces a film of lower density. The general finding of Okamota and

Serikawa, that a high sputtering gas pressure produces a density-deficient film,
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was duplicated by Pawlewicz, 6 Ross and Messier, 7 and Zaka et al.,s all of

whom deposited silicon using RF diode sputtering.

Okamato and Serikawa investigated the crystallization behavior of silicon

films, which were magnetron sputtered at various argon pressures, by

annealing them at 1000 *C for 20 min in nitrogen. Using x-ray diffraction, the

grain size was found to be a maximum, 33 nm, for an argon pressure of

15 mTorr. For films deposited using higher pressures, the grain growth was

inhibited by oxygen, which was diffused throughout the porous films. For

lower pressures, the regions of dense amorphous silicon were smaller and more

tightly packed. In this case, grain growth may have been inhibited because

these dense regions are readily crystallized. Based on the results of

Bhattacharyya and Ritz, 9 who produced large grains by solid-phase

crystallization of silicon that had been amorphized by argon implantation, it

seems unlikely that the films deposited at lower pressures had a smaller grain

size because of their increased argon content.

Upon exposure to a temperature greater than that of deposition, a-Si

undergoes a number of thermally induced changes that significantly alter its

optical properties. Crystallization is one such process, but its rate is extremely
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slow for temperatures less than --600 *C. If the film contains voids, low-

temperature annealing can densify the material, thereby increasing its refractive

index. _° For void-fre_ a-Si, structural relaxation causes the largest refractive

index changes prior to the onset of crystallization. Structural relaxation

reduces the refractive index of the a-Si while leaving its density unchanged.

It occurs via two mechanisms, which are (a) annihilation of network defects

such as dangling bonds and (b) a reduction in the bond-angle disorder. 1_

Two optical states were identified for amorphous silicon that was

produced by low-temperature ion-implantation of a silicon wafer. 12 This

material is essentially identical to dense magnetron-sputtered silicon. The

amorphous layer's thickness and refractive index were determined from

infrared reflectance measurements. After 2 hrs at 500 *C, the a-Si layer was

found to change from its as-implanted defect-saturated state to a thermally

stabilized state. The change in state was indicated by a 4% reduction in

refractive index, with no further refractive index change after continued

annealing at 500 *C (however, the thickness of the a-Si layer decreased

continuously due to epitaxial regrowth at the interface). Following the initial

relaxation, the subsequent index change was less than the measurement

method's resolution, -- 1%, despite exposure to 500 *C for 150 additional hrs.
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The temperature-sensing silicon film cannot be thermally stabilized by

furnace annealing, since a 2-hr exposure to 500 *C would damage the

aluminum-coated fiber. Clearly, what is required here is preferential heating

of the silicon film together with rapid processing, in order to minimize the

conduction of heat to the aluminum buffer coating. Rapid thermal processing

was performed using an argon-ion laser, the output from which was focused

onto the silicon-coated fiber end. The laser's output power was 1 W and its

wavelength was 514 nm. Preliminary calculations indicated that these

characteristics are suited to this purpose. If the 1-W beam is entirely incident

on the 140-#m diameter fiber, then the average power density is 6.5 kW/cm 2.

By focusing the light from a 2-W argon-ion laser to a 100 x 70/zm elliptical

spot that was scanned across the film's surface, Lemons et al. 13 crystallized

1-#m-thick silicon films on fused-silica substrates. In this case, the power

density of -30 kW/cm 2 was sufficient to melt the silicon.

Fully crystallized silicon should provide better stability than can be

obtained using thermally relaxed a-Si. Extremely high stability is required

because, according to the calculations of section 4, only a 79 ppm change in

refractive index will shift the sensor's output by 1 *C. Using the Bruggeman

effective medium approximation (described in the appendix), it was determined
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that a -1 °C output shift would result if only 0.07% of a nominally amorphous

film was crystallized. The results of Lemons, et al. suggest that it should be

possible to fully crystallize the silicon film using the I-W argon-ion laser.

Even if 1 W is not sufficient to melt the film entirely, solid-phase

crystallization should still be possible, and is probably preferrable here.

Melting has been shown to be a necessary precondition for the development of

large grains. 14 Here, it is more important to maintain an optically smooth, fiat

surface. This favors crystallization at temperatures below the melting point.

6.2 Optimization of Silicon Deposition Process

Silicon films were sputter-deposited in a cylindrical vacuum chamber,

approximately 50 cm in diameter by 50-cm high. Prior to introduction of the

sputtering gas, the chamber was evacuated by a turbomolecular pump to a

pressure of 10 .6 Tort. The silicon was deposited by RF magnetron sputtering,

using one of three confocally aligned sputter guns (US Flexguns II), that were

mounted in the top of the chamber. The substrates were placed at the bottom

of the chamber on a platen which was rotated to improve the thickness

uniformity. The 75-cm diameter silicon target had a purity of 99.999 %. The

sputtering gas was ultra-high purity argon. The argon flow rate was set using
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a mass flow controller to obtain the desired pressure, as measured by a

capacitance manometer. Prior to each deposition, a shutter was interposed

between the gun and the substrate, and the target was presputtered for

10 minutes.

The optimum values of argon pressure and RF power were determined

by varying both process parameters independently. Nine films were deposited

on 7059 glass slides using RF power levels of 300, 400, and 500 W and

pressures of 4.0, 8.5, and 14.5 mTorr. The films were analyzed using a

rotating-analyzer spectroscopic ellipsometer with a manually variable angle of

incidence (Variable Angle Spectroscopic Ellipsometer or VASE)._5 Windows-

based analysis software (WVASE), from the manufacturer of the ellipsometer,

was used to model the ellipsometric responses of the films. The WVASE

software included a linear regression analysis algorithm which adjusted the

model parameters to produce the best fit to the experimental data. In this way

the void fraction fv and thickness L of each film was determined. The void

fraction was found to be strongly dependent on the argon pressure, and more

weakly influenced by the RF power. The RF power was found to principally

affect the deposition rate.
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The void fraction was found to increase with increasing pressure, in

agreement with the results of Okamoto and Serikawa. Figure 6.1 shows

< _ >, the imaginary part of the pseudo-dielectric function, for films that were

deposited using the various argon pressures and a fixed RF power of 400 W

(the pseudo-dielectric function is the dielectric function of a hypothetical

substrate, reflection from which would produce the measured values of ¢/

and/_). In Fig. 6.1, the < _ > values are shown as functions of photon

energy E in the spectral region where the films are opaque, E > 2.5 eV or

h < 500 rim. At these wavelengths, light reflects only from the air/silicon

interface, and the pseudodielectric function, < _ > + j < _ >, is equal to the

film's dielectric function, e_ + JR, provided the interface between the film and

air is abrupt on an atomic scale. The presence of surface roughness or an

oxide layer will cause < e2 > to be somewhat less than _, but < ¢_> can still

be used to compare the densities of films with similar surfaces.

In the spectral region where the film is transparent, _, > 500 nm, _kand

are influenced by the film thickness L. Here, the optical constants cannot

be directly determined because of an excess of unknowns. The number of

unknown parameters can be reduced by modeling the film as a mixture of

already characterized materials. _ The volume fractions of these constituents
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can then be adjusted to produce the best fit to the 1/, and A data. The quality

of the resulting fit gives some indication as to the validity of the model. The

sputtered silicon films were modeled as mixtures of amorphous silicon and

voids. This reduced the number of unknowns from 2N+ 1, where N is the

number of wavelengths sampled, to just two, the void fraction fv and film

thickness L. Using the WVASE fitting procedure, which is based on the

Levenberg-Marquard algorithm, '_ the unknowns fv and L were adjusted in

order to minimize the mean-squared error, which is defined as

MSE

- 1 i =i °_i
2

(x)

Here ff(ki-,fv,L) and A(Xi-,fv,L) are the model outputs, and _'i and Ai are the

experimental data points, each of which is the average, at wavelength _, of a

number of measurements, the standard deviations of which are a,_i or oH.

The effects of the void fraction fv on the optical properties of the films

were modeled using the Bruggemann effective medium approximation, which

is described in the appendix. The Bruggemann EMA assumes that the

heterogeneous material is comprised of randomly distributed homogeneous
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These grains must be small compared to the optical wavelength, yet

still be sufficiently large that they retain the bulk dielectric

The measurements of Pierce and Spicer,_S as tabulated by Palik,19

were used to represent void-free a-Si. The dielectric function of the 7059

substrate was measured ellipsometrically. The back side of each slide was

roughened with a Dremel tool to prevent specular reflection, thereby

eliminating this surface from the analysis. The surfaces of the films were

assumed to be ideal. The _band A measurements were fit over the range from

250 to 890 nm (the upper limit was imposed by the range of the a-Si n and k

data). Good fits were obtained only for the films sputtered at the lowest argon

pressure of 4 mTorr. For this pressure, and an RF power of 400 W, the fitting

procedure yielded fv = -15.2 + 0.4 % and L = 197.1 + 0.4 nm, which

implies a deposition rate of 25 nm/min. The uncertainties in the model

parameters were calculated based on the measurement noise, i.e. the measured

values of tr¢,_and o,_. The negative value of fv indicates that the sputter-

deposited silicon is denser than the evaporated material of Pierce and Spicer.

At the same pressure, but a lower power of 300 W, the void fraction

was somewhat higher, fv = -12.1%, and the deposition rate was lower,

20 nm/min. At the highest power, 500 W, a void fraction of-14.1% was
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obtained, which is not significantly different from what was obtained at 400 W.

The deposition rate at 500 W was higher, 34 nm/min. However, sustained

operation at 500 W caused the RF generator to become overly warm.

Therefore, the optimum deposition conditions were determined to be 400 W

and 4.0 reTort.

The ellipsometric data for the "best" film were analyzed in more detail.

A surface layer, of unknown thickness, was added to the model to simulate the

effects of surface roughness. This rough surface overlayer was assumed to be

comprised of 50% a-Si and 50% void. By linear regression analysis, the

overlayer's thickness was determined to be less than 1 nm, while fv, the void

fraction of the bulk of the film, was found to have the same value as was

determined without the overlayer, -15.2%. Introduction of a surface oxide, or

for that matter any mixture of SiO2, a-Si and void, also had negligible effects

on the calculated fv. When combined with a-Si, void and SiO2 are almost

indistinguishable from each other, for 250 nm < X < 1000 nm. Also, for

such thin overlayers, the calculated values of fv and L, which apply to the bulk

of the film, are insensitive to the assumed proportions of a-Si, void and SiO2

in the ovedayer.
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For wavelengths beyond the range of Pierce and Spicer's data, i.e.

> 890 nm, the a-Si dielectric function was determined by directly calculating

n and k at each measurement wavelength, using the previously determined film

and overlayer thicknesses. Figures 6.2 and 6.3 show the measured values of

and ,_ as well as the best fits to these data. Figure 6.4 shows the calculated

values of n and k for the sputtered a-Si, while Figs. 6.5 and 6.6 show _1 and

e.2, the real and imaginary parts of the dielectric function. For comparison,

Figs. 6.5 and 6.6 also show the dielectric-function measurements of Pierce and

Spicer Is for silicon evaporated at room temperature and the measurements of

Aspnes et al.:o for a-Si deposited by LPCVD at 570 *C. The e2 function of the

LPCVD a-Si is typical of well-relaxed amorphous silicon. 21

The excellent fit provided by the EMA model indicates that the sputter-

deposited silicon is fully amorphous. Fitting the experimental data using a

three-component EMA comprised of a-Si, void and single-crystal silicon (c-Si),

gives an essentially negligible crystalline fraction of 2.0 + 1.0 %. If present,

crystalline grains would be readily detected because of the prominent peaks in

the e.2 function of c-Si at 3.4 eV and 4.2 eV, the E_ and F-.2critical points."

The measured h(X) is nearly identical to that which was measured for a-Si

produced by implantation of Si ions in a silicon wafer. 23 The similarity of
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these _ functions shows that the a-Si sputtered at 400 W and 4.0 mTorr argon

has approximately the maximum attainable density.

6.3 Deposition of Silicon on Fibers

Temperature sensors were fabricated in batches of 6 or 12. The fibers

were first cut to lengths of -0.5 m using scissors, and -2 cm of the

aluminum buffer coating was removed by etching in photoresist developer.

Each fiber was then cleaved at a point 1 to 2 mm beyond the end of the

aluminum buffer coating. A vibrating-blade type of fiber cleaver, York

Technologies model FK11, was used. After cleaning the fiber with an alcohol-

soaked wipe, it was inserted in the cleaver. The fiber was placed under a

precisely controlled tension and then contacted by a vibrating diamond blade.

If the fiber was cleaved instantly, a good end face was almost always obtained.

According to the manufacturer, this cleaver consistently yields end faces that

are perpendicular to the fiber axis within + 1". This claim was supported by

measurements that were made on about a dozen cleaved fibers, using a

Michelson interferometer. A cleaved end typically appeared smooth and fiat,

except for a small chip which originated at the blade's point of contact.

Usually, this defect was confined to the fiber cladding and so was of no
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consequence. If the chip was found to extend into the light-guiding core, the

fiber was recleaved. More frequently, fibers had to be recleaved because of

debris on the end faces, as such debris was found to be nearly impossible to

remove.

The fiber ends were held upright for deposition using a fixture made

from aluminum angle stock. Six fibers were laid in vertical grooves that were

cut in the angle's upright leg. Each fiber was held in place by a small washer

and screw. One or two of these holders full of fibers were placed in the box

shown in Fig. 6.7. The free lengths of fiber were coiled inside the box and

shielded from deposition by the box's lids, which were installed so that just the

fiber ends were exposed to the sputtered flux.

Considerable care was exercised to keep the fiber ends clean. The fibers

were cleaved in the class 1000 clean room where the sputtering system was

located. After cleaving, the fibers were mounted in holders, inspected under

a microscope, and promptly loaded into the vacuum chamber. Deposition time

was 45 min at 400 W and 4.0 mTorr argon. The deposition rate was variable,

unless the fiber holder was placed each time at the same position on the platen.

Another source of variability was repositioning of the flexible sputter guns by
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other users of the system. After the fibers were removed from the chamber,

the coated ends were inspected. Since the fiber ends were held upright, falling

debris was readily incoporated into the films. This necessitated frequent

cleaning of the chamber.

6.4 Spectral Reflectometry

Figure 6.8 shows the experimental configuration that was used to

analyze the reflectance of the thin-film-coated fibers. Multimode fibers with

core diameters of 100/zm, and SMA-type fiber-optic connectors were used

exclusively. The light source was a tungsten-halogen lamp, the output from

which was chopped at 600 Hz. The lamp's condenser lens and a 10X

microscope objective were used to project a demagnified image of the filament

onto the end of fiber F1. The objective's numerical aperture of 0.4 was over-

filled, so that all of the modes of the 0.2 N.A. optical fibers were excited. A

2 x 1 fiber-optic coupler with a 50:50 splitting ratio directed light from the

input fiber F 1 to the sensor fiber F3. The coupler then directed about half of

the light reflected by the sensor through fiber F2 to a scanning monochromator.

The coupler, manufactured by Corning, was an integrated-optic Y-junction,

which was fabricated in a glass substrate by ion exchange. The coupler's
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pigtails were graded-index fiber, while fibers F1, F2 and F3 had a step index

profile. A micropositioner was used to align the uncoated end of the sensor

fiber, F3, with the end of the coupler pigtail, CP3. The reflectivity of this

connection was minimized using a drop of index-matching fluid.

The monochromator's focal length was 0.25 m, and the grating had a

line density of 1200/mm and a blaze wavelength of 750 nm. A microscope

objective was used to project a demagnified image of the end of fiber F2 onto

the monochromator's entrance slit. Demagnification, by a factor of .--3,

provided more efficient transmission through the f/3.6 monochromator. The

monochromator's 500-tzm-wide entrance and exit slits gave a line width of

1.6 nm FWHM, as measured using a HeNe laser. The detector was a silicon

photodiode which was connected directly to the current input of a digitizing

lock-in amplifier. The stepping-motor-driven monochromator was controlled

by a personal computer. The computer interrogated the lock-in and controlled

a wheel of order-sorting filters that were used to block the second-order

diffracted light.

The spectrum of the light transmitted through the sensor, as measured
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by the fiber-coupled reflectometer of Fig. 6.8, is given by

it( l ) = ina_MP (l )

x HFICFI_cpISI_ 3CCP3_F_HF3R F (l ) (2)

X HF3CF3_cp3S3_2Ccp2_F2HF2.

Here iLAMp()_) is the spectrum that would be measured if the light coupled from

the source into fiber F1 were analyzed, R_()0 is the reflectivity of the thin-film

interferometer, HFj is the transmissivity of fiber J, Cj.K is the transmissivity of

the connection between fibers J and K, and Sj.K is the transmissivity of the

coupler from J to K. The H,C and S coefficients can be expected to vary as

functions of wavelength, although not as significantly as those variables for

which the A-dependence has been made explicit.

In practice, the transmissivities of the fiber components can be expected

to depend to some extent on the modal power distribution of the guided light.

An effort has been made to minimize transmissivity variations due to modal

effects by overfilling the fiber's acceptance angle at the launch and by selecting

mode-insensitive components. For this reason, a Y-junction coupler was used

rather than a fused-fiber type of coupler, which tends to more strongly couple

the modes of higher order.
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For normalization purposes, the source spectrum was measured by

linking fibers F1 and F2 to connect the lamp directly to the monochromator.

This gives

i o (l) =iz. v (l) HFICFI_F2HFz. C3_

The transmitted spectra were measured over the full range of wavelengths

which provided an adequate signal-to-noise ratio, i.e. 500 nm< h < 1.1 _m.

The lower wavelength limit was dictated by increasing fiber losses; the upper

limit by the decreasing responsivity of the silicon photodiode.

Full characterization of the fiber components can, in principle, permit

RF(_,) to be determined from the measured sensor transmissivity Hs(_,), where

Hs(_,) = ir(_,)/io(h). However, this is made difficult by the variability of the

C coefficients. Each time a fiber connection is remade its transmissivity can

be expected to change. Particularly difficult to characterize is Ccl_-r_, which

changes each time the sensor fiber F3 is replaced and can only be determined

by cutting F3. Fortunately, the transmissivities of the connectors are largely

wavelength insensitive. Also, because the sensor fiber is very short, Hv_ = 1.

Therefore, by characterizing the coupler to determine the h-dependent but
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stable coefficients Sl. 3 and $3.2, RF(h) can be determined from Hs(_,), except for

a scale factor which is largely _, independent.

To demonstrate the variability of the fiber interconnects, the source

spectrum was first measured by connecting the lamp to the monochromator,

using only the 1.1-m-long fiber F2. Fiber F1, of length 1.5 m, was then

added, and this spectrum was divided by the first to obtain HF_CFI.v2. Prior to

each of five subsequent transmissivity measurements, the connector between

F1 and F2 was remated. Figure 6.9 shows the six measurements of H_CFI.v2

as functions of )_, all of which are roughly proportional to each other. The

connectors are the primary contributors to the losses observed here, as the fiber

losses are largely insignificant for such a short length. A fiber with a length

of 10 m was substituted for the 1.5-m F1, and HF_CF1.r2 remeasured. Figure

6.10 shows the result, together with one of the H_C_:_.w measurements for the

1.5-m fiber. The fiber losses are clearly more wavelength dependent than are

the losses of the connectors.

Since only short lengths of fiber were used here, the coupler was the

fiber component which had the greatest effect on Hs(k). The coupler was

characterized by directing the lamp's output through fiber F1 into coupler
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pigtail CP1. The coupler's output was then directed to the monochromator by

aligning fiber CP3 with F2. The measured spectrum was normalized by io()_)

to obtain a result equivalent to S_-3CcrJ-r3. The transmissivity between coupler

ports 2 and 3 was then measured by reversing the light path, from F2 to F1.

After normalization, this measurement provided Cn.c_S3.2. The product of

these measurements, which is denoted Hcp(k) and is shown in Fig. 6.11, gives

the round-trip transmissivity of the coupler and the mechanically aligned splice.

The reflectivity of the thin-film interferometer RF(X )

approximated by Re(X), where Re(X) = Hs(h)/Hcp(X). This gives

can be

Rf(l) =K CFI-cpICcp2-F; T_RF(I) , C4_

CFI-F2

where the term K reflects the variability in connector transmissivities due to

remating. Figure 6.12 shows Re(),) for a typical silicon film (sensor 294)

together with the best fit that could be obtained using the previously measured

dielectric function of sputter-deposited a-Si. Here, the refractive index of the

fused-silica fiber was modeled using the dispersion equation of Malitson.U The

thickness of this 45-min sputtered film was determined to be 1.42 #m.
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Figure 6.13 shows a Nomarski-microscope image of a silicon-coated

fiber end. The film's surface is fine-textured and apparently flat, except for

a ring-shaped feature, which is only visible using the microscope's interference

mode. This surface feature is precisely aligned with the optical fiber's inner

cladding, which has an I.D. of 100/zm and an O.D. of 115/zm. Therefore,

this feature does not affect the guided light. The inner cladding is fused silica

that is doped with 4 mole % fluorine. _ The fluorine dopant lowers the inner

cladding's refractive index relative to the core, which is pure fused silica. The

outer cladding, which serves no optical function, is incidentally doped with

fluorine, -1 mole %. The ring-shaped feature on the surface of the silicon

becomes considerably more pronounced after the silicon is annealed. This

feature is probably a depression in the surface, due to the densification of the

fiber's inner cladding by volatilization of the fluorine dopant.

6.5 Laser Annealing

Figure 6.14 shows, schematically, the configuration used to anneal the

silicon films on the fiber ends. The theoretical intensity distribution of the light

incident on the fiber end can be determined using Gaussian-beam optics. 26 The
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argon-ion laser's output has a electric field profile,

IE(p,z) l=Eo(z)exp[-p2/w2(z) ] , (s)

where z is the coordinate in the direction of propagation, p is the radial

coordinate and 2w is the beam diameter. The intensity profile of the beam is

l(p, Z) = Po exp [-2p2/w 2 (z) ] , (6)
2_w 2 (z)

where Po is the laser's output power. By integrating this equation, the power

contained within a radius of p can be obtained,

P(p, z) =Po[l-exp [-2pa/w 2 (z) ]]. (7)

At the beam waist, which corresponds to z = 0, w(z) has its minimum

value wo. From the laser's technical specifications, the beam waist is located

1.54 m behind the laser's output mirror, and its diameter is 2Wo = 1.3 mm.

At any position along the z axis, the beam's electric field profile is completely

determined by the beam diameter 2w(z) and the wavefront radius of curvature

R(z), which are given by 26

w,(z):Q +(z/ "], ,.,
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where zR is
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Riz):z +(z/z) (9)

(lO)

As shown in Fig. 6.14, a piano-convex lens is positioned 1.7 m in front

of the laser's output mirror, i.e. at z = ZL, where ZL = 3.2 m. At the lens,

the beam diameter is 2wu = 2.08 mm, and the wavefront radius of curvature

is Ru = 5.28 m. The lens, of focal length f, converts the wavefront curvature

from Ru to RL:, where

1 1 1

RL2 RLI f

For f < Rm, Rt2 < 0, and the output beam is convergent.

is unchanged through the thin lens, so that w,, = wu.

(11)

The beam radius

To determine the waist position of the focused beam, a new coordinate

system is defined so that the lens is located at z' = -zf and z' = 0 is the focal
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point. Substituting w(-zf) = WL:and R(-zf) = Rm into Eqs. 8 and 9, gives, for

the waist radius wf,

1 1
+ , (12)

and for 7<,

For f = 750 ram, Rta = -874 ram, so that 2w_ = 272 #m and zf = 859 ram.

As the focal length of the lens decreases, zf is more nearly equal to f.

With the laser operating at a very low power level, -1 mW, a

micropositioner was used to align the silicon-coated fiber end with the focused

beam. The degree of alignment was inferred by observing the light reflected

from the fiber end. Once aligned, no light was detected at the fiber's uncoated

end, which indicates that the light coupled into the film was completely

absorbed. Exposure of the silicon film was effected using a timer-driven

shutter. After the fiber was aligned, the shutter was closed. The laser's power

was then increased to the maximum value, and the exposure initiated.
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Initial experiments were performed using an f = 200 mm lens. The

fiber end was located 200 mm from the lens, very near to the 66-pm-diameter

beam waist. Figure 6.15 shows a Nomarski microscope image of the silicon-

coated fiber end after a 2-s anneal at 1 W. The central region of the film, 75

#m in diameter, has an extremely rough surface. This indicates that the film

was at least partially melted. This rough region is dark at the center but lighter

aroung the circumference. The dark central region has a diameter of 40/_m.

Outside the rough region is a ring of finer grained material, with an O.D. of

115 _m. Beyond this fine-grained region, the film surface is smooth.

As shown by Fig. 6.16, an increased exposure time of 10 s caused the

very rough region to extend almost to the edge of the fiber. Again, the central

region, -40/_m in diameter, appears dark. Figure 6.17 shows a film that was

annealed for 0.5 s at a laser power of 2 W instead of 1 W (for this test, the

laser's output was increased by removing the intracavity etalon). The dark area

once again has a diameter of 40/_m. In this case the fiber and laser beam

were apparently misaligned. The dark region is almost entirely smooth

surfaced and has the appearance of a solidified pool of molten silicon. The

surrounding material is lighter and rough surfaced. The rough surface may be

caused by the formation of argon bubbles when the silicon is melted. 27'28 The
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perturbations that result when these bubbles burst through the surface may

become frozen in place in regions where the optical energy supplied was not

sufficient to drive off all the argon before the exposure was terminated.

Because of the rough surface that results when the silicon is melted,

solid-phase crystallization was attempted. The optical intensity was reduced by

increasing the spot size, which also improved the intensity uniformity across

the surface of the film. A lens with a 750-ram focal length was used, so that

2wf = 272/zm and zf = 859 ram. The fiber end was positioned 680 mm from

the lens, where the spot size is calculated to be 2w = 378 /zm. At this

position, if the 140-/_m fiber is precisely aligned with the beam, 24% of the

beam's power will be incident on the silicon film, and the intensity at the

fiber's edge will be fully 76% of the intensity at the center. The average

power density incident on the film is estimated to be 1.6 kW/cm 2. In practice,

the alignment will be imperfect so it is advantageous to have a laser spot which

is larger than the fiber, as is the case here. The spot size was measured by

translating a 50-/._m-diameter pinhole across the beam while monitoring the

transmitted power. The diameter at one-half the peak intensity was measured

to be 270 ± 20 _m, which is ---20% larger than the calculated value.
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For a lens-to-fiber separation of 680 mm and a laser power of 1 W,

anneals were performed with exposure times ranging from 0.125 s to 10 s.

When inspected using the Nomarski microscope, all the annealed films

appeared similar to the film shown in Fig. 6.18 (sensor 292), which was

annealed for 2 s. The relative degrees of crystallization of the laser-annealed

films were inferred from shifts in the absorptivity or(),), as determined through

analysis of Rt(),). A cut-on wavelength X_o was arbitrarily defined to be the

wavelength at which the interference fringe visibility was 0.5. For a silicon

film, this is equivalent to tx(X_o)L = 0.55. The variations in L among the

nominally 1.4-/zm-thick films is not sufficient to affect this approximate

analysis. The time required to fully crystallize the silicon was determined to

be 1 s, since longer exposures produced no further reduction in k_,. The shifts

in tx(),) were discontinuous as a function of exposure time; exposures from

0.125 to 0.5 s yielded AXe, = -115 nm, while exposures from 1 to 10 s

produced _)_ = -200 nm. Figure 6.19 shows the reflectivity Rf(),) of films

that were laser annealed for 0.5 s and 2 s.



6.6 Analysis of Annealed Silicon Films

The optical properties of the annealed silicon can be determined more

accurately by ellipsometry rather than reflectometry. The ellipsometer's

analysis area (spot size), however, is approximately 1 x 2 mm, much larger

than the diameter of either the fiber or the focused laser beam. To permit

eUipsometric analysis of the annealed silicon, silicon films were sputter-

deposited on fused-silica substrates and then rapid thermal annealed at various

temperatures in an attempt to reproduce the effects of laser annealing. After

it was determined by reflectometry that the effects of laser annealing could be

replicated using rapid thermal annealing, ellipsometric measurements of the

RTA samples were used to infer the optical properties of the laser-annealed

silicon.

Silicon films were sputter deposited on fused-silica cover slips using the

same conditions that were used for deposition on fibers. The samples were

annealed, in forming gas, in a rapid thermal annealer which heated the

samples, which were set on top of a silicon wafer, using infrared radiation.

A thermocouple, in contact with the sample, was used for closed-loop

temperature control. Following a 10-s temperature ramp, the samples were

170
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held at temperatures from 550 to 900 *C for 30 s. After ellipsometric

analysis, each film was reflectively analyzed by aligning it perpendicular to the

end of coupler pigtail CP-3. A drop of index-matching fluid was applied, and

the fiber and film were then brought into contact. From measurements of

R_(_,), it was determined that the films deposited on the cover slips were

identical to those deposited on the fibers. For films annealed at 550, 700, and

750 *C, AX_, was the same as was produced by laser annealing for 0.5 s. For

RTA temperatures of 800 and 900 *C, A)_, was equal to that of the 2-s laser

anneal. At temperatures of 550 and 900 *C, anneals of 5 min duration were

performed. No further shifts in a(_,) were observed as a result of the increased

annealing time.

The silicon films on cover slips were analyzed by ellipsometry before

and after annealing. The ff and ,5 measurements were performed over the

range of 250 nm to 1.0 ttm, with a 10-nm sampling increment, and the angle

of incidence was varied from 55* to 75* with a 5* increment. Because the

SiO2 substrates were only 0.15 mm thick, it was not possible to roughen their

back sides. The reflections from the back surface were therefore modeled by

incoherently superposing them onto the reflections from the front surface.
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The optical properties obtained after laser annealing for 1 s or more

were determined by analysis of the 900 *C RTA sample. The ¢, and A

functions of the RTA sample were first fit by using the Bruggemann EMA to

model the annealed silicon as a mixture of a-Si, c-Si and void. For the optical

properties of c-Si, the measurements of Aspnes and Studna were used. = For

SiO2 Bixner's data were used. 29 Both sets of data have been tabulated by

Palik. _9 A better fit was obtained by representing the film's amorphous

component using the properties of fully relaxed amorphous silicon, 2°rather than

those of a-Si that was not annealed, m The film's surface roughness was

modeled as an overlayer comprised half of the bulk material and half void.

The fitting procedure yielded thicknesses of 4 nm for the overlayer and

1.39 #m for the film. The calculated film composition was 25.6% a-Si,

68.9% c-Si, and 5.5% void.

Figure 6.20 shows the experimental and calculated values of 11,, for a

70* angle of incidence. The fit deviates most notably from the experimental

results at 360 nm or 3.4 eV. The e2 function of c-Si has a peak at 3.4 eV, the

E_ critical point, which is apparently absent from the ¢-2 function of the

annealed silicon. The strength of this El peak, and therefore the applicability

of the three-component EMA, is strongly dependent on the grain size. The



173

three-component EMA has been used to accurately fit ellipsometric

measurementson polycrystalline silicon (poly-Si), asdeposited by LPCVD at

650 *C and also after it was annealedwith an argon-ion laser.3° The laser in

this casemelted the silicon. The c-Si fraction was determined to be 14% as

deposited and 88% after annealing. The EMA model was also used to fit

measurements performed on similarly deposited poly-Si that was annealed at

950 *C in a furnace. 31 Here, the c-Si fraction was determined to be 57% after

annealing. In this case, the fit was not as good; the calculated < e,2> exceeded

the measured < ea > by more than 5% at the 3.4 eV peak.

Jellison et al.32 found that the three-component EMA does not accurately

represent the dielectric function of fine-grain poly-crystaUine silicon. For

poly-Si which was known to have a small grain size, their best fit was similar

to that of Fig 6.20, in the respect that their EMA model also produced features

at 3.4 eV which were absent from the measured ff and A data. The RTA

poly-Si, analyzed here, is expected to be fine-grained, based on the results of

Serikawa and Okamoto, _ who obtained 33-nm grains after annealing, in a

950 *C furnace, sputter-deposited silicon that was initially amorphous.
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In both of the instances where the annealed films were accurately

represented by the three-component EMA, the grain size was presumably large.

In the laser-annealed films, a few 1-#m grains were observed. 3° Since the

furnace-annealed films were phosphorous doped, 31 the average grain size was

probably between 0.5 and 1.0 #m. 33 For the as-deposited LPCVD silicon,

which was fairly well fit with a c-Si content of 14%, the crystallite size should

have been intermediate, between 0.1 to 0.3 #m. _

The three-component EMA was therefore abandoned, and the dielectric

function of the RTA Si was determined by an approach similar to that used by

Jellison. 32 In the wavelength region of low absorption, X > 450 nm, the

dielectric function of the poly-Si was represented using the model of Forouhi

and Bloomer. 35 By considering the electronic states of an amorphous solid to
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be a broadened superposition of molecular-orbital states, Forouhi and Bloomer

obtained

A (E-Eg) 2 (ii)k(E) =
E2-BE+C

Here, E is the photon energy, Eg is the optical band gap, and A, B and C are

constants greater than 0 such that 4C-B 2 > 0. From k(E), Forouhi and

Bloomer used the Kramers-Kronig relation to obtain

n(E) =n (oo)+
BoE+C o

E 2-BE+C

(15)

where Bo and Co are determined by A,B,C, and Eg. 35 Using this model, n and

k are fully determined by five independent parameters (A, B, C, Eg, and

Over the range from 450 nm to 1.0 pm, the ellipsometric measurements

of the 900 *C RTA sample were very well fit by adjusting the Forouhi-

Bloomer coefficients, the film thickness, and the thickness and void fraction of

a rough-surface overlayer. The MSE was minimized for a film thickness of

1.382 pm, and the overlayer thickness and void fraction were determined to be

6.1 nm and 80%. This implausibly high void fraction caused the overlayer's
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refractive index to be nearly equal to that of SiO2. Since an oxide of this

thickness might very well be present, the data was refit using an SiO2 overlayer

instead of the supposed rough surface. This reduced the MSE from 14.1 to

13.7, giving film and oxide thicknesses of 1.384 #m and 5.6 nm. Further

support for the validity of the oxide model was given by fitting the data for

k >_ 600 nm, only. The oxide model provided essentially the same results as

were obtained for k _> 450 nm, but the rough-surface model gave a grossly

different overlayer void fraction of 35 %. As deposited, the silicon thickness

was determined to be 1.356 #m, which implies that the density was reduced

2.0% by annealing.

The data were also fit using models with two overlayers, for instance,

a mixture of RTA Si and SiO2 underneath SiO2 and void. This model was

intended to represent the very plausible presence of both roughness and oxide.

This additional complexity, however, was not justified, because, for

k >_ 450 nm, the absorption of RTA Si is so low that RTA Si combined with

void is not readily distinguishable from SiO2. This caused the solution to have

a very large uncertainty due to the broadness of the MSE minimum.
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To determine the optical properties of the RTA Si for _k < 450 nm, the

thicknesses of the RTA Si and oxide were fixed at the values that were

determined using the X >__450 nm data. Then, at each measurement

wavelength from 250 nm to 1.0/_m, n and k were adjusted to best fit the ff and

A measurements. At X = 450 nm, the directly calculated n and k values differ

only slightly from those of the Forouhi-Bloomer model (An _- 1%,

Ak---. 10%). With increasing wavelength, the two sets of n and k

measurements rapidly converge and are essentially identical for X > 600 nm.

The directly calculated n and k values, however, are fairly noisy in the region

where interference effects first appear, 500 nm < X < 600 nm.

Figures 6.21 to 6.24 show the measured and calculated values of ff and

A for X < 500 nm (all angles) and X > 500 nm (70 * only). Figure 6.25

shows the calculated values of n and k as functions of wavelength, while

Figs. 6.26 and 6.27 show e_ and _ as functions of photon energy. Figures

6.26 and 6.27 also show the values of el and _ that were measured for the as-

deposited a-Si films, as well as the values, from the literature, for single-crystal

silicon. _9
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The _ function of silicon that was annealed at 900 *C (Fig. 6.27) is

similar to the e.2 function of small-grained poly-Si, measured by Jellison. 32 In

both instances ca(E) has a single prominent peak, at -4.1 eV, with no

discernable structure at 3.4 eV. The principal difference is the magnitude of

the 82 peak, which is 4% lower here. Also, the e.2 peak occurs here at a

slightly higher energy, 4.15 eV instead of 4.10 eV. A similar single-peaked

e.2 function was obtained by annealing PECVD a-Si at 1100 °C for 10 min. _

The imaginary part of the dielectric function was determined by Kramers-

Kronig analysis of reflectance measurements. This measurement method is less

accurate than ellipsometry. The e.2 peak, in this case, was located at 4.3 eV

and was 6 % lower than the peak of the RTA Si.

In the short-wavelength region, the measured dielectric function is

extremely sensitive to the condition of the film's surface. Both the composition

and thickness of any overlayers must be known if accurate n and k values are

to be directly calculated. The two groups that measured single-peaked e.2

functions both assumed ideal surfaces (the sample analyzed by Jellison was

syton polished). 32'_ For the measurements reported here, if surface roughness

is indeed present in combination with the assumed oxide, then the measured e.2

will be somewhat inaccurate in the UV region. Therefore, the e.2 function of



179

RTA Si shown in Fig. 6.27 should be regarded as approximate. The general

shape of ca(E), however, is not greatly affected by the surface condition.

Therefore, it may be concluded that the silicon annealed at 900 *C is poly-

crystalline, with a small grain size. Also, since the n and k values measured

in the long-wavelength region are little affected by the assumed ovedayer, a

high degree of confidence can be placed in the accuracy of these

measurements. This is the wavelength region in which accurate n and k

measurements are most necessary, since the optical fibers strongly atttenuate

light with _, < 500 nm.

Figure 6.28 shows the good agreement between the Rf(_,) that was

measured, after a 2-s laser anneal, and that which was calculated using the

ellipsometrically determined n and k values. This annealed silicon film was

that of sensor 294, for which Rt(X) before annealing is shown in Fig. 6.12.

The measured thicknesses, before and after annealing, imply a density

reduction of 3.5%, which is larger than the 2.0% reduction determined by

ellipsometry of the 900 *C RTA sample. During ellipsometric analysis of the

RTA samples, the same positions were not analyzed each time. Because of the

influence of film nonuniformity on the ellipsometric measurement, the density

change measured by reflectometry is considered more reliable. Since
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amorphous and single-crystal silicon have equal densities, 3_ the density

reduction observed following laser crystallization must be a product of the

polycrystalline film's granularity.

The good agreement of the measured and theoretical Rf functions shows

that excellent thickness uniformity is obtained for deposition onto the fiber

ends, since no reduction from the theoretical fringe visibility is observed.

Also, the coupling of noncollimated light from the fiber to the film is shown

to have the negligible effect on fringe visibility that was predicted in section 4.

In the case of the laser-annealed films, the good agreement of the measured and

theoretical Rf functions shows that the effects of annealing are uniform as well.

The optical properties of the intermediate annealed state were determined

by ellipsometric analysis of the 750 *C RTA sample. In this case, the

ellipsometric data were very well fit using the dielectric function of a-Si that

was deposited at 570 *C by LPCVD. 2° This indicates that annealing at

temperatures between 550 and 750 *C (and laser annealing for 0.125 to 0.5 s)

reduces the structural disorder of the amorphous silicon but causes negligible

crystallization. The a-Si annealed at 750 *C was determined to have a void

fraction of 1.1%, relative to the LPCVD a-Si. An overlayer of 50:50 a-Si and
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SiO2 was assumed to be covered with another layer of pure SiO2. The

thicknesses of these layers were determined to be 2.8 nm and 1.1 nm,

respectively. This two-overlayer model was supported in this case because the

overlayer thicknesses could be determined using the UV ellipsometric data,

where a-Si and SiO2 have markedly different optical properties. Once the

surface overlayers were determined, n and k could be calculated for the

infrared wavelengths outside the range of the data for LPCVD a-Si.

Figure 6.29 shows the the measured Rf(k), for a 0.5-s laser anneal,

together with the Rf(h) that was calculated using the n and k values of the

750 *C RTA sample. In this case, the thickness change caused by laser

annealing was roughly equal to the measurement resolution. The implied

density reduction was in this case 0.2 4- 0.2 %.

6.7 Conclusion

Optimum conditions were determined for the magnetron-sputter

deposition of dense amorphous-silicon films on the ends of optical fibers. The

uniformity of these films was found to be excellent. A laser-annealing process

was determined which fully crystallized the silicon, without degrading the
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optical properties of the thin-film interferometer. The power density was

1.6 kW/cm: at a wavelength of 514 nm. Two annealed states were identified.

The first was fully relaxed a-Si, which was produced by laser anneals of 0.125

to 0.5 s duration and also rapid thermal anneals at 550 to 750 °C. The second

annealed state was poly-Si, which was produced by laser anneals of 1 to 10 s

duration and also rapid thermal anneals at 800 and 900 °C. Ellipsometric

measurements showed that this material was poly-crystalline silicon with a

small grain size. The measured dielectric function of this poly-Si was found to

permit accurate modeling of the reflectivity of the silicon thin-film

interferometer.
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7. TEMPERATURE SENSOR ENCAPSULATION

7.1 Introduction

The encapsulating layers of Si3N 4 and aluminum were deposited in the

magnetron sputtering system used for silicon deposition. Magnetron sputtering

was used because it can yield dense films despite a low substrate temperature.

Silicon nitride, which is not readily obtained with good stoichiometry by

evaporation, was deposited by reactive sputtering in a nitrogen plasma. The

aluminum outer layer was sputter-deposited immediately after Si3N4 deposition,

without breaking vacuum. In this section, optimization of the Si3N4 deposition

process will be described, and the properties of the Si3N4 diffusion barriers will

be evaluated. Then the deposition and characteristics of the aluminum films

will be discussed.

7.2 Silicon Nitride Deposition Methods

Silicon nitride is widely used to passivate semiconductor devices because

it is an excellent barrier to contaminants such as moisture and sodium. 1

216
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Silicon-fit.ride passivating layers are usually deposited by PECVD, at

temperatures between 250 and 350 °C. This PECVD nitride is termed SiN or

SiNx to emphasize its lack of stoichiometry. It is generally silicon rich

(x = 0.8 to 1.2), with a large concentration of hydrogen (20 to 25 atomic %).

Both these factors cause PECVD SiNz to be thermally unstable, with a

refractive index that is dependent on the film's thermal history. Silicon nitride

deposited by PECVD is, therefore, ill-suited for this application, since changes

in the refractive index of the silicon-nitride layer can cause the sensor's output

to drift. Another disadvantage of PECVD SiNx is its lower density, compared

to stoichometric and hydrogen-free SiaN4. A film with the highest possible

density is desired in order to best protect the underlying silicon. Another

disadvantage ofPECVD SiN_ is the previously cited incompatibility of PECVD

with optical fiber substrates.

Hydrogen-free and stoichiometric Si3N4 films are most readily deposited,

at low substrate temperatures, by RF magnetron or diode sputtering. 2-7

Sputtering a SiaN 4 target in an inert gas, such as argon, produces a film which

is nitrogen deficient. Stoichiometric Si3N4 is obtained only by reactive

sputtering in nitrogen (argon can be added to increase the deposition rate).

Impurities are minimized by using a silicon target, since 99.999% pure Si is
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readily available, as opposed to just 99.9% for a Si3N4 target.

targets contain about 1% binder, such as MgO.

Also, Si3N4

In reactive sputtering, the silicon target is bombarded with N2+ and N +

ions which can develop energies in excess of 1 keV as they are accelerated

across the cathode dark space. Bombardment by nitrogen ions produces a

Si3N4 coating on the surface of the target. The steady-state surface condition

should therefore be developed by presputtering prior to deposition. The

sputtered particles (mostly atoms) typically have several eV of kinetic energy

when expelled from the target. These particles will impact the substrate in a

manner which is strongly influenced by the gas pressure. With increasing

pressure, the sputtered particles suffer more collisions with gas molecules, so

that their energies at the substrate are reduced, and the range of their angles of

incidence is broadened. Eventually, at a pressure which is inversely

proportional to the target-to-substrate spacing, the sputtered particles are

thermalized to the average gas energy. Higher impact velocities densify the

film by increasing the surface mobilities of the adatoms. Normal incidence,

as is obtained at low pressures, also promotes a greater density, since oblique

incidence causes shadowing and void formation. A reduced pressure,

therefore, aids the development of a dense and stoichiometric Si3N4 film.
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Nitrogen sputtered from the target is insufficient to produce

stoichiometric Si3N 4 films, as is evidenced by the silicon-rich composition of

films sputtered from Si3N4 targets in inert gas. Stoichiometric Si3N4 is obtained

only by reactive sputtering in nitrogen. The ionizing effects of the plasma are

essential; the presence of N2 by itself is insufficient, since molecular nitrogen

is not chemisorbed by silicon. A nitrogen plasma supplies reactive species of

nitrogen to the film by two mechanisms, in addition to the sputtering of

nitrogen from the target. All three means of supplying nitrogen to the film are

enhanced at reduced pressures.

Because the insulating film develops a'negative potential with respect to

the plasma, it is bombarded with N2 + ions drawn from the plasma (N +

bombardment is insignificant because N + is produced primarily in the cathode

dark space). Dissociation of N2 + will yield reactive nitrogen atoms, if these

molecular ions impact the film with energies greater than ---9 eV. At low

pressures, the substrate self-bias becomes considerably more negative, which

increases the energy of bombardment and the nitrogen incorporation in the

film.
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Another means by which nitrogen is supplied to the film is by the

neutralization and reflection of nitrogen ions (N2 + and N +) at the target. These

reflected particles are generally quite energetic; their energies can approach the

target-plasma potential. Provided the gas pressure is sufficiently low, many of

the N2 molecules reflected by the target will have sufficient energy to dissociate

upon impact with the film.

The expected dependence of composition on gas pressure has been confirmed

by measurements made on sputter-deposited SiNx films. 27 In all these

instances, nitrogen content of the films was found to decrease with increasing

gas pressure, with stoichio_etric SIN,.33 obtained at some intermediate

pressure. Serikawa and Okamato 2 measured the effect of gas pressure on the

film's density, refractive index, and its etch rate in buffered HF. They found

that the refractive index and density were maximized, and the etch rate was

minimized, for a pressure of 4.5 mTorr. These films were deposited by RF

magnetron sputtering in a 50:50 mixture of N2 and Ar, with a target-to-

substrate distance of 5 cm.

For a pressure of 4.5 mTorr, the SiNx films of Serikawa and Okamato 2

were slightly nitrogen rich, with x = 1.42. The apparently non-stoichiometric
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composition of the maximum-density films may have been the result of

inaccurate composition measurements. The film composition was determined

from the density and refractive index measurements using Lorentz-Lorenz

correlation. As the pressure increased from 4.5 mTorr, the refractive index

decreased because of the decreasing density. Here, the decrease in n due to a

higher void fraction outweighed the increase due to excess silicon. Etch rate

in buffered HF was found to be an extremely sensitive indicator of film quality.

The minimum etch rate of 2 nm/min was obtained at 4.5 mTorr. For films

deposited using a sputtering gas pressure of 50 mTorr (the maximum pressure),

the etch rate was 200 nm/min, and at 2.3 mTorr (the minimum pressure), the

etch rate was 10 nm/min.

Hu and Gregor, 3 who did not measure film composition, observed a

similar dependence of density on gas pressure for RF diode sputtering in pure

nitrogen. The maximum density was obtained at 2.5 mTorr.

Carriere et ai.4 used nuclear reaction analysis to measure the

composition of RF-magnetron-sputtered SiNx, with an accuracy of 6%. They

found that the nitrogen content decreased monotonically with increasing

pressure, with stoichiometry (x = 1.33) obtained at about 7 mTorr. They used
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a 50:50 mixture of N2 and Ar. They also measured refractive index and

density and found that both decreased with increasing pressure, from 1.5 to

15 mTorr. The minimum etch rate in buffered HF of 0.6 nm/min was

obtained at 4 reTort.

The accuracies of the composition, density, and refractive index

measurements of Carriere et al. 4 were not sufficient to rule out the possibility

that stoichiometry and maximum values of refractive index and density were

all obtained together at 4 mTorr, the pressure which provided the minimum

etch rate. It is also quite possible that, as indicated by their measurements, the

maximum density and refractive index were obtained at a pressure of

1.5 mTorr, which produced a somewhat nitrogen-rich film with x = 1.44.

The densifying effect of more energetic bombardment may well have

outweighed the decrease in density due to excess nitrogen. Still, one would

expect the minimum etch rate to be obtained together with the maximum

density. These films had an appreciable oxygen content, -2 atomic % at

7 mTorr.

Qui and Gyarmati 5 found that for RF-magnetron-sputtered SiNx, x

decreased from 1.47 at 3.0 mTorr to 1.21 at 61 reTort sputtering gas pressure.
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Stoichiometry, x = 1.33, was obtained at a pressure of 23 mTorr. They used

a 50:50 mixture of Ar and N2, and the target-to-substrate spacing was 4 cm.

Film composition was determined using glow discharge optical spectroscopy

(GDOS) which was calibrated using Rutherford backscattering spectroscopy

(RBS). Like Serikawa and Okamato, and Carriere et al., they found that

nitrogen-rich SiNx was somewhat denser than stoichiometric Si3N4. They did

not measure refractive index or etch rate.

Mogab and Lugujjo 6'7 deposited SiNx by RF diode sputtering in pure

nitrogen. The target-to-substrate spacing was 5 cm. Film composition was

measured using Rutherford backscattering. At the lowest pressure of 4 mTorr,

a nitrogen-rich film, with x = 1.59, was obtained. With increasing pressure,

x decreased to 1.27 at 12 mTorr and then leveled off. The minimum etch rate

of 2 nm/min was obtained at 8 mTorr, the same pressure which produced

stoichiometric SiNI.33.

7.3 Optimization of Si3N 4 Deposition Process

To determine the optimum deposition conditions, SiNx films were

deposited by magnetron sputtering in pure N2 with pressures ranging from 1.8
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to 5.3 mTorr. The target-to-substrate distance was 6 cm. The relative quality

of these films was assessed by ellipsometric determination of their void

fractions, and by measurement of their etch rates in buffered HF. The

properties of sputter-deposited SiNx has been shown to be largely insensitive

to the RF power level. 3'_ The RF power, therefore, was fixed at 400 W, which

is the maximum power that did not unduly stress the electronics.

Silicon-nitride films were sputter-deposited on silicon wafers and 7059

glass slides. The void fraction, fv, could be determined more accurately if the

substrate was glass. The accuracy of the ellipsometrically determined void

fractions, based on the goodness of the fit and its void-fraction sensitivity, was

typically ___0.2 percentage points for glass substrates and + 0.5 points for

silicon. The pressure dependence of fv for SiNx films on glass was determined

on four separate occasions. Figure 7.1 shows the results. The deposition rate

increased only moderately with increasing pressure; the rate increased by

-20% for a factor of 2 increase in pressure. Deposition series A and series

B were performed about one month apart; these were followed one year later

by series C, and two months after C, series D. Film thicknesses were

50-70 nm for A, B and C, and 100-110 nm for D.
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The sputter-deposited SiNx films were modeled using the Bruggeman

effective-medium approximation (EMA), assuming a composition of SiaN4 and

void. For void-free Si3N4, the n and k data of Phillip, as tabulated by Palik, 8

were used. The refractive index of the 7059 glass was determined by

ellipsometry. The roughness of the film's surface was modeled by an

overlayer comprised of 50% void. The thickness of this overlayer was found

to increase with increasing pressure. For instance, for deposition series D, the

overlayer thickness increased from 0.9 nm at 2.3 mTorr to 2.6 nm at

4.7 mTorr. The rougher surfaces produced at higher pressures are most likely

the result of less energetic bombardment of the substrate. Besides increasing

the surface mobilities of adatoms, bombardment of the film with high-energy

particles can cause the re-emission of loosely bound atoms. The measured void

fraction of the bulk of the film, fv, was found to be insensitive to the assumed

void fraction of the overlayer, so the overlayer composition was fixed at that

of the film plus 50% void. Also fv was found to be unchanged if a surface

oxide was assumed to be present in combination with voids due to roughness,

as SiO2 and void are here indistinguishable.

The ellipsometric data were fit using this effective-medium model in the

region of negligible absorption, _, > 300 nm. A good fit could not be
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obtained for 2_ < 300 nm, where the sputter-deposited SiNx is absorptive,

because the pyrolitic Si3N4 analyzed by Phillip was essentially lossless for

_, > 250 nm. The variation of the percent fv as a function of position on a

given slide was about -I- 0.2 points. The variation of the percent fv between

runs could be much larger, sometimes several points, due to the extremely high

sensitivity of this process to contaminants. Oxygen, for instance, is readily

incorporated into the films, since it is considerably more reactive than nitrogen.

Considerable care was exercised to minimize contamination of the

sputtering system. If the sputtering system was previously used to deposit

some other material, the first Si3N4 film was generally of poor quality, as

indicated by a high void fraction and a poor fit (i.e. large MSE). The film

quality generally improved with subsequent depositions, as impurities were

gettered from the interior of the chamber (there was no provision for bake-out).

Once Si3N4 films with a low fv were obtained on a consistent basis, then a

series of depositions could be initiated. When contaminants were well

controlled, the variation, between runs, of the percent fv was less than + 0.4

points. When the O-ring rotary seal which provided for sample rotation was

replaced with a ferro-fluidic seal, Si3N4 films having low void fractions were

produced more reliably. Still, the modified chamber relied on a number of



O-ring seals.

preferrable. Pinhole density was quite variable, typically

this regard, sideways sputtering would be preferrable

deposition performed here.
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For this critical application a metal-sealed chamber would be

--- 100 per cm 2. In

to the downwards

The data of Fig. 7.1 show that the maximum refractive index is obtained

at a pressure of about 3.5 mTorr. Since the observations of Serikawa and

Okamoto _' should also apply to these similarly deposited films, the films with

the maximum refractive index can be expected to have the highest density.

With the exception of the first series of depositions, the sensitivity to pressure

was not extremely high; a low void fraction was generally obtained for

pressures between 3.0 and 3.5 mTorr.

The effect of nitrogen pressure on the quality of the SiNx films was

further assessed by measuring the etch rates in buffered HF. For this test,

270-nm-thick films were sputter deposited on silicon wafers. The wafers were

cleaved and samples of each film were etched for 10 min or 30 min.

Ellipsometric analysis, at a 70* angle of incidence, was performed at three

different positions on each piece, before etching and after. The measured

thicknesses were averaged to obtain etch rates which were accurate within
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about + 0.3 nm/min (except for the films deposited at the two highest

pressures, which were considerably more nonuniform after etching). Surface

roughness was modeled by an overlayer comprised of 50% void. Figure 7.2

shows the etch rate measurements.

Figure 7.3 shows the void fractions of these films, before etching. The

accuracy of these percent fv measurements is only + 0.8 points, which is much

lower than the + 0.1 points accuracy obtained for thinner films on glass

substrates. The lower accuracy of the fv measurements for SiN, on silicon is

caused by the high degree to which fv and the film thickness are in this case

correlated. The film with the lowest etch rate and void fraction was deposited

at 3.5 mTorr, the same pressure which minimized fv for SiN, on glass. Lower

void fractions were consistently measured for SiN, deposited on silicon instead

of glass; the difference in the percent fv was typically 2 to 3 points. For the

optimum sputter-deposited film, the etch rate was 3.0 nm/min, which is

comparable to the minimum rate of 2 nm/min obtained by Serikawa and

Okamato, for Si3N4 deposited by magnetron sputtering. For comparison, the

etch rate of a sample known to be dense stoichiometfic Si3N 4 was measured.

The etch rate of this LPCVD Si3N4 was found to be significantly lower,

0.8 nm/min.
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Silicon-nitride films deposited at 3.5 mTorr were not roughened by

etching, however, films deposited at higher pressures were made considerably

rougher. The thickness of the rough-surface overlayer was initially in the

range of 1 to 3 nm for all the films. After a 30 min etch, it increased to

13 nm and 40 nm for the films deposited at 4.1 mTorr and 4.7 mTorr,

respectively. This accounts for the large difference in the 10-min and 30-min

etch rates at 4.1 mTorr, because the etch rates were based solely on the

changes in the thicknesses exclusive of the rough-surface overlayers. These

etch rates are therefore inaccurate if the surface is significantly roughened.

The void fractions of the films were unaffected by etching, except for the film

deposited at 4.7 mTorr, for which fv increased from 1.7% to 15%, after

etching for 30 min. For SiNx deposited at high pressures, networks of voids

are apparently etched deeply into the films.

The chemical compositions of unetched samples of these films were

analyzed using X-ray photoelectron spectroscopy (XPS). The samples were in-

situ ion etched, to a depth of 5 nm, to remove the surface oxides before

analysis. Figures 7.4 and 7.5 show the survey spectra of electron binding

energies for the films deposited at the minimum and maximum pressures (2.3

and 4.7 mTorr), respectively. The film deposited at the optimum pressure of
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3.5 mTorr was also analyzed. No differences in the relative fractions of Si and

N were observed as a function of deposition pressure. This instrument's

resolution in this regard is estimated to be about + 2 atomic %. The 2:1 range

of deposition pressures may have been insufficient to produce a detectable

composition variation. The film deposited at 4.7 mTorr had a significantly

higher oxygen concentration than did the films deposited at lower pressures,

2.5 atomic % instead of 1.0 atomic %.

Ellipsometric analysis of the composition of the SiNx films, as a function

of sputtering gas pressure, was also performed. Here the full range of

ellipsometric data, 250 nm < X < 1000 rim, was used. As noted previously,

although the two-component EMA (Si3N4 and void) provided a good fit to the

ellipsometric data for X > 300 nm, the quality of the fit was poor for

), < 300 nm. To model the UV absorption of the sputter-deposited films, a-Si

was assumed present in addition to Si3N 4 and void. A series of 18-rain

depositions was performed on silicon wafers (together with glass slides, series

D of Fig. 7.1), and the model parameters which gave the best fits for these

films are provided in Table 7.1. Also shown are the results obtained for an

LPCVD Si3N 4 film.
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Table 7.1 Results of ellipsometric analyses of SiNx films sputter deposited

at different pressures. Here, Pm is the pressure of the N2 sputtering gas in

mTorr, the volume fractions f are in % and the thicknesses L are in nm.

Pm fv f,-si L fw,,_ L_n

2.3 2.0 +0.5 0.7 5::0.1 85.7 +7.7 -2.8 +1.1 23.4 +7.8

2.9 0.9:1::0.5 0.7 +0.1 88.9 5:7.0 -3.8 +1.6 17.3 5:7.0

3.5 0.5 +0.4 0.7 5:0.1 109.4 +0.4 50 0.0 5:0.5

4.1 0.7 +0.4 0.7 5::0.1 116.1 +0.4 50 0.9 +0.5

4.7 3.0 +0.4 0.7 5:0.1 125.2 5:0.4 50 4.7 +0.5

CVD 0.7 +0.3 0.3 5:0.1 126.3 5:0.3 50 0.4 +0.5

In Table 7.1, L and L_a are the thicknesses of the film and the

overlayer. The overlayer composition was generally assumed to be the

material of the film plus additional voids with a volume fraction of fvsua. The

data were first fit with fw, a = 50% to model the surface roughness of the

films. At the two lowest pressures, however, small negative values were

obtained for L,_n. This unphysical circumstance was found to be resolved by

allowing fv,,n to vary. It was determined that the topmost -20 nm of these

films was denser than the bulk of the films by about 3 %. Using this model

there was a large uncertainty in the location of the interface between these
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layers, + 7 nm, but the uncertainty of the total film thickness, L + L,_f, was

only + 0.4 nm. There was no evidence of such depth nonuniformities of fv

in the films deposited at pressures of 3.5 mTorr or greater. Figures 7.6 and

7.7 show the 1/, and A measurements for the film deposited at 3.5 mTorr,

together with the best fit provided by the three-component EMA.

As indicated by Table 7.1, for all the SiN, films sputtered onto silicon,

fo-si was 0.7%. Again, fv was minimized at a nitrogen pressure of 3.5 mTorr.

The fv values of Table 7.1 (determined using the three-component EMA) were

- 1.4 percentage points higher than the void fractions that were determined by

setting f,-si = 0 and restricting the analysis to X > 300 nm (increasing the

percent fo-si by 1 point and the percent fv by 2 points produces no net change

in n for X > 300 nm). Compared to the films deposited at the same time on

glass, the percent fv was consistently --2 points lower for the silicon

substrates. This lower fv may be caused by the smoother surface and the

higher thermal conductivity and lower thermal mass of a silicon wafer relative

to a glass slide. The chemical compositions of the surfaces of the substrates

were similar, as the native oxide was not stripped from the silicon wafers prior

to deposition (it was not found necessary to model the native silicon oxides in

order to analyze the much thicker Si3N 4 layers).
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The LPCVD Si3N 4 film was deposited on a silicon wafer by reaction of

NH3 and SiCI2H2, with 4:1 relative flow rates, at a temperature of 770 °C and

a pressure of 300 mTorr.

heavily oxidized silicon

These LPCVD Si3N 4 films have been deposited on

wafers for the purpose of fabricating optical

waveguides. 9 The losses of these waveguides are lower than 0.5 dB/cm at

630 rim, with the principal loss mechanism being the roughness of the etched

side walls. The extremely low absorptivity of these films suggest that they are

stoichiometric Si3N4, with a very low void fraction as a result of the high

deposition temperature. Although the absorptivity of these films is

undetectably low for k > 300 nm, for k < 300 nm the absorption is readily

measured and is intermediate between that of the sputtered films and the CVD

films analyzed by Phillip. The CVD Si3N4 analyzed by Phillip was deposited

at 1000 °C by reaction of NH3 and Sill4 in the ratio of 40,000:1.

Based on previous work, 27 the SiNx films with the maximum refractive

index and minimum etch rate, as obtained here at a pressure of 3.5 mTorr,

should have a composition ranging from stoichiometric to slightly nitrogen

rich. Here, f,-si was found to be 0.7%, regardless of pressure. Note that a

uniformly silicon-composition is consistent with the XPS analysis since the

compositions of the sputter-deposited SiNx films were found only to be uniform
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over the range of nitrogen pressures used. The value of f.-si, however, should

not be used to infer the excess silicon content of these SiNx films, because the

excess silicon is not present in the form of small grains with the dielectric

properties of bulk a-Si. Instead, the film constituents are mixed at an atomic

level.

Aspnes and Theeten *°have shown that the Bruggeman EMA can be used

to calculate the dielectric function of stoichiometric to silicon-rich SiNx by

treating the material as a mixture of Si-centered tetrahedra, i.e. Si-Si4, Si-Si3N,

Si-Si2N2, Si-Si_N4 and Si-N4. The volume fractions of these constituents are

determined from x, assuming a random distribution of the Si-Si and Si-N

bonds. The simple EMA of Si3N4 and a-Si represents only the Si-Si4 and Si-N4

tetrahedra. Although this simple EMA is incomplete, one might still expect

fo-si to be correlated with excess silicon content. This is true, however, only

for moderately silicon-rich SiNx. For an excess silicon fraction y, which

implies a composition of Siy(SiNL33)l.y, the volume fraction of Si-Si4 tetrahedra

is proportional to y4. For small y, therefore, the contribution of the Si-Si4

tetrahedra to the material's dielectric response is negligible, and one would

expect to find that f,-si -- 0 for such a film, if the dielectric function were

modeled using the two-component EMA.
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A non-zero f,-si can be measured for a near-stoichiometric SiN. film, if

the structural disorder of the film causes the UV absorption edge to be shifted

towards the visible. 1_ Such distortion of the amorphous material's atomic

structure, i.e. variations in the bond angles and lengths, is made probable here

by the low substrate temperature during deposition. Further evidence that the

UV absorption of the films is due to structural distortion rather than excess

silicon was provided by its significant reduction after annealing. The sputter-

deposited SiN, films on silicon substrates were annealed at 1000 *C in dry Oz

for 1 hr, after which f,-si was found to decrease from 0.7 % to less than 0.1%.

Besides shifting the absorption edge further into the UV, annealing also

reduced the refractive index of the films. Figure 7.8 shows the values of fv

that were measured before and after anealing. For all the films, annealing

increased the percent fv by about 3.5 points. These fv values were determined

by setting f,-si = 0 and restricting the analysis to X > 300 nm. The annealed

films were modeled using an SiO2 overlayer instead of a rough-surface

overlayer. Annealing had a quite different effect on the dielectric properties

of the LPCVD Si3N4. In this case, the percent fv decreased by 1 point, while

f,-si remained unchanged, at about 0.5 %.
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Similar changes in f,-si and fv were observed when sputter-deposited

Si3N4 was rapid thermal annealed at 900 *C for 2 min in N2. This result,

together with the Auger results presented in the following subsection, rule out

the possibility that the as-deposited films contain excess silicon which is

converted to SiO2 by annealing in 02, thereby reducing the UV absorption and

decreasing n. It is important to show that such a hypothesis is incorrect,

because it is inconsistent with the sputter-deposited SiaN4 being an effective

barrier to oxygen.

Fourrier et al.n observed a similar reduction in refractive index after

annealing Si3N4 films that were deposited by reactive ion-beam sputtering.

Fourrier attributed this refractive-index decrease to a reduction in the structural

disorder of the film. The Kramers-Kronig relation requires that, at

wavelengths beyond than the absorption edge, a refractive index decrease must

accompany a shift of the absorption edge towards shorter wavelengths.

Through Auger analysis, Fourrier et al. ruled out oxygen incorporation as the

cause of the refractive index decrease. Also, they observed the same index

change after annealing in N2.



7.4 Effect of an Oxidizing Environment on Si3N4 Encapsulant

To verify that the sputter-deposited Si3N4 films are indeed effective

barriers to oxygen, a representative film was analyzed, by ellipsometry and

Auger electron spectrometry, immediately following deposition and again after

exposure to an oxidizing environment. The film was sputtered on silicon in

3.5 mTorr of N2, and it was oxidized for 2 hrs at 1000 *C in wet 02. By

ellipsometry, the parameters of Table 7.2 were determined.

Table 7.2

before annealing;

f,-si = 0.6 + 0.1%

fv =3.4+0.3 %

Lox = 0.0 + 0.5 nm

Effects of annealing on sputter-deposited Si3N4 film.

after annealing;

fo-sl = 0.0 -I- 0.1%

fv = 7.4 + 0.1%

Lox = 12.7 + 0.3 nm

Here, Lox is the thickness of the SiO2 overlayer. This film was deposited after

the vacuum system had been damaged by the operation of a substrate heater

without cooling water. Despite efforts to repair the system, the void fractions

of the SiaN4 films could not be reduced to the levels that were obtained

237
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routinely prior to the incident. As-deposited and oxidized samples of this film

were depth profiled using Auger electron spectrometry (AES) with in-situ

sputter etching. Figures 7.9 and 7.10 show the concentrations of N, O and Si,

as functions of etch depth, for the as-deposited and oxidized

respectively. The oxygen concentration inside the

unchanged, from its initial value of 1 to 2 atomic

oxidizing environment. Also, oxygen is not observed to accumulate at the

interface of the Si3N4 film and the silicon substrate. The sputter-deposited

Si3N4, therefore, is shown to be an effective barrier to oxygen.

samples,

film is shown to be

%, by exposure to an

Also investigated was the effect of annealing at a lower temperature.

A Si3N4 film on a silicon wafer, similar to the sample that was Auger profiled,

was annealed for four weeks at 400 *C in air. Initially, and at one week

intervals, the film was characterized by ellipsometry. After one week

(168 hrs), f,-s_ had decreased from 0.6 + 0.1% to 0.2%. Restricting the

analysis to h > 300 nm and setting f,-s_ = 0,

2.1 + 0.1% initially and 3.7% after one week.

fv was determined to be

From the end of the first

week to the end of four weeks, no further changes in f,-si and fv were observed.
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The oxide growth at 400 *C was difficult to measure. Using the three-

component EMA, it was determined that, initially, Lox = 0.0 +_.0.3 nm, and

after four weeks (672 hrs), L,x = 0.9 -I- 0.8 rim. The approximate nature of

the three-component EMA was found to preclude the accurate analysis of thin

surface layers. To determine Lo_ for extremely thin oxides, it was necessary

to use the two-component EMA (i.e. f,-si = 0) and restrict the analysis to

wavelengths far from the absorption edge, i.e. _, > 400 nm. Using this

approach, the initial and final values of Lo, were determined to be 7 + 1 A and

9 + 3 A. The estimated accuracies of these measurements are based on the

repeatability of L°x when determined using different portions of the

), > 400 nm region. It is believed that a few monolayers of surface

contamination caused the larger uncertainty in the final value of Lo,.

The measured thickness of 7 A for the Si3N4 native oxide is consistent

with the observations of Raider et al., 13 who monitored the oxide growth in

room air on a Si3N4 film that was first etched in dilute HF. They measured

oxide thicknesses L°, of 2 to 3 A immediately after etching, 3 to 5 A after 3

days, and 6 to 9 A after one month.
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The considerably lower oxidation rate of Si3N 4, relative to silicon, has

been attributed to the formation of an intermediate silicon-oxynitride phase,

which is a more effective barrier than is SiOz to the diffusion of oxygen, m2'14-1_

Duet a1.'4-]5 determined that the thickness of this intermediate layer, which was

presumed to be stoichometric ShNzO, increased with further oxidation,

maintaining about a 1:8 ratio with respect to the SiO2 thickness. Fourrier

et al. TM measured a 1:4 ratio of Si2N20 and SiO2 thicknesses. Ogbuji and

Jayne _6 found that the SiOxNy composition, for oxidation in dry 02, was

graded, with nitrogen increasingly substituted for oxygen as the unoxidized

Si3N + was approached. They also found that the ratio of the SiOxNy and SiO2

thicknesses was highly dependent on the sample preparation, to the extent that

the SiO2 outer scale was in some instances entirely absent. Nitrogen was found

on the surfaces of samples which were chemically stripped immediately prior

to oxidation in dry 02, while samples that were allowed to regrow a native

oxide prior to oxidation developed an SiO2 outer scale. The difference was

presumed to be caused by the incorporation of moisture from the air into the

native oxide, which subsequently promoted the conversion of oxynitride to

Si02.
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The SiOxNy inner scale of an oxidized SiaN4 film was found to be generally

undetectable by ellipsometry, because it is much thinner than the SiO2 and

SiaN4 layers, and its refractive index is intermediate to, and not very different

from, those of SiO2 and SiaN4. Since SiO2 has a much higher etch rate in

buffered HF than does near-stoichiometric SiOxNy, the inner scale is readily

exposed for analysis by surface techniques.t4 Etch profiling was found to be

a good means to measure the thickness of the inner scale, because of the very

different etch rates of the SiO2 outer scale, the SiO_Ny inner scale, and the

sputter-deposited Si3N 4. A Si3N 4 film on silicon, similar to the sample that was

Auger profiled, was oxidized in wet 02 at 1000 °C for 3 hrs. Between

ellipsometric analyses, the film was etched for short times in buffered HF.

Figure 7.11 shows the results provided by a model consisting of layers of Si3N 4

and Si02, with thicknesses of L and Lo_, respectively. The SiO2 layer, initially

16-nm thick, was completely removed during the first 15-s etch. The etch rate

then slowed considerably, as the SiOxN r was etched. Once the oxynitride was

removed, the SiaN4 was etched at a rate intermediate to those of the SiOxNy and

the SiO 2.

The ellipsometric etch-profile measurements were analyzed using a

three-layer model that represented the SiO_Ny as a 50:50 mixture of Si3N4 and
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SiO2. This oxynitride composition gives n = 1.73 at 630 nm, which is the

nominal Si2N20 index, i+ Table 7.3 gives the results, as a function of

cumulative etch time t. Here fv represents the void fraction of the Si3N4 layer,

and the thicknesses of the Si3N+, Si2N20, and SIC)2 layers axe L, Lox.,, Lox,

respectively.

Table 7.3 Measured thicknesses of SiO2, Si2N20 and Si3N+ layers, L,x, Lox.,

and L, respectively, and void fraction of Si3N+ layer fv as functions of

cumulative etch time t in buffered HF. Notes A, B and C are explained in the

text.

t,s Lo,,A Lo,.,, A L,A fv,%

0 160 + 5 0 (A) 1022.9 + 2.7 6.2 + 0.2

15 0 (B) 2.9 + 5.9 1019.9 + 4.7 6.2

30 0 4.6 _ 7.1 1016.8 + 5.5 6.0

60 0 0 (C) 1010.7 _ 1.8 6.2

90 0 0 992.0 + 0.9 6.0

120 0 0 961.6 + 1.0 6.2

Prior to etching, i.e. t = 0, the Si2N20 layer was buried beneath a much

thicker SiO2 layer, and Lox., could not be determined. Therefore, at t = 0,

L°__, was set equal to zero (note A, in the table). After 15 s of etching, the

SiO2 layer was known to be removed, so its thickness was set to zero (note B).

After etching for 60 s, Lo_., could no longer be determined (linear regression
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analysis provided L,x., < 0) so it was set to zero (note C). After removal of

the SiO2 layer, the SiOxNy layer is readily observed (at t= 15 s and t = 30 s),

although its thickness could not be accurately determined because Lox., and L

were correlated.

Since Lox., and L are correlated, and L is known to be unchanged while

the SiOxNy is being etched, the thickness changes of the etched SiOxNy layer

can be more accurately determined by deleting the SiO,Ny layer from the

model, so that L represents the sum of the Si3N4 and SiO_Ny thicknesses. The

etch rate of SiO2 was determined by an independent experiment to be

130 nm/min. Using this result and assuming a uniform SiOxNy composition,

the etch sequence of Table 7.4 was derived.
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Table 7.4 Etch sequence of oxidized Si3N 4. Provided are the thicknesses of

Si02, SiOxNy and Si3N4 etched during each time interval ending at time t. Etch
time is in s, thicknesses are in A, and etch rate is in A/rain.

[--ETCHED THICKNESS (./_)--]

t Lo_ L SiO2 SiO_Ny Si3N4 RATE

0 160 1023
7.5 .... 160 1300

15 0 1022 1 8

30 0 1020 2 8

52.5 ..... 3 8

60 0 1011 6 48

90 0 992 19 38

120 0 962 30 60

150 0 939 23 46

180 0 918 21 42

The etch rate of the SiOxNy inner scale was determined to be

0.8 nm/min, identical to that which was measured for LPCVD Si3N4. The

variations in the Si3N4 etch rates of Table 7.4 are indicative of the uncertainties

caused by the use of such short etch intervals. The Si3N 4 etch rate is somewhat

higher than was previously measured because this film had the higher void

fraction characteristic of films which were deposited after the sputtering system

was damaged. The ratio of SiO2 to SiO_Ny thicknesses was determined here

to be 25:1.
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Enomoto et al.'7 also etch-profiled oxidized Si3N4 films, however, their

films were deposited by LPCVD instead of sputtering. In 6:1 buffered HF

(1 part I-IF to 6 parts 40% NH4F) they measured an etch rate of 103 nm/min

for SiO2, which is similar to the rate measured here. They measured an etch

rate for the LPCVD Si3N4 of 0.9 nm/min, similar to the 0.8 nm/min rate that

was measured in section 7.3. Since LPCVD Si3N4 and the SiO_Ny inner scale

have the same etch rate, it is understandable why Enomoto's group did not

detect the oxynitride layer. It is interesting to note that, despite the low

refractive index and high etch rate of the sputter-deposited Si3N4, its oxidation

produces a layer of SiOxNy with apparently ideal composition and density, as

indicated by its low etch rate. This would explain the similarity in the

oxidation rates of sputter-deposited and LPCVD Si3N4 films, n

In section 5, it was determined that negligible drift should result due to

oxidation of the Si3N4 layer, based on the extrapolation to 600 *C of oxidation

rates measured at 900 *C and higher, n'n'_9 Lee's group n measured the

growth of thin oxides, Lox > 10 A, at 900 *C in wet 02. The parabolic

oxidation kinetics observed by Lee's group were assumed to apply at lower

temperatures as well. The wet oxidation measurements of Fourrier's group n

at 900 *C and 1000 *C were then used to determine parabolic rate constants
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that were extrapolated to 600 *C, using an Arrhenius relation. The activation

energy of 3.2 eV determined from these data was approximately equal to that

measured by Choi's group 19at higher temperatures. The measurements of all

three groups were found to be consistent with each other and the assumption

of parabolic growth, i.e. L,x = Bt lr_. Measurements by Enomoto's group, I?

however, showed the oxide thickness to be given by L,x = Ae t_, for the Lo_

range of interest here.

The oxidation measurements of Enomoto's group, at 900 *C and

1000 *C, actually agree quite well with those reported by Lee and and

Fourrier. Further, if the values of Ae of Enomoto's group are extrapolated to

600 *C, and their model applied, essentially the same oxide growth in 5000 hrs

is calculated as was determined by extrapolating the parabolic rate constants

obtained from the measurements reported by Fourrier. The similarity of the

two models can be understood by writing both equations in terms of Lo_2,

which gives L,, z = Bt and Lo, z = As: t4r3. Since the activation energy of As

was determined by Enomoto et al. to be 1.67 eV, that of A_ is 3.3 eV, very

similar to that which was measured for B.
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To try to assess the validity of the estimated oxidation kinetics at

600 °C, the oxidation rates of the magnetron-sputtered SiaN 4 films were

measured. In order to obtain readily measured oxides for reasonably short

anneals, the temperature range of this study was 800 to 1000 °C. The

oxidations were performed in wet 02 to more closely duplicate the operating

environment of the sensor. As is the case for the oxidation of silicon, the

Si3N4 oxidation rate is greatly accelerated by moisture. To provide a partial

pressure of water of 640 Torr, 02 was bubbled through 95 °C deionized

water. _° The Si3N4 films were sputter-deposited on silicon substrates, at a

pressure of 3.5 mTorr, to a thickness of 100 rim. These films were deposited

before the operation of the vacuum system was degraded. The fv values,

measured using the two-component EMA, were in the range of 0 to 2 %. The

films were oxidized several days to weeks after deposition and were not

preannealed. An uncoated silicon control sample was oxidized together with

each Si3N4 sample. The silicon was boron doped with a resistivity of

1-10 fl-cm, and its orientation was (100). The native oxides of the silicon and

SiaN4 samples were not stripped prior to oxidation.

Figure 7.12 shows the measured oxidation kinetics of (100) silicon in

wet 02 at 800, 900 and 1000 °C. The parabolic and linear rate constants, B
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and B/A, were determined by fitting straight lines to plots of Lox vs. t/Lox in

the manner of Deal and Grove. :° The two uppermost solid lines in Fig. 7.12

are the linear-parabolic fits to the 900 and 1000 °C data. Insufficient

measurements were performed at 800

Instead, the rate constants at 900 and

°C to obtain valid rate constants.

1000 °C were extrapolated using

Arrhenius relations to 800 °C, and these extrapolated values of B and B/A

were used to calculate the oxide growth shown in Fig. 7.12. The measured

activation energies were 0.785 eV for B, and 1.72 eV for B/A, which are

comparable to the activation energies of 0.71 eV and 1.96 eV measured by

Deal and Grove for wet oxidation of (111) silicon. 2°

Table 7.5 shows the rate constants measured at 900 °C and 1000 °C,

together with Deal's values of B and B/A for wet oxidation of (100) silicon. 2'

The agreement with Deal's measurements is quite good at 900 °C. However,

at 1000 °C, although the A values were identical, the measured B was

somewhat lower than that determined by Deal. Since B is proportional to C',

the equilibrium concentration of the oxidant in the oxide, while A is

independent of C', it seems likely that the lower oxidation rate observed here

was the result of a lower than intended partial pressure of H20.
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T, °C

900

1000
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Parabolic rate constants for wet oxidation of (100) Si.

[--- B (gm2/hr) ---] [--- B/A (_m/hr) ---]

Measured Deal 2_ Measured Deal

0.138 0.143 0.140 0.150

0.254 0.314 0.531 0.664

Figure 7.13 shows the oxidation kinetics in wet 02 of the sputter-

deposited Si3N4 films. The solid lines are theoretical results that will be

explained later. Figure 7.14 shows the 900 °C and 1000 *C measurements

plotted in log-log format. If Lox is proportional to t a, then log(L.,) as a

function of log(t) will be linear with slope ct. Linear regression analyses gave

ot = 0.70 at 1000 *C and c_ = 0.50 at 900 °C (the solid lines in Fig. 7.14).

The linear-parabolic oxidation model predicts that, for thin oxides, ot = 1, and

for thick oxides, ot = 1/2. In the region of transition between linear and

parabolic growth, ot is approximately 2/3, and is within +10% of this value

over a 0.8-decade span of time. _7

Enomoto et al. _ studied the oxidation of LPCVD Si3N4 in wet 02 from

900 to 1100 *C, and found that c_ was equal to 2/3 over more than 2 decades

in time. Here, the range of Lox was roughly 50 A to 1000 A. When Si3N4 is
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converted to SiO2 by reaction with 1-I20, NH3 is produced. By considering the

inhibiting effect on reaction rate that is caused by the accumulation of NH3 at

the SiO2/Si3N4 interface, Enomoto's group derived a model for the wet

oxidation of Si3N4 which greatly extends the transition region between linear

and parabolic growth. This provides Lox = As tz,3 for a prolonged period, in

accordance with their observations. In this early study of Si3N4 oxidation the

presence of the SiOxNy inner scale was apparently unknown, so its pronounced

blocking effect on the diffusion of H20 and NH3 was not considered.

The oxidation kinetics measured at 1000 *C, shown in Fig. 7.14,

conform to the observations of Enomoto's group, as ot was determined to be

0.70. After 10 hrs the oxide thickness was 370/k, which is somewhat lower

than the thickness of 410 A measured by Enmoto et al. However, they used

a higher partial pressure of water, 720 Torr instead of 640 Torr. The

measurement by Fourrier's group for the same time and temperature was

Lox = 430 ,/k, comparable to the measurement by Enomoto's group. Fourrier's

group used a mixture of 02 and steam, for which the partial pressure of water

was apparently not precisely known but was stated to be greater than 600 Torr.
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At 900 *C, the oxidation kinetics shown in Fig. 7.14 give c_ = 0.5 for

Lox ranging from 30 to 150 A. The measurements by Enomoto's group at this

temperature extend from 65 to 140 A, which may be an insufficient range to

accurately determine o_ (they obtained c_ = 2/3, as they did for higher

temperatures). The oxidation measurements performed by Lee's group at

900 *C, for 10 A < Lox < 60 A, give o_ = 0.5. Parabolic extrapolation of

these measurements to a time of 10 hrs gives L,_ = 115 A. This is slightly

higher than the L,_ = 105 A measured here. The partial pressure of water

used by Lee's group was not specified but was presumably 640 Torr. After

10 hrs at 900 *C, the oxide thicknesses reported by Enomoto and Fourrier

were Lo_ = 120 A and Lox = 125 A, respectively.

It seems implausible that the oxidation mechanism should change from

one which provides ot = 2/3, at 1000 *C, to another which gives a = 1/2, at

900 *C. Therefore, the effect of a period of rapid initial growth, prior to the

onset of t2/3 growth, was investigated. In general, the effect of rapid initial

growth can be represented by incorporating a time offset 7"into the model that

governs the subsequent growth.2° For the model of Enomoto et al., this gives

Lox = AE(t+7") 2/3 or Lox 3r2 = A_3r2t + Lo 3t2, where Lo = AE 72/3. The oxide

thickness at which the rapid initial growth terminates is approximately equal to
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_. At sufficiently high temperatures, Lo can be expected to be negligible in

comparison with Lox, so that log(Lo_) as a function of log(0 will have the

expected slope of ct = 2/3. If Lox is comparable to Lo, however, a lower slope

will be observed.

The three sets of measurements, at oxidation temperatures of 800, 900

and 1000 *C, were independently analyzed by fitting Lox3_2as a linear function

of t, thereby determining AE and L0 at each temperature. An attempt was

made to fit the oxidation measurements using a temperature-independent Lo, but

these fits were inaccurate. Table 7.6 gives the results, together with the AE

values obtained from the Arrhenius representation provided by Enomoto et al. 17

Table 7.6 Rate constants for wet oxidation of Si3N4, where

Lox = ABt _ + Lo. Here, L0 is in /_,, As is in ,/_/hr _, and the oxidation

temperature T._ is in *C. Note A is explained in the text.

[---Measured---] [Enomoto, et al.l_]

T._ 1._ As Lo As

800 34 4.47 0 5.55

900 23 21.3 0 25.8

1000 0 (A) 81.5 0 94.3
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At 1000 *C, the linear fit to Lox3r_intercepted Lox = 0 at t = 0.375 hrs.

The slope provided by this implausible solution gave An = 85.9 A/hr m. A

more realistic approximation was obtained by fixing Lo, at 0 at t = 0, which

gave As = 81.5 A/hr _ (note A in Table 7.6). At this temperature, the

oxidation kinetics are not as sensitive to the value of L°_.

of An agree reasonably well with the measurements of Enomoto et

considering the lower partial pressure of water which was used here.

measured values of I._ and A_ were used to determine the theoretical oxidation

rates shown by the solid lines in Fig. 7.13.

The measured values

al.,

The

For the conditions of i'nterest here, To_ = 600 *C and Lox < 30/_,, these

results indicate that rapid initial oxidation kinetics would probably apply.

Therefore, a model of the initial oxidation kinetics is required in order to

extrapolate the results of measurements performed at higher temperatures. The

data presented here, however, are insufficient to establish the growth kinetics

of such thin oxides.

At the beginning of this research project, because little confidence was

placed in the effectiveness of the aluminum layer as a barrier to oxidants, it
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was considered prudent to estimate the potential measurement drift due to Si3N4

oxidation. For purposes of this worst-case estimate, the Si3N4 surface was

assumed to be directly exposed to the oxidizing ambient. Analysis of the

sputter-deposited aluminum layers, described in the next subsection, have

rendered this issue less consequential, as the sputter-deposited aluminum has

been found to be an effective barrier to oxygen.

7.5 Characteristics of the Aluminum Encapsulating Layer

The sensor's aluminum encapsulating layer was deposited by magnetron

sputtering." For a DC power of 400 W and an argon pressure of 8 mTorr, the

deposition rate was 25 nm/min. The aluminum encapsulant was sputter-

deposited for 60 min, to a thickness of 1.5 #m.

When inspected under an optical microscope, the surfaces of the sputter-

deposited aluminum films appear to be fully comprised of tightly packed

pyramidal hillocks, each of which has a width of several #m. Because

aluminum is highly reactive, residual oxygen is readily incorporated into the

film. The chemisorption of oxygen along the edges of growing grains limits

the mobility of atoms between grains, thereby promoting columnar growth, z3
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Although the surfaces of the sputter-deposited aluminum films were diffusely

reflective, when viewed through the

Therefore, these films were deemed

interferometer's rear reflector.

substrate the films were specular.

suitable for use as the thin-film

At low temperatures, transport through a polycrystalline thin film

occurs principally via diffusion along grain boundaries. _ Because these

sputter-deposited aluminum films are comprised of columnar crystallites and

voids, little confidence was placed initially in their effectiveness as barriers to

oxidants. However, these aluminum films were experimentally determined to

be good barriers to oxygen, despite their poor appearance. The volume

increase following oxidation of the columnar grains may have closed down the

vertical pores, even as the film was being deposited.

A 1.5-#m-thick sputter-deposited aluminum film, on a silicon substrate,

was oxidized in dry 02 at 400 °C for 2 hrs. Figures 7.15 and 7.16 show the

atomic concentration of oxygen as a function of depth in the film, as measured

using Auger electron spectrometry. These results show that the oxygen content

inside the film was unchanged by exposure to the oxidizing environment.
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Instability of the Si3NJA1 interface is a potential cause of sensor drift.

The diffusion of aluminum in Si3N4 films was studied by Ogata, et al.z_ From

the shift in the KL.zI-.3 Auger peak they determined that the diffused aluminum

is not metallic but is in the form of an oxide. The oxygen concentration in the

film was observed to track that of the diffused aluminum, with a ratio

approximately equal to that of A1203.

The formation of A1203 then appears necessary for the diffusion

mechanism observed by Ogata et al. Possible sources of oxygen for the

formation of A1203 are the Si3N4 layer's native oxide and the oxygen impurities

in the film. Even at very low temperatures, aluminum in contact with SiO2

will react, yielding A1203 and silicon. 26 This reaction causes aluminum to be

strongly adherent to SiO2. For sufficient thickness of SiO2, this reaction is self

limiting, probably because the A1203 acts as a barrier to the diffusion of

aluminum .27

In the fabrication of the fiber-optic temperature sensors, the aluminum

was sputter deposited immediately after the Si3N4 layer, without breaking

vacuum. The thickness of the Si3N4 surface oxide was thereby minimized, so

it may well have been entirely consumed by the sputter-deposited aluminum.
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The oxygen impurities in the Si3N4are another source of oxygen for the

formation of A1203 which could then diffuse through the Si3N4.

The diffusion of A1203 in the Si3N 4 film is not expected to be a

significant source of drift. Using the results of section 5, the measured

temperature was determined to shift by 1 *C following a 0.4% change in the

refractive index of the Si3N4 layer. Using the Bruggeman EMA, the refractive

index of Si3N4 was determined to be essentially unchanged by the addition of

significant amounts of A1203. An A1203 fraction of fully 3.2%, by volume,

was required to produce an index change sufficient to shift the measured

temperature by -1 *C.

The effectiveness of the Si3N4 layer at keeping the aluminum away from

the silicon layer was estimated using the results of Ogata's group, _ who

measured the the diffusion of aluminum in Si3N4 over the temperature range of

450 to 530 *C. By extrapolation of their measurements, it was determined

that, after 5000 hrs at 300 *C, aluminum should diffuse into the Si3N4 by a

length 2(Dt) lr_ of only 18 nm. Thus, an insignificant amount of aluminum

would reach the Si3N4/Si interface during the operational life of the sensor.

The Si3N4 layer should be even more effective at blocking the diffusion of
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silicon, since the mechanism for this process can be expected to be similar to

the mechanism for silicon diffusion in Si02, which proceeds very slowly, zs at

a rate comparable to that of silicon self diffusion.

The effects of aluminum diffusion on the optical properties of the Si3N4

layer were experimentally determined by annealing an aluminum and Si3N4

couple at 530 °C for 10.5 hrs. Based on the measurements of Ogata's group,

aluminum was expected to be fully diffused through the 100-nm-thick Si3N4

film by this anneal, since the diffusion length 2(Dt) m_ was determined to be

170 nm. This diffusion length is equal to that which would be obtained after

106 hrs at 300 °C. After sputter deposition on a silicon wafer, the Si3N4 film

was annealed for 2 hrs at 1000 °C in wet Oe. The thermal oxide was then

stripped, and the Si3N4 layer was ellipsometrically characterized. Following

aluminum deposition, the sample was annealed in argon. Then the aluminum

was removed and the Si3N 4 refractive index remeasured. At 830 nm, the

refractive index change was determined to be only 0.2%, roughly half of the

index change that would shift the measured temperature by 1 °C.



7.6 Conclusion

The optimum conditions for deposition of the Si3N 4 diffusion barrier

were determined. These magnetron-sputter-deposited Si3N4 films were shown

to be highly oxidation resistant. The aluminum encapsulating layer was

demonstrated to be an effective barrier to oxidants as well. The Si3N4 layer

was shown to be an effective barrier to the interdiffusion of aluminum and

silicon, and the diffusion of aluminum in the Si3N4 layer was demonstrated to

have a negligible effect on the sensor's output.
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8. TEMPERATURE SENSOR CHARACTERIZATION

8.1 Introduction

Fiber-optic thin-film Fabry-Perot temperature sensors were fabricated

using the design and processes described in the preceding sections. Four

sensors that were fabricated together were analyzed by reflectometry to

determine the properties of the component films. The thermal responses of

these sensors were then measured over the -55 to 275 °C range. After the

sensors were calibrated, the sensitivities to the most significant sources of drift

were studied. Short-term drifts due to remating and fiber bending were

measured, as were the long-term drifts resulting from prolonged exposure to

an elevated temperature.

8.2 Sensor Fabrication and Initial Characterization

Thin-film interferometric temperature sensors were deposited on the ends

of -0.5-m-long aluminum-coated optical fibers. The fibers were fused silica

279
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with a core diameter of 100/zm and an NA of 0.2. Four sensors, designated

291-294, were fabricated at the same time using the following procedure:

(a) A ---1.4-#m-thick layer of amorphous silicon was magnetron-sputter

deposited. The argon pressure was 4 mTorr, the RF power was 400 W, and

the deposition time was 45 rain.

Co) The silicon films were crystallized using a 1-W argon-ion-laser beam which

was focused to a diameter of 270 #m (FWHM). The exposure time was 2 s.

(c) A 90-nm-thick layer of Si3N4 was deposited by reactive magnetron

sputtering of a silicon target in nitrogen. The pressure was 3.5 mTorr, the RF

power was 400 W, and the deposition time was 17 min.

(d) A - 1-#m-thick aluminum layer was sputter deposited immediately after the

Si3N4 layer, without breaking vacuum. The argon pressure was 8 mTorr, the

DC power was 400 W, and the deposition time was 60 rain.

The sensors were characterized by spectral reflectometry, as described

in section 6. To summarize the nomenclature, the transmitted spectra were
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divided by the source spectra to give the sensor transmissivities Hs(_, ). In

terms of the reflectivity of the thin-film interferometer R_(h), Hs(X) = Hr.o(X)

R_:(X), where H_:o is the transmissivity of the fiber-optic link. An

approximation to RF(_,) is provided by Rt(),) = Hs(_,)/Hcr,(X), where I-Icp()_) is

the round-trip transmissivity of the coupler.

The effect of laser annealing on the reflectivity of the silicon film can

be seen in Fig. 8.1, which gives Rt(X) of the silicon film of sensor 294, before

and after it was laser annealed. The sensor reflectivities R_(),) were modeled

by using the methods described in the appendix to calculate Rr:()_), which was

then multiplied by a coefficient K_c. This h-independent scale factor

approximated the transmissivity of the fiber-optic link exclusive of the coupler,

i.e. K_c _ HFo(_k)/Hcp(h).

Figure 8.2 shows the experimental Rt(X) for the silicon film of sensor

291, after it was laser annealed, together with the best fit that could be

obtained by adjusting KFc and the thickness of the silicon film L_. The

annealed silicon films were modeled using the optical properties of

polycrystalline silicon that were measured in section 6. For each of the

sensors, before and after annealing, Rf0_) was well fit by the model. The best
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fits were obtained for sensors 291-3. Sensor 294 had a slightly reduced fringe

visibility, most likely because the film thickness was nonuniform across the

fiber core. The cut-on wavelengths at which interference fringes appear are,

in each case, shifted by laser annealing by an amount which indicates that the

silicon was fully crystallized.

Figure 8.3 shows the experimental and calculated Rt()_) for sensor 291,

after the silicon film was encapsulated with the Si3N4 and aluminum layers.

The dielectric function data of Phillip I and Alterowitz 2 were used to model the

layers of Si3N4 and aluminum, respectively. The measured Rt(),) was fit by

adjusting the thickness of the Si3N4 layer, 1.,2, while L t was fixed at the value

determined prior to encapsulation. Table 8.1 shows the measured values of L t

and 1-,2 of all four sensors. The sensed temperature was determined as a

function of _, the resonant wavelength of order m. The order of the

monitored resonance was chosen so that it could be excited, throughout the

entire temperature range, with the emission from an 830-nm-wavelength LED.

Table 8.1 provides the values, at 20 *C, of k,_, together with the fringe

orders m, as determined from m = 2n_L_/h,. Table 8. I also provides the

interferometric fringe visibilities, 7/vts, which were measured after the sensors

were spliced to fused-fiber couplers.
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Table 8.1 Sensor characteristics measured at T = 20 *C.

Sensor L_, tLm I.,2, nm Sin, nm m r/vls

291 1.664 102 815.0 15 0.95

292 1.595 92 832.0 14 0.92

293 1.548 90 811.0 14 0.97

294 1.474 79 827.1 13 0.84

The large variations in the thicknesses of the films were caused by

improper positioning of the sputter gun and the fixture holding the fibers. The

fiber fixture was placed in the center of the sputtered flux, on the hub of the

platen.

rotation, the uniformity was much improved.

131-134, which will be described later, the

only + 0.020 #m.

When the sputtered flux and the fibers were shifted off the axis of

For example, for sensors

range of thicknesses was

The sensor fibers were fusion spliced to 2 X 1 fused-fiber couplers that

were specially fabricated for use at high temperatures. The couplers were

constructed from fused-silica fibers with polyimide buffer coatings. The fused

sections of fiber were encapsulated using high-temperature epoxy. This type
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of coupler can withstand 200 oC for prolonged periods, so it could be mounted

on the exterior of an aircraft engine. As discussed previously, the coupler and

sensor fiber must be joined by a fusion splice. If a dematable connector were

used, reflections from the fiber end faces would reduce the sensor's fringe

visibility. The non-detachable coupler and sensor must be located in close

proximity to facilitate aircraft maintenance.

The fiber-optic thin-film temperature sensors were inserted into an

environmental testing chamber. The temperature of the air in the chamber was

controlled to within -!-0.5 *C, as measured by a type K thermocouple. A pair

of 10-m-long fibers, with SMA connectors, joined each sensor to the -.-1-m

input and output jumpers that were connected to the lamp and the scanning

monochromator (fibers F1 and F2 of Fig. 6.8).

In general, prior to each measurement of Hs(X), the connections

between the 10-m fibers and the input and output jumpers were remade, since

all the the sensors were usually interrogated at each test condition. Thus,

Hs()_) fluctuated from one measurement to the next. However, the

X-independent component of a HFo(X) variation has no effect on the perceived
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Xm,and a X-dependentchangein HFo(X)can be expectedto have a small effect

if the fringe visibility is sufficiently high, as will be discussed in section 8.5.

Figure 8.4 shows Hs(),) of sensor 292 at the extremes of the operating

range, T = -55 *C and T = 278 *C, for 500 nm < ), < 1 #m. In this case,

the connectors were not disturbed between the measurements. Once the

sensors were spliced to couplers, the resonant wavelengths were determined

from the minima in Hs(X). For the completed sensors, Hs(X) is similar in form

to Rf(X), except the fused-fiber coupler attenuates Hs(X) in the vicinity of

620 nm. In the 800 to 900 nm range, where the sensor is interrogated, Hcp(X)

of the fused-fiber coupler is relatively featureless, as is desired.

Figure 8.5 shows Hs(X) for sensor 292, at T = -55 *C and

T = 278 *C, over a smaller wavelength range, 800 nm < ), < 900 nm.

Again, the connectors were not disturbed between the measurements. For

these wavelengths and temperatures, the absorption of the silicon film increases

only moderately with increasing temperature (at shorter wavelengths, the

absorption change is greater, as shown by Fig. 8.4). For this sensor, the 14th-

order resonance is 828.4 nm at -55 *C, and it increases by 18.8 nm as the

temperature increases to 278 *C. The total shift of _ is approximately 1/2 of
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the interferometer's free spectral range of 36 nm. Therefore, almost a factor

of 2 increase in L_ could be accomodated without introducing any measurement

ambiguity for the temperature range of-55 to 275 *C. Although d)h,/dT

would be unaffected by an increase in L_, the fringes would be sharpened,

which could improve the resolution of h,. An increased Lt, however, requires

a greater relative uniformity in L t across the fiber core in order to provide the

same fringe visibility.

8.3 Sensor Calibration

To determine X,,, the transmissivities Hs(_,) were measured using a

sampling interval of 0.1 nm. The resonant wavelengths were presumed to

correspond to the local minima in the Hs(h) functions, which were located

using the following algorithm:

(a) Hs(),) was searched through the range of )_, for each sensor to locate the

wavelength of the minimum value,

(b) a third-order polynomial was fit to Hs()_) in the +5 nm region about the

minimum,



(c) h,_ was

minimum.
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determined by calculating the position of the polynomial's

This method provided a much greater noise immunity than was obtained

by using the minimum value of the unsmoothed Hs(X) data. A quadratic fit,

although not extensively tested, was found to be effective as well. A detailed

study of signal-processing algorithms is beyond the scope of this research

project. This simple algorithm was found to provide a resolution which was

adequate for the purposes of calibrating the sensors and assessing their stability.

The four sensors were calibrated by tracking kin(T) over the -55 to

278 *C range. The normalized resonance shifts were defined to be

3,(T) = [km(T)-km(To)]/km(To), where, by arbitrary definition, To = 96 *C.

Figure 8.6 shows that a quadratic function accurately fits the average of the

four -r(T) functions. A linear fit to 3,AvE(T) provides K, = 6.9 x 10"5/*C,

where K. = h./Idhm/dT. Since h,_ _ 830 nm, dhm/dT _ 0.06 nm/*C, which

gives an approximate means to convert km changes to changes in the measured

temperature 'I'M.
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The measured value of x÷ is somewhat lower than the value of

7.9 x 105/*C that was determined using the published material properties for

single-crystal silicon. A lower thermo-optic coefficient, nldn/dT, for

polycrystalline silicon would account for this discrepancy. Figure 8.7 shows

the deviations of each sensor's 7(T) from the quadratic fit to 7^v_(T). It is

apparently not possible to obtain a 2 *C accuracy by a single-point calibration,

i.e. a measurement of )_,(To). However, if the four 7(T) are independently fit

using quadratic functions, then the maximum error is only 1.1 *C.

8.4 Effects of Connector Remating

Figure 8.8 shows how Hs(X) is changed by remating two of the fiber

link's connectors. These measurements were performed using sensor 291 at

T = 278 *C. The changes in Hs(X) are clearly somewhat wavelength

dependent and therefore might be expected to influence the measured

temperature TM. The sensitivity of TM to connector effects was determined by

remating the connectors prior to each measurement of a fixed temperature.

The principal cause of connector coupling variations is changes in the lateral

misalignment of the fiber cores. For this test, the relative angular orientation

of the mated ferrules (SMA connectors are not keyed) was changed with each
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remating in order to maximize the variability. For each sensor, two connectors

were remated prior to each of 20 measurements at a constant 20 *C. The TM

variations of all four sensors were similar so the results were combined. The

deviations of TM from the means are shown in Fig. 8.9, while Fig. 8. I0 shows

the relative variations of H_o. The TM deviations had an RMS value of

0.50 *C and a maximum of 1.4 *C, while the relative HFo deviations had an

RMS value of 7% and a maximum of 19%.

8.5 Effects of Wavelength-Dependent Changes in the Transmissivity of

the Fiber Link

The effects on TM of X-dependent changes in the fiber-optic link's

transmissivity H_o(X) decrease with increasing interferometric fringe visibility.

Since _v_s = {[Hs]MAx-[Hs]M_r_}/{ [Hs]MAx + [Hs]Mtr_}, the fringe visibility attains

its maximum value of unity if Hs(km) = 0. Table 8.1 lists the fringe

visibilities of the four sensors at X = 830 nm and T = 20 *C. The effects of

X-dependent transmissivity changes were studied using the Hs(X) data for

sensor 292 at 20 *C. The transmissivities of sensors with fringe visibilities

ranging from 0.3 to 1.0 were modeled by adding the appropriate offsets to

these Hs(X) data. Wavelength-dependent changes in the transmissivity of the
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fiber-optic link were then simulated by multiplying each of the offset Hs(_,)

functions by

HVA a (l) =i +a (i-I o) . it)

The slope ¢_of this linear function of k was varied over the range from -0.0125

to 0.0125 nm "1 for each value of r/vls. Figure 8.11 shows examples of the

modified Hs(;k) functions. Here, r/vts = 0.3 and 1.0, and ot = -0.0125, 0, and

0.0125 nm "m. For T/v_s= 0.3, the shifts in km are apparent.

Figure 8.12 shows the changes in the measured temperature TM as

functions of o_, for values of r/v_s ranging from 0.3 to 1.0. Since r/vts > 0.8

for all four sensors, the errors caused by X-dependent transmissivity changes

are expected to be small, less than 1 *C, because the HFo variations observed

in practice typically have wavelength sensitivities much smaller

than 0.0125 nm _.

8.6 Effects of Fiber Bending

Fiber bending has the potential to cause significant measurement errors

because it can alter the distribution of power among the fiber modes, thereby
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changing the effective angle of propagation in the thin-film interferometer.

Typically, fiber bending is the most significant cause of changes in the modal

power distribution. Changes in the lateral misalignment of the fiber cores

within connectors should not change the modal distribution significantly,

because the angles of incidence are not affected and the modes are attenuated

equally as a function of the offset.

The effects of fiber bending were determined by wrapping the fiber fully

around mandrels with radii ranging from 5 mm to 2 cm. This test was

performed using sensor 292, at a constant temperature of 20 *C. Measured

first were the effects of bending the coupler pigtail that is spliced to the sensor

fiber. Figures 8.13 and 8.14 show the effects on "I'Mand on H_o. Figures 8.15

and 8.16 show the effects on "I'M and H_o of bending the 10-m-long fiber that

connects the light source to the coupler. In this case, the effects were smaller

because the light passes through the bend only once. Also, the greater distance

between the bend and the sensor may allow the re-establishment of the

equilibrium modal distribution at the sensor.

Significant errors are produced only when the sensor fiber is bent with

a radius less than 1.0 cm. The bend sensitivity of this sensor is therefore
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entirely satisfactory, since bends with radii less than 1.0 cm should be avoided

in any fiber-optic link because of the high losses and mechanical stresses that

result. In these tests, one measurement was performed at each bend radius,

and this procedure was then repeated four or five times, so the fibers did not

lie in precisely the same positions for all the measurements at a given radius.

From Figs. 8.13 and 8.15, the scatter in the TM measurements, at a given bend

radius, provides the short-term temperature resolution of this sensor, which is

approximately ±l °C. This nonrepeatability is greater than the effect of a

single fiber bend with a radius greater than 1.0 cm.

8.7 Long-Term Stability

The stabilities of sensors 291-294 were tested at a constant temperature

of 278 °C for a total of 5600 hrs.

inside the environmental chamber.

The sensors were fully exposed to the air

They were held in close proximity to each

other and the reference thermocouple. The sensors were not pre-annealed and

were characterized only at room temperature prior to this test. The

environmental chamber was brought to the 278 *C soak temperature and

allowed to stabilize for 24 hrs before the baseline Hs(X) measurements were

performed. Subsequently, Hs(X) of each sensor was measured at intervals of
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one week. The resonant wavelengths were determined using the method

described in section 8.3. The shifts in hm, relative to the baseline values, were

converted to changes in TM using the measured value of K., 6.9 x 105/*C.

Figure 8.17 shows the long-term test results.

drifted excessively, although the rates of drift slowed significantly

-2000 hrs. Sensors 292 and 293, however, were exceptionally stable.

Sensors 291 and 294

after

For

these sensors, no long-term drift can be perceived, within the limits imposed

by the measurement noise. Over the full duration of the test, the temperature

measurements of sensors 292 and 293 had standard deviations of 0.8 and

0.6 *C, respectively. Since this test measures the aggregate effects of

connector remating, fiber repositioning and prolonged thermal exposure, it is

felt that an RMS value of 1 °C accurately represents the stability that these

sensors can provide in practice.

After 2300 hrs, the experimental procedure was modified to include a

test of the wavelength stability of the spectrometer. Each week, following the

Hs(;k) measurements, the spectrum of a fiber-coupled HeNe laser was measured

and its wavelength, _'HcN_,was determined by the procedure used to determine

)q_. Since the wavelength of the HeNe laser is essentially constant, the
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variations in )'Ha_creveal the instabilities of the spectrometer. The changes in

TM corresponding to the measured )_acno variations are plotted in Fig. 8.18,

together with the TM changes of the most stable sensors, 292 and 293. These

results show that the temperature resolutions of these sensors are limited by the

wavelength instability of the fiber-coupled spectrometer.

The measurements of _,.a_, and )_, shown in Fig. 8.18, are generally

uncorrelated, except for one set of measurements, at 4800 hrs, when all the

measured wavelengths are unusually high. The standard deviation of the ),mnc

measurements, 0.42 nm, provides the the wavelength repeatability of the fiber-

linked monochromator. The temperature measurements, therefore, can be

expected to have a spectrometer-induced noise component of 0.7 *C, which is

in fact the observed noise level. It may be possible to reduce the wavelength

instability by using a monochromator which has a larger accceptance angle so

that the highest-order modes are not extinguished. Also, a larger spectral

bandwidth may be beneficial, as this would reduce the effects of mode-mode

interference.

Prior to optimization of the laser-annealing process, sensors were

fabricated using amorphous-silicon films which were fully relaxed by a 0.5 s



295

laser exposure (crystallization is obtained only after 1 s of laser annealing). In

all other respects thesesensors, 131-135, were identical to sensors 291-294,

which were laser annealedfor 2 s. Figure 8.19 shows the results of a stability

test of thesesensorsat 278 *C. The outputs of the amorphous-silicon Fabry-

Perot sensorsdrifted at a much greater rate than did the sensors fabricated

using polycrystalline silicon. For the a-Si sensors, the TM drift is negative,

which indicates that the drift is most likely due to slow crystallization of the

silicon.

After the testing of sensors 291-294 was completed, the sensor with the

greatest long-term drift, sensor 291, was destructively examined. After

removal of the aluminum layer by etching in photoresist developer, the Si3N4

layer was observed to be partially delaminated from the underlying silicon. A

higher reliability may be attainable by modifying the Si3N 4 deposition

conditions in order to reduce the film stress. A somewat silicon-rich

stoichometry has been shown to produce Si3N 4 films with low residual stresses

on GaAs. 3 Also, it would be preferrable to inspect the Si3N4 films before

aluminum deposition to ensure that the films are free of embedded particles and

pinholes. Depositing the aluminum immediately after the Si3N4, as was done

here, saves only a little time but significantly reduces the reliability, since
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pinholes and debris are commonly found in these downward-sputtered Si3N4

films.

8.8 Conclusion

In order to obtain a 2 *C accuracy, it was found necessary to separately

calibrate each sensor throughout the entire temperature range. Improved

control of the thicknesses of the films, however, has the potential to allow a

single-point calibration. The temperature sensitivity of the resonant

wavelength, K. = hm_dkJdT, was determined to be 6.9 x 10_/*C. The

measured sensitivity of these polycrystalline-silicon Fabry-Perot interferometers

is somewhat lower than the value that was determined using published

properties of single-crystal silicon.

This type of sensor was shown to be capable of providing a stability of

1 *C. This RMS stability measurement takes into account the effects of

connector remating, fiber bending, and prolonged exposure to an elevated

temperature. This high degree of stability was exhibited by two of the four

sensors that were tested. All four sensors had short-term stabilities of about
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1 °C, but the outputs of two of the sensors drifted slowly when tested at the

maximum temperature.

The output of the least stable sensor drifted by 10 °C during 5600 hrs

of exposure to 278 *C. Afterwards, it was determined that the Si3N4 film of

this sensor was partially delaminated from the silicon. This indicates that

further work is required to reduce the film stress.

be directed at reducing the short-term instability

Further work should also

of these sensors. The

dominant noise source was determined to be the wavelength instability of the

fiber-coupled spectrometer. By increasing the numerical aperture and the

spectral bandwidth of the monochromator, mode-mode interference effects

should be reduced, which should improve the stability of the spectral analysis

system.
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9. CONCLUSION

A fiber-optic temperature sensor that uses a thin-film Fabry-Perot

interferometer was shown to be capable of providing an accuracy of +2 *C

over the temperature range of-55 to 275 *C, throughout a lifetime of

5000 hrs. This sensor, therefore, is well suited for the measurement of inlet-

air temperatures in aircraft engine control systems.

A thin-film Fabry-Perot interferometer was deposited directly onto the

end of an optical fiber. This approach provides for an extremely compact and

rugged sensor that can be inexpensively fabricated using batch processes.

Further, this sensor's wavelength-encoded output is not readily corrupted by

transmission through optical fibers. The design of the sensor and the

development of the fabrication process were largely directed towards

overcoming the principle drawback of this approach, which is the tendency of

thin films towards instability in severe environments. The sensor design also

attempted to minimize short-term instabilities caused by disturbances to the

fiber link such as connector remating and fiber bending.
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Tests of four prototype sensors proved the soundness of the sensor

designandthe fabrication process,asoutstandingstabilities were demonstrated.

Short-term nonrepeatability, due to cable and connector effects, was

1 *C RMS. This measurement noise could be reduced by increasing the

wavelength stability of the fiber-coupled spectrometer. Long-term drift was

less than 1 *C, after 5000 hrs at 275 *C, for two of the four sensors. The

yield of satisfactorily stable sensors could be increased by better inspection

procedures and by modifying the Si3N4 deposition process to provide lower-

stressfilms.
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11. APPENDIX ON OPTICAL THEORY

11.1 Plane Wave Propagation in Homogeneous Media

Expressed in terms of the electric and magnetic field intensities, E and

H, Maxwell's equations, for an isotropic medium which is nonconductive,

nonmagnetic and charge-free, are

V. [ (_:eo) E] :0, (1)

V'H=O , (2)

aH
VxE=-I't° a-t' (3)

aE
VxH=ee° at

(4)

Here eo and _ are the permittivity and permeability of free space, and e is the

medium's relative permittivity or dielectric constant. In general, e is complex

with real part e_ and imaginary part ea.
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After taking the curl of both sides of Eqs. 3 and 4, if one assumes that

is uniform throughout the medium, one obtains the wave equations in E

and H,

_2 E_ 8 _2E is)
I

c 2 0t 2

_2H_ e a2H'. (6)

c 2 at 2

The plane wave solution of these equations is given by

E(r, t)=Eoexpj( _Nu.r-o_ t),
C

(7)

and

H(r, t) = " UxEoexpj_r ( O_Nu.r_6_t ) , (8)
Zo C

where u is the normalized propagation vector (i.e.u. u = 1), which must be

perpendicular to Eo (i.e. u'Eo = 0).
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The speed of light in free space c is

_

1

and the impedance of free space Zo is

Zo= It°
_o

The medium's complex refractive index N is defined to be

(lO)

__T=%/'_"• (11)

In general, N will vary as a function of oJ. To emphasize its o_ dependence,

the relative permittivity e is commonly designated the dielectric function. The

real and imaginary parts of N are designated n and k, i.e. N = n + jk. The

refractive index n determines the wave's phase velocity vp = c/n, and the

extinction coefficient k gives the absorption coefficient _ = 47rk/_,, where the

wavelength in free space _, is equal to 2_'c/o_.
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From the definition of N,

El=n2-k2

and

e2=2nk.

The magnitude and direction of the wave's energy flux are given by

average Poynting vector,

Sav=I Re ExH*,

and the wave's intensity, I, is simply the magnitude of S,v.

(12)

(x3)

the time-

(14)

In the case of a nonabsorptive medium, where k = O, u is real and it

is perpendicular to the planes of constant phase. For an absorptive medium

that is entered at a normal angle of incidence, u is again real and it is

perpendicular to the planes of constant amplitude and constant phase. If a

plane wave enters an absorptive material at other than normal incidence, then

u is complex, and in this case the normals to the planes of constant amplitude

and constant phase are not necessarily coincident, as they are parallel to

RefNu) and Im(Nu), respectively.



11.2 Reflection and Transmission at an Interface Between Two Materials

Consider a plane wave, incident on a medium of complex refractive

index Nt from a medium of index No, at an angle of 00 from the normal to the

interface, as shown in Fig. 11.1. The xy plane is the plane of incidence and

the x axis is perpendicular to the interface so that the incident wave's

normalized propagation vector is given by

ui =_cosO o+3_s inO o . txs_

Satisfaction of Maxwell's equations requires continuity of the tangential

components of E and H across the interface. The reflected wave, therefore,

must have a normalized propagation vector,

Ur=-_cosO o+J_sinO o . (16)

341



For the transmitted wave,
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where

u t=_co s01 +_S in@ I,

N1sin01 =Nosin0o .

This last equation is Fresnel's law of refraction. If ko = O, then

N1 I./t: =

^ _ 2 2 2x (nl-kl-nosin20o ) +j2nlkl

+jTs in0 o .

(17)

(18)

(19)

Continuity of the tangential E and H components also determines the

amplitude reflection and transmission coefficients, r=EodF-_- and t=EoJEoi.

The amplitudes of the reflected and transmitted waves are most readily

determined if the incident wave's electric field vector E0 is decomposed into

its components parallel and perpendicular to the plane of incidence. These

eigenpolarization states, p and s, respectively, are maintained after reflection

or transmission by the interface. The responses to an arbitrarily polarized

input, therefore, can be obtained by superposition of the responses to the
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input's p and s components. These are determined using Fresnel's amplitude

coefficients,'

-N_cosOo +NoCOS0,
I

.rp= N_cos0o+NoCOS0 _ (2o)

NoCOS0o-N_cos0 _
l

rs= NoCOS0o+N_cos0_ c2_)

2NoCOS0 o

tp=N_cosOo+NocosO,
(22)

2NoCOS0 o

ts=NoCOS0 o+N_cos0_ (23)



11.3 Reflection From a Single Layer

Consider now the reflection of light from a Fabry-Perot interferometer,

which, as shown in Fig. 11.2, is comprised of a single film having a thickness

L and complex refractive index N_. If the angle of incidence is 00, and the

refractive indexes of the ambient and substrate are No and N2, respectively,

then the amplitude reflectance of the film is _

rF=rol + toltlor l2exp(j2 f_ )

+r t0r12exp(j4 f_) +...],x[1 +rlor12exp(l'2f_) 2 2 .

where

(24)

21x
f_- NIL cosO 1. (25)

The angle of incidence inside the film, Ot, is determined using Fresnel's law

(0t may be complex). The variables r_j and l_i are the Fresnel amplitude

coefficients, for the appropriate polarization states, for a wave incident from

medium i into medium j.

344



345

Using rol =-:rto and tolt_o = 1-r_o2, which follow from Eqs. 20-23, gives

_

-rio +r12exp(/'2 _)

1 -rlor12exp(j2 f))
(26)

The film's amplitude transmittance may be obtained by similar means, and is

given by

tolt12exp(jf2)
tF-

1 -rlorlEexp(j2f))
(27)

Consider first an ideal Fabry-Perot interferometer, which is both lossless

and symmetric, so that all k = 0 and n2 "- no. If one also assumes that

n_ > no, then the phase change on internal reflection is zero and the reflectivity

is given by

Rr - 2R-2Rcos(2_) , (28)

1 +R 2-2Rcos(2 cI')
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where

(29)

and

(30)

Here, the interferometer's optical path difference or OPD is given by

AoeD=2nlL cos01. (31)

The reflectivity can be rewritten as

FSiD.2(_))
RF=

1 +Fsin2 (¢I))
(32)

where

l

4R

(1 -R) 2
(33)
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The transmissivity of the ideal Fabry-Perot interferometer is given by

1
Te- . (34)

l+Fsin2(_)

As expected, for zero loss, TF + RF = 1. The reflectivity is a minimum, and

the transmissivity a maximum, at the resonance condition, • = _'m, where m

is an integer. The coefficient F determines the resonance width (finesse,

_r/2 F _r_, is a useful concept only for large R). A larger R narrows the

reflectance minima, or fringes, as shown by Fig. 11.3, where R_(_) is plotted

for different values of R.

Consider

interferometer.

now the reflectivity of an absorptive Fabry-Perot

The analysis is considerably simplified if 00 = 0. Then,

R F =

Irlo12+lrZ_212-21r_ollrZ_21cos(2_-_o+_2) (3s_

1+ Ir,o12Ir',212-2 Ir_olIr',2 Icos(2_ +4_o+4_2)
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Here, q_o and _b_2are the phase changes on reflection, such that

rl0= [rio lexp(/4ho), (36)

r12 = [r12 ]expq4)12), (37)

and r'n is the apparent amplitude reflectivity of the film's second surface when

viewed from the first surface, i.e.

r/12=rt2exp(-tt tL). (38)

The absorption coefficient of the resonator material is given by a_ = 4_k_/;k.

The transmissivity of the absorptive Fabry-Perot interferometer, for

normal incidence, is

F

[N2/No[It01121t1212exp(- O_lL) (39)

1 + Irlo 12Ir_212-2IrloIIr/x2Icos(2_ ÷dho+dh2)
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Assume that oq is independent of _,, then TF(_,) is a minimum when the

resonance condition is satisfied, i.e. 4, = 4,m, where m is an integer and

2@m+ lo+ 12=2 m. (40)

The reflectivity RF, on the other hand, is a minimum at precisely 4, = 4,., only

if _o = 0 or a'. This is caused by the difference in the signs associated with

4ho in the numerator and denominator of Eq. 35. For the Fabry-Perot

temperature sensor, _0 is small, and it has little effect on the positions of the

minima of R_(X). For a silicon film in an SiO2 ambient, _o is only 1.3 mrad

at h = 830 nm. In practice, ct_ will vary as a function of h, which will cause

the minima of both R_:(;k) and Tr(_,) to be shifted off-resonance. Since there

is no direct means of measuring 4,, the somewhat imprecise practice will be

adopted here of equating resonance with the minima in RF(4,).



11.4 Reflection From a Multilayer Stack of Films

The reflectivity of a multilayer stack of films can be calculated by

starting with the last film and repeatedly applying the equation for the

amplitude reflectance of a single film (Eq. 26).

more satisfactory is attributed to Abel, s and

A method that is generally

described in the book by

Heavens. 2 This matrix method is widely used to design optical interference

filters. As shown in Fig. 11.4, the multilayer structure consists of n films plus

the ambient (or superstrate), which is designated layer 0, and the substrate,

which is layer n+l. The electric field in layer m, which is either p- or s-

polarized, is the sum of a forward (+) and a backward (-) traveling wave, i.e.

E = EmexpUXm(Z-Cm)]

+
(41)

where the time dependence has been suppressed, and

2_
- NmCOS0m _Xm

(42)
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where Lo is defined to be O.

351

m-1

Cm= ELk' (43)
k=O

At the interface between the ambient and the first film, continuity of the

tangential E and H components requires

m

E/=toxEo+r,oE1' (44)

Eo=rolEo +tloEl.
(45)
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Continuity at the interface between layers m-1 and m gives the more general

result,

m _'

tm-l,meXp(J_m-1) m-l +rm,m-lEZ

(4O

exp(-jf_m_l)E£_ 1 =

rm-l_nexp(J_m_l)E_n-1 +tm,m_iEm,

(47)

where

m=_mL m . (48)
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To conform to Heavens' nomenclature, r.._. is replaced with r. and t__l,m

with t_. The relationships rm,m-t= -rmand t_m.t = (l-r_)/t_ are then used to

give

Em_l 1 " E"+ - exp(-J_'_m_l) m

t m

+ rm exp(-]f_ m_l)Em,

t m

(49)

and

Era-1

+

- r'nexp(]t2,,,_l)E£
tm

lexpqt2 ,,,_1)g,,:.
t m

(5O)
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Repeated application of these equations gives

(51)

where

(era) =

exp(-j m_p
rmexpqf__ 1) expqf_ m i l ) )"

If the matrix product has elements a, b, c, d, such that

(52)

(a b)=(C_)(C2) •.. (C_+1), (53)

then, since E,+, = O,

Eo- c
m

Eo a

(54)



In addition,
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a

(ss)

The reflectivity of the multilayer stack is then given by

(50

and the transmissivity is

(ST)



11.5 Basic Ellipsometric Relations

A spectroscopic ellipsometer measures two parameters, _, and A, as

functions of wavelength, at an angle of incidence 00. The real values of ff and

A are related to the amplitude reflection coefficients of the sample by

r

_ =tan(,)exp(jA).
G

(58)

In the case of a multilayer stack of films, the amplitude reflection coefficients

rp and r, can be determined using Eq. 54. A useful ellipsometric parameter is

the pseudodielectric function < t > which is given by

+

sin20o

[(I-p)/(1 +p)] 2,
(59)

where

p =tan(,)exp(/A). (60)

The pseudodielectric function, which has real and imaginary parts < e_ > and

< _>, is the dielectric function of a hypothetical substrate, the analysis of

which would provide the measured values of _, and A.
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11.6 Effective Medium Theory

It is sometimes necessary to determine the optical properties of

heterogeneous mixtures of materials. For instance, the dielectric function of

a thin film typically differs from that of the bulk material due to highly

deposition-dependent defects such as voids and impurities. The dielectric

functions of such films can be determined by modeling the films as mixtures

of the composite materials and voids using the effective medium theory. 3

Consider an inhomogeneous material which is comprised of a host

medium, with a (complex) dielectric function er_, into which are embedded

grains of a material with a dielectric function of e^. The fraction by volume

of the embedded material is f^. The embedded grains are assumed to be small

compared to the optical wavelength, i.e. less than about 0.1X, yet not so small

that the grains no longer retain the dielectric response of the bulk material.

The e^ grains are modeled as uniformly sized spheres, each of which has a

volume of V, so that the number of these spheres per unit volume is fJV.

In order to determine the material's macroscopic dielectric function eM,

assume that an electric field is applied which produces, in the absence of the
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n^ spheres, a uniform field of E0 in the host medium. The effect of embedding

one eh sphere in the host will be analyzed first. The polarization inside this

sphere is uniform and is given by 4

_A -gH
eA=3gHgO E O. (61)

Outside the sphere, the electric field is equal to Eo plus the field produced by

an electric dipole of moment P^V. The dipole's contribution to the average

electric field in the host medium is equal to -P^V/(3tM_). This result is

obtained by integrating the dipole field over a large spherical volume

containing the e^ microsphere. 4

If the host medium is then filled, to a volume fraction of f^, with

randomly positioned t_^ spheres, then the average electric field is given by
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Also, since the average polarization in the material is f^PA,

(63)

The preceding three equations can be combined to determine eM, the dielectric

function of the inhomogeneous medium, which is given by

g'M-g'H =fA- 8A-gH " (64)

eM+2e H eA+2e H

This equation is known as the Maxwell-Garnett effective medium expression.

If the host medium is vacuum, then eH = 1, SO that the Maxwell-Garnett

expression indicates that (eM- 1)/(eM + 2) should be proportional to the material' s

density, which is the Clausius-Mosotti result.

Now consider a heterogenous material comprised of grains of two

materials which are randomly mixed. To analyze this mixture of materials A

and B, spheres having dielectric functions of e^ and es are embedded in the

host medium, with volume fractions of f^ and fB. In this case, the embedded

materials fill the entire volume so that fs = l-f^. Voids may be modeled as
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grains with unity dielectric constant. The previously described method of

analysis gives

2 2 2 2 2 2

NM-N H _f Na-N_t ._' N_-N_
2 2:JA_ '"

NM+2N _ _4 +2tVH +JnN2+2N 2'
(65)

where the dielectric functions have been replaced by the squares of the complex

refractive indexes. A self-consistent choice is now made for the host medium,

i.e.N. -- NM, which gives the Bruggeman effective medium approximation or

EMA, which is

2 2 2 2
NA -N M N_ -N M

o:A %  66)
N2+2N2 2 2"N;+2N 

It is this two-component Bruggemann EMA, and its generalization to three

components, which is used here to model the dielectric responses of the

sputter-deposited films.
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